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Referat: 
Erst seit 2010 sind kombinierte Positronenemissionstomographie-
Magnetresonanztomographie-Geräte (PET/MRT) zur hybriden Bildgebung verfügbar. Die mit 
der Entwicklung der Geräte verbundenen Hoffnungen bezüglich der onkologischen 
Diagnostik lagen zunächst auf einer verbesserten Genauigkeit in der Tumordetektion im 
Vergleich zur PET/CT. Rasch wurde jedoch deutlich, dass insbesondere die Möglichkeit der 
non-invasiven, multiparametrischen Charakterisierung von Tumorerkrankungen einen 
wesentlichen Vorteil der PET/MRT gegenüber der PET/CT darstellt. 
Der im Universitätsklinikum Leipzig AöR 2011 installierte PET/MRT-Scanner war einer 
der ersten weltweit und in dieser Habilitationsschrift sind die ersten Erfahrungen mit dieser 
Methode auf dem Gebiet der onkologischen Diagnostik zusammengefasst. Schwerpunkt 
ist dabei die Diagnostik von Kopf-Hals-Tumoren, da in diesem Bereich die CT aufgrund 
des im Vergleich zur MRT schlechteren Weichteilkontrastes Einschränkungen aufweist.  
In dieser Schrift werden zunächst die unterschiedlichen Konzepte im Gerätedesign der 
PET/MRT und die Besonderheiten der PET/MRT im Vergleich zur PET/CT erläutert. Auch 
die kritischen Punkte, die bei der Implementierung eines PET/MRT-Scanners zu beachten 
sind, werden detailliert dargestellt. Hierbei werden besonders die baulichen und 
organisatorischen Aspekte berücksichtigt, es werden aber auch Hinweise zur 
Qualitätskontrolle und zur Entwicklung von Untersuchungsprotokollen gegeben. 
In der ersten klinischen Studie zur Anwendung der PET/MRT mit 18F-Fluorodesoxyglucose 
(18F-FDG) bei Patienten mit Kopf-Hals-Tumoren konnten wir hinsichtlich Sensitivität und 
Spezifität noch keine Unterschiede zur PET/CT nachweisen. Allerdings war hier die 
untersuchte Patientengruppe heterogen und enthielt sowohl Primär- als auch Rezidivtumore. 
Aktuell konzentriert sich die onkologische Forschung am PET/MRT auf die Möglichkeiten 
der multiparametrischen Bildgebung zur Detektion und vor allem Charakterisierung von 
Tumorerkrankungen. Hier konnten wir signifikante Korrelationen von Glukosestoffwechsel 
und verschiedenen Perfusionsparametern bei Patienten mit Kopf-Hals-Tumoren nachweisen. 
Bei Patientinnen mit Zervixkarzinom konnte ein inverser Zusammenhang zwischen 
Glukosestoffwechsel und Diffusionsrestriktion nachgewiesen werden. Die letzte aufgeführte 
Arbeit zeigt die Korrelationen zwischen der bildgebenden Tumorcharakterisierung und 
histopathologischen Ergebnissen bei Kopf-Hals-Tumoren, wo wir Zusammenhänge von 
Kernfläche und dem Proliferationsmarker Ki-67 mit Diffusionseigenschaften bzw. 
Glukosestoffwechsel im Tumorgewebe nachweisen konnten. 
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1. Einführung in die Thematik
1.1.  Entwicklung der hybriden Bildgebung 
Hybride Bildgebungssysteme wurden im Jahr 1998 eingeführt, als die 
Positronenemissionstomographie (PET) mit der Computertomographie (CT) zur PET/CT 
verbunden wurde. Diese Kombination brachte insbesondere in der onkologischen Bildgebung 
deutliche Fortschritte. Auch wenn in Deutschland derzeit im Wesentlichen nur zwei 
Indikationsspektren von den Krankenkassen anerkannt und vergütet werden [1], so ist diese 
Methode doch bei zahlreichen Tumorerkrankungen von großem diagnostischem Nutzen. Bei 
den beiden aktuell von der gesetzlichen Krankenversicherung bezahlten Indikationen handelt 
es sich einerseits um Lungentumore (u.a. zum Staging des Bronchialkarzinoms oder zur 
Abklärung von Lungenrundherden) und andererseits um die Detektion von Vitalität bei CT-
morphologischen Restbefunden nach Therapie des Hodgkin-Lymphoms [2]. Doch auch beim 
kolorektalen Karzinom, Ösophaguskarzinom, Mammakarzinom, malignen Melanom, Kopf-
Hals-Tumor, cancer of unknown primary (CUP), Ovarialkarzinom, neuroendokrinen Tumor, 
muskuloskelettalen Tumor und nicht zuletzt beim Prostatakarzinom ist die PET/CT unter 
Verwendung verschiedener Tracer von großem Nutzen bei Tumordetektion und –staging [3–
19]. 
Der große Benefit der PET/CT gegenüber der alleinigen CT-Diagnostik ist der Nachweis 
biochemischer Auffälligkeiten bei verschiedenen Tumorarten durch die PET (meist im Sinne 
der Detektion von erhöhtem Glukosestoffwechsel) in Verbindung mit der exakten 
anatomischen Zuordnung dieser Auffälligkeiten in der CT. Schon bald wurden jedoch auch 
Schwächen in diesem System deutlich, insbesondere in anatomischen Bereichen, in denen die 
CT aufgrund von geringen Kontrasten oder Bewegungs- bzw. Aufhärtungsartefakten 
Schwierigkeiten in der Darstellung hat, so z.B. im Hirnparenchym, bei Kopf-Hals-Tumoren, 
bei Leberherden und an Organen im Bereich des kleinen Beckens. Teilweise können diese 
Schwächen schon durch eine nachträgliche Bildfusion mit separat akquirierten MRT-Daten 
überwunden werden [20–27],  jedoch ist dabei die Problematik der unterschiedlichen 
Patientenpositionierung in den beiden separat akquirierten Datensätzen zu beachten. Eine 
solche post-hoc Bildfusion ist für intrakranielle Strukturen aufgrund der festen Begrenzung 
durch den Hirnschädel relativ einfach durchzuführen. Für atembewegliche Organe und 
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Regionen, in denen Lageänderungen eine große Rolle spielen (wie z.B. in der Halsregion), ist 
diese nachträgliche Fusion schon deutlich erschwert. 
Vor diesem Hintergrund wurde bald postuliert, dass eine Verbindung der 
Magnetresonanztomographie (MRT) mit der PET weitere diagnostische Fortschritte bringen 
könnte [28–32]. Brendle et al. konnten 2013 an einem der ersten simultanen PET/MRT-
Systeme zeigen, dass eine simultane Datenakquisition Vorteile hinsichtlich der Genauigkeit 
der Bildfusion gegenüber der retrospektiven Fusion aufweist [33].  
Vor der Einführung von Ganzkörper-PET/MRT-Systemen wurde jedoch zunächst im Jahr 
2006 ein PET-Insert vorgestellt, das innerhalb eines 3T-MRT positioniert  werden konnte und 
eine kombinierte, simultane PET/MRT-Diagnostik des Gehirns und der oberen Halsregion 
erlaubte [34–36]. Ab 2010 wurden dann kombinierte Ganzkörpersysteme angeboten, wobei 
die drei Marktführer unterschiedliche Wege in der Realisierung gingen, welche im folgenden 
Kapitel kurz dargestellt werden. 
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1.2. Technische Konzepte zur Kombination von PET und MRT 
Grundsätzlich sind große technische Herausforderungen bei der Konstruktion eines 
integrierten PET/MRT-Gerätes zu bewältigen, da in einem Gehäuse PET- und MR-Technik 
kombiniert werden müssen. Einerseits dürfen die zusätzlich im MRT eingebrachten Bauteile 
des PET-Systems nicht das Magnetfeld bzw. die Gradientenfelder stören, weil dadurch 
Bildartefakte in den MRT-Bildern entstehen würden. Andererseits ist sicherzustellen, dass das 
starke B0-Feld des MRT, die während der Sequenzen eingestrahlten Hochfrequenzsignale 
und die zur Bildgebung nötigen Oberflächenspulen keine Effekte auf die Detektion und 
Verarbeitung des PET-Signals haben. In der Entwicklung der PET/MRT-Systeme wurden 
verschiedene Konzepte getestet [37–40]. Die wichtigsten Charakteristika werden hier noch 
einmal kurz zusammengefasst. 
1.2.1. Separate Geräte – räumlich getrennt 
Der Medizintechnikhersteller General Electrics entwickelte initial eine am PET/CT- und am 
MRT-Gerät ankoppelbare Patientenliege, auf welcher der Patient einmalig positioniert wird, 
um dann nacheinander an zwei separaten Geräten in zwei getrennten Räumen untersucht 
werden zu können. Dieses Vorgehen wurde vom Hersteller als „Trimodality Imaging“ 
vermarktet, da bei der sequentiellen Untersuchung Daten aus CT, MRT und PET anfallen. 
Wesentlich ist hierfür außer der bimodal nutzbaren Liege auch eine effiziente Software für die 
post-hoc Fusion der MRT-Daten mit den PET-Daten aus dem PET/CT. 
Idealerweise sollten die beiden Untersuchungsräume bei diesem System unmittelbar 
benachbart sein, so dass auch beim Patiententransport zwischen PET/CT und MRT keine 
wesentlichen Lageveränderungen stattfinden. Es ist jedoch offensichtlich, dass diese 
Kombination die oben genannten Probleme für eine post-hoc-Bildfusion zwar reduzieren, 
jedoch nicht vollständig ausschließen konnte. Aus betriebswirtschaftlicher Sicht vorteilhaft 
erscheint hingegen die Tatsache, dass keine teuren technischen Neuentwicklungen nötig 
waren und die Geräte auch getrennt voneinander nutzbar sind. Es können also jederzeit 
PET/CT und MRT separat betrieben werden, wenn Patienten mit entsprechenden Indikationen 
untersucht werden sollen. Zudem kann die beim PET erforderliche Schwächungskorrektur der 
akquirierten Daten weiterhin mit den CT-Daten erfolgen, während für kombinierte 
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PET/MRT-Geräte neue Ansätze zur Schwächungskorrektur erforderlich wurden (siehe 
Abschnitt 1.3). 
Nachdem die integrierten Geräte (siehe Abschnitt 1.2.3) sich in den letzten Jahren verstärkt 
am Markt etabliert haben, wurde im Jahr 2014 von GE eine zweite PET/MRT Generation 
vorgestellt, in der beide Bildgebungen ebenfalls in einem Gerät kombiniert sind. Hierfür 
wurde unter anderem ein für die Detektion des PET-Signals erforderlicher Silicon-
Photomultiplier-Detektor neu entwickelt. Dies kann als Signal dafür gewertet werden, dass 
die Diskussion um die Notwendigkeit einer simultanen Bildgebung abgeschlossen ist [41] und 
sich der integrierte Ansatz bei der PET/MRT durchsetzt. 
1.2.2. Separate Geräte - in einem Raum kombiniert 
Die ersten in einer Anlage kombinierten PET/MRT-Systeme wurden von der Firma Philips im 
Jahr 2010 ausgeliefert. Auch hier waren die beiden Komponenten PET und MRT jedoch nicht 
in einem Gerät kombiniert, vielmehr wurden beide Geräte in einem Raum einander gegenüber 
aufgestellt und durch den drehbaren Patiententisch verbunden. Hierfür waren lediglich 
kleinere bauliche Modifikationen zur Abschirmung der beiden Modalitäten nötig [42]. 
Abbildung 1: Foto des PET/MRT-Systems von Philips Healthcare (Philips Ingenuity TF). Im linken 
Bildanteil ist der PET-Scanner erkennbar, rechts das 3T-MRT. Beide Systeme sind verbunden durch 
eine um 180 Grad drehbare Patientenliege. (Quelle: Philips GmbH Market DACH) 
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Bei diesem System bleibt der Patient ebenfalls auf dem in diesem Falle zentralen 
Untersuchungstisch gelagert, welcher zwischen den beiden Untersuchungen um 180° gedreht 
wird, so dass der Patient jeweils in derselben Richtung in das Bildgebungsgerät gefahren wird 
(siehe Abbildung 1). Aufgrund des fehlenden Transports von einem Raum zum nächsten ist 
hier eine weitere Reduzierung von Bewegung zwischen den beiden Untersuchungsschritten 
PET/CT und MRT möglich. Es handelt sich jedoch weiterhin um eine sequentielle 
Untersuchung. Aufgrund des in diesem Konzept fehlenden CT-Datensatzes musste Philips 
eine neue Methode zur Schwächungskorrektur der PET-Daten entwickeln. 
1.2.3. Integrierte Geräte 
Die Firma Siemens setzte als einziger Hersteller von Beginn an auf eine integrierte Lösung 
der beiden Bildgebungsmodalitäten, um damit eine simultane Darstellung von Stoffwechsel 
und MR-Charakteristika zu ermöglichen. Hierfür wurde in die Gantry eines aktuellen 3 Tesla-
MRT-Scanners ein zusätzlicher PET-Detektor eingebaut (siehe Abbildung 2 und Abbildung 
3). Da ein Magnetfeld bei den üblicherweise in PET/CT-Systemen verwendeten Silicon-
Photomultipliern einen starken Störeffekt verursacht [32], mussten für die Anwendung im 
MRT neue Detektoren entwickelt werden. Hierfür kommen bei Siemens aktuell Avalanche 
Photo Dioden (APD) zur Anwendung, die bei deutlich geringerer Größe relativ unempfindlich 
sind gegenüber dem äußeren Magnetfeld [36]. Im direkten Vergleich zu einem PET/CT-
System mit Silicon Photomulitpliern war die räumliche Auflösung vergleichbar, die 
Sensitivität bei den APDs sogar höher [43].  
Zugleich mussten die MRT-Spulen neu entwickelt werden, um möglichst wenig Störeffekte 
auf dem Weg vom zerfallenden Positron zum Detektorring zu verursachen. Die im PET/MRT 
eingesetzten Spulen sind im Vergleich zu denen des normalen MRT technisch etwas anders 
aufgebaut und insgesamt dünner und leichter, so dass sie das emittierte Signal aus dem 
Betazerfall weniger beeinflussen. 
Mit diesen technischen Innovationen war es nun möglich, PET- und MRT-Signale simultan 
zu messen. Jedoch war auch für diese Lösung eine neue Methode zur Schwächungskorrektur 
der PET-Daten nötig (siehe Abschnitt 1.3). 
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Abbildung 2: Schematische Darstellung des PET/MRT-Aufbaus mit dem PET-Detektorring zwischen 
den Gradientenspulen und der Körperspule (RF body coil). (Quelle: Siemens Healthcare). 
Abbildung 3: PET/MRT-Scanner am Universitätsklinikum Leipzig AöR (Siemens Biograph mMR). Der 
PET-Detektorring ist in die Bohrung des 3T-MRT integriert. 
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1.3. Schwächungskorrektur 
Während die Umrechnung der detektierten und im k-Raum aufgezeichneten MRT-Signale in 
interpretierbare Grauwertbilder in üblicher Weise vorgenommen werden kann, ist für die 
korrekte Abbildung eines aufgezeichneten PET-Datensatzes noch eine Schwächungskorrektur 
nötig. Nicht schwächungskorrigierte PET-Datensätze zeigen eine sehr hohe Aktivität an der 
Körperoberfläche und eine relativ schwache Aktivität aus dem Körperinneren, wodurch im 
Extremfall sogar pathologische Befunde unerkannt bleiben und so zu einer falsch-negativen 
Interpretation führen können. Um die unterschiedlich starke Schwächung der 
Positronenzerfallsstrahlung auszugleichen, wurden in den ersten PET-Systemen 
Transmissionsmessungen vorgenommen, mit welchen die Schwächungswerte der einzelnen 
Körperpartien ermittelt wurden [44–47]. 
Die Kombination mit der Computertomographie erlaubte eine deutliche Beschleunigung der 
Untersuchung, da der zeitaufwändige Transmissionsscan entfallen konnte. Stattdessen wurden 
die CT-Daten zu Hilfe genommen, die eine unmittelbare Beschreibung des 
Schwächungsverhaltens durch die einzelnen erfassten Voxel darstellen. Zwar ist der an den 
Hounsfield-Einheiten ablesbare Schwächungswert des einzelnen Voxels auf die 
Photonenenergie bei 120 kV bezogen, doch daraus lässt sich der Schwächungswert desselben 
Voxels bei der im PET vorliegenden Zerfallsstrahlung mit 511 kV berechnen bzw. abschätzen 
[44, 45, 48–50]. 
Diese Möglichkeit ist bei der Kombination eines PET-Scanners mit dem MRT nicht mehr 
gegeben. Hier entwickelten die Hersteller unterschiedliche Lösungen. Während GE zunächst 
beim klassischen Ansatz der PET/CT bleiben konnte und nur die post-hoc Bildfusion der 
mittels CT-Daten schwächungskorrigierten PET-Bilder mit den MRT-Sequenzen vollziehen 
musste, war bei den beiden anderen Herstellern ein neuer technischer Ansatz erforderlich. Die 
beteiligten Ingenieure verwendeten dazu eine spezielle Sequenz, die als m-Dixon bekannt ist 
[51] und bei der aus einem T1-gewichteten Datensatz vier verschiedene Parameterbilder 
berechnet werden können: in-Phase-Bilder, Gegenphase-Bilder, Fettbilder und Wasserbilder. 
Die Kombination der verschiedenen Parameter erlaubt dann die Differenzierung von 
verschiedenen „Gewebsklassen“, wobei hier Umgebungsluft, Fett, Weichgewebe und Lungen 
unterschieden werden [52]. Es fällt auf, dass die relativ stark zur Strahlenschwächung 
beitragenden Knochen in diesem System nicht erfasst werden. Dieser Nachteil wurde bislang 
12
in Kauf genommen, da die durchgeführten Vergleichsrechnungen eine sehr gute Korrelation 
der PET-Daten aus PET/MRT und PET/CT zeigten. Insbesondere im Bereich der ossären 
Strukturen wird jedoch die mit dem standardized uptake value (SUV) beschriebene 
Zerfallsaktivität systematisch unterschätzt [52–55]. 
Der SUV-Wert dient der Quantifizierung von im PET detektierten Zerfallsereignissen und 
erlaubt in einem gewissen Maße zwischen benignen und malignen Veränderungen zu 
differenzieren [56–62]. Vor allem hilft der SUV-Wert jedoch dabei, einen intraindividuellen 
Vergleich zweier Untersuchungen an demselben Patienten durchzuführen, um z.B. ein 
Therapieansprechen frühzeitig nachweisen zu können [63–66]. 
Untersuchungen zum Vergleich der SUV-Werte aus PET/MRT und PET/CT zeigen, dass die 
Korrelation der Werte aus den beiden hybriden Bildgebungsmodalitäten sehr hoch ist. Dabei 
liegen allerdings die Werte in der PET/MRT in einigen Untersuchungen systematisch höher 
als in der PET/CT [52, 55], in anderen hingegen systematisch niedriger [67–69]. Ein direkter 
Vergleich von Werten, die zwar am selben Patienten, jedoch an PET/CT einerseits und 
PET/MRT andererseits erhoben wurden, ist damit nicht möglich. 
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1.4. Einsatzgebiete 
Schon während der Entwicklung der PET/MRT-Geräte wurde über mögliche Vorteile der 
neuen Technik spekuliert [28, 29, 31, 32, 70]. Erwartungen bezüglich einer genaueren bzw. 
besseren Diagnose wurde insbesondere für die Bereiche der Tumordiagnostik geäußert, in 
denen die CT aufgrund des geringen Weichgewebskontrastes Einschränkungen aufweist. Dies 
gilt insbesondere für Kopf-Hals-Tumoren und Tumoren im Beckenbereich, aber auch für die 
Detektion von Lebermetastasen. 
Während im Bereich der Hirndiagnostik eine retrospektive Fusion von MRT-Daten mit 
Bilddaten aus der PET/CT unter Nutzung aktueller Fusionssoftware relativ einfach möglich 
ist, bereitet diese post-hoc Fusion in den drei oben genannten Bereichen größere 
Schwierigkeiten. Bei Halsuntersuchungen ist die identische Lagerung des Kopfes nicht immer 
einfach zu bewerkstelligen. Die Leber ist atemverschieblich und es kann durch 
unterschiedliche Atemlagen während des PET-Scans und des CT-Scans zu Verschiebungen 
kommen. Im Becken schließlich spielen der Füllungsstand der Harnblase und die 
Darmmotilität eine zusätzliche Rolle. Insbesondere am Hals können aufgrund der engen 
anatomischen Verhältnisse kleine Verschiebungen in der Fusion rasch zu Fehlzuordnungen 
des PET-Signals bezüglich des anatomischen Korrelats führen. 
In der PET/CT werden die Bilddaten grundsätzlich sequentiell akquiriert. In der integrierten 
PET/MRT hingegen ist eine simultane Bilddatenakquisition möglich, die eine höhere 
Genauigkeit in der Bildfusion mit sich bringt [33].  
Ein häufig zitierter Vorteil der PET/MRT gegenüber der PET/CT ist die verringerte 
Exposition des Patienten gegenüber ionisierender Strahlung. Die Strahlenexposition hängt bei 
der PET/CT von beiden verwendeten Modalitäten ab. Für die PET erhält der Patient eine 
gewichtsadaptierte Dosis des Radiotracers, woraus je nach Tracer eine effektive 
Strahlungsdosis von ca. 2-10 mSv resultiert [71–73].  
Der zweite Strahlungsanteil bei der  PET/CT resultiert aus der CT und ist stark abhängig von 
der Patientenkonstitution mit den bildtechnisch nötigen Parameterkombinationen aus 
Röhrenspannung und –strom sowie dem gewählten Untersuchungsprotokoll. Je nachdem, ob 
lediglich eine low-dose-CT zur Schwächungskorrektur durchgeführt wird oder eine 
gegebenenfalls auch mehrphasige, voll diagnostische CT, schwankt die effektive Dosis des 
CT-Protokolls für die Patienten zwischen 7 und >30 mSv [73].  
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Es sind also bei Ersatz des CT-Anteils durch die Verwendung der MRT Dosiseinsparungen 
von ca. 50-90% möglich. Dies ist sicherlich ein gewichtiges Argument bei der Untersuchung 
besonders strahlensensibler Patientengruppen wie Kinder und Jugendliche bzw. bei Patienten 
mit benignen Erkrankungen. Das wird auch in der weltweit ersten Publikation zur PET/MRT 
bei Kindern und Jugendlichen von Prof. Hirsch aus der Abteilung für Pädiatrische Radiologie 
an der Klinik und Poliklinik für Diagnostische und Interventionelle Radiologie des 
Universitätsklinikums Leipzig hervorgehoben [74]. Er berichtet dabei über die ersten 
Erfahrungen an einem Kollektiv von 15 Patienten, bei denen insgesamt 21 PET/MRT-
Untersuchungen mit 18F-FDG als Radiotracer erfolgreich durchgeführt werden konnten mit 
einer Reduktion der effektiven Strahlendosis von ca. 80%. Dies ist der Grund, weshalb auch 
in anderen Einrichtungen, die über eine PET/MRT verfügen, inzwischen die pädiatrischen 
PET-Untersuchungen nahezu ausschließlich mittels PET/MRT durchgeführt werden. 
Auch im Bereich der neurologischen Diagnostik bestehen große Erwartungen an die 
PET/MRT, insbesondere bezüglich einer integrativen Diagnostik von Hirntumoren, aber auch 
bei neurodegenerativen Erkrankungen [75–81]. Auch dieser Bereich wird an der Universität 
Leipzig intensiv beforscht [78, 82, 83], soll jedoch nicht Gegenstand dieser Arbeit sein. 
Weitere Einsatzgebiete der PET/MRT sind die Kardiodiagnostik [84–87] sowie andere 
benigne Erkrankungen wie zum Beispiel entzündliche Skeletterkrankungen [88]. Auch hierzu 
wurden von unserer Arbeitsgruppe inzwischen Ergebnisse publiziert [89]. Hierfür wurde eine 
Gruppe von 30 konsekutiven Patienten mit Verdacht auf Spondylodiscitis untersucht, bei 
denen jedoch Klinik und Paraklinik nicht eindeutig waren und auch das initiale MRT keine 
sichere Differenzierung zu einer aktivierten Arthrose erlaubte. Der Einsatz einer simultanen 
18F-FDG-PET/MRT erlaubte in dieser Situation mit einer Sensitivität von 100% und einer 
Spezifität von 88% die Diagnose einer Spondylodiscitis. In dieser Habilitationsschrift werden 
im Folgenden jedoch die Ergebnisse zur onkologischen Diagnostik vorgestellt. 
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1.5. Untersuchungsprotokoll am PET/MRT 
1.5.1. Allgemeine Überlegungen zum Untersuchungsablauf 
Nach der Installation des kombinierten Scanners an der Universität Leipzig im September 
2011 musste der genaue Ablauf der Patientenuntersuchungen festgelegt werden. Die 
Vorerfahrungen auf diesem Gebiet waren sehr begrenzt, so dass hier Diskussionen zwischen 
den beiden beteiligten Fächern - der Radiologie und der Nuklearmedizin - hinsichtlich der 
Untersuchungsprotokolle geführt wurden.  
Bei PET/CT-Untersuchungen bestimmt die Akquisition der PET-Daten im Wesentlichen die 
Untersuchungszeit. Die anatomische Bildgebung mit der CT ist in sehr kurzer Zeit möglich 
(je nach Untersuchungsregion und verwendetem CT-Scanner wenige Sekunden bis maximal 
ca. 1 Minute). Für eine ausreichende Detektion des radioaktiven Zerfalls in einer Bettposition 
ist meist eine Zeit zwischen eineinhalb und vier Minuten erforderlich (Bettposition = Bereich 
entlang der Gerätelängsachse, der während einer einzelnen PET-Messung erfasst werden 
kann, meist ca. 15-20 cm). Typischerweise werden die PET/CTs als sogenannte 
Ganzkörperbildgebung vom Schädel bis zu den Oberschenkeln durchgeführt, wofür die 
Messung an mehreren Bettpositionen erforderlich ist. Bei speziellen Fragestellungen / 
Tumoren wird aber auch eine zusätzliche Untersuchung der unteren Extremitäten 
durchgeführt, so dass eine echte Ganzkörperuntersuchung resultiert. Klassische Indikationen 
für die „echte“ Ganzkörperdiagnostik sind die Detektion bzw. Lokalisation von systemischen 
Entzündungen, aber auch die Ausbreitungsdiagnostik bei systemischen Tumorerkrankungen 
wie dem multiplen Myelom beziehungsweise anderer Lymphome oder Tumoren mit häufig 
an Extremitäten auftretenden Filiae wie z.B. dem malignen Melanom [14, 90–92]. Für die 
häufiger durchgeführte „normale“ Ganzkörperuntersuchung sind 5-6 Bettpositionen für die 
Datenakquisition des PET-Signals typisch, so dass eine Gesamtuntersuchungszeit von ca. 15-
30 Minuten resultiert. 
Im Unterschied dazu bestimmt bei der PET/MRT die MRT die Untersuchungszeit. Zwar 
zeigten Hartung-Knemeyer et al., dass bereits 2 Minuten Datenakquisition für die 
zuverlässige Detektion hypermetaboler Läsionen an dem von uns verwendeten PET/MRT-
Scanner ausreichen [93]. In den simultanen Geräten findet jedoch während der PET-
Datenakquisition auch die Messung der verschiedenen MRT-Sequenzen statt, inklusive der 
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teilweise zusätzlich nötigen Shims zur Homogenisierung des Magnetfeldes im Messbereich. 
Somit hängt die Dauer der Messung pro Bettposition davon ab, wie viele verschiedene MRT-
Sequenzen akquiriert werden sollen.  
1.5.2. MRT-Sequenzen 
Die MRT stellt eine sehr vielfältige Methode mit zahlreichen  zur Verfügung stehenden 
Sequenzen dar. Neben der reinen anatomischen Darstellung ist mit der MRT inzwischen auch 
eine funktionelle Beurteilung von Gewebe möglich, wobei aktuell vor allem die 
diffusionsgewichtete Bildgebung (DWI) und die dynamische, kontrastmittelverstärkte 
Perfusionsbildgebung (dynamic contrast-enhanced MRI: DCE-MRT) in der onkologischen 
Diagnostik verwendet werden [94–99].  Zusätzlich können auch Parameterkarten erstellt 
werden zur Gewebecharakterisierung hinsichtlich verschiedener Relaxationszeiten, wie z.B. 
T1-, T2-, T2*-mapping [100, 101]. Diese Techniken finden derzeit allerdings vorwiegend in 
der Forschung auf dem Gebiet der kardialen und muskuloskelettalen Bildgebung ihre 
Anwendung. 
Für jede einzelne Sequenz ist in der MRT zusätzliche Messzeit nötig, so dass für die 
Anwendung in der PET/MRT ein Kompromiss hinsichtlich der verwendeten Sequenzen 
gefunden werden musste.  Übereinstimmend sollte – im Interesse einer ausreichenden 
Akzeptanz bei den Patienten einerseits und einer relativen Zeiteffizienz andererseits – die 
Untersuchungszeit pro Patient unter einer Stunde gehalten werden. 
Die Grundidee bei der Erstellung der Protokolle war es, die Stärken der 
Ganzkörperbildgebung beizubehalten und mit den Stärken der MRT hinsichtlich der lokalen 
Tumordetektion und –differenzierung zu ergänzen. Umgesetzt wurde dies, indem zunächst 
eine „typische“ Ganzkörperbildgebung mit 5 Minuten Untersuchungszeit pro Bettposition 
erfolgte. In dieser Zeit konnten die folgenden MRT-Sequenzen durchgeführt werden: 
1. Dixon-Sequenz - zur Schwächungskorrektur
2. schnelle T2-gewichtete single-shot Sequenz (HASTE) – zur anatomischen Darstellung
3. diffusionsgewichtete Messung (DWI) – zur Detektion von Molekularbewegung
4. fettgesättigte T2-gewichtete Spinecho-Sequenz (TIRM) – bisheriger Standard in der
onkologischen Ganzkörperdiagnostik im MRT [102, 103].
Eine genaue Übersicht über die Meßparameter dieser Sequenzen gibt die Tabelle 1. 
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Dixon Koronar 3,6 1,23 10 128 2,6 4,1x2,6x2,6 0:19 
Haste Axial 800 89 120 40 4 1,8x1,4x4,0 0:32 
DWI Axial 6800 73 n.a. 30 6 4,3x3,5x6,0 1:15 
TIRM Koronar 2090 47 120 40 5 3,1x1,6x5,0 1:00 
Tabelle 1: MR-Sequenzparameter für die Ganzkörperbildgebung. Jede der aufgeführten Sequenzen 
wurde pro Bettposition des PET akquiriert. TR = Repetitionszeit, TE = Echozeit, FA = Flipwinkel, TA = 
Akquisitionszeit, mDixon = T1-gewichtete Sequenz zur Schwächungskorrektur, Haste = half-Fourier 
acquisition single-shot turbo spin-echo, DWI = diffusion weighted imaging, TIRM = turbo inversion 
recovery magnitude. 
Diese Ganzkörperbildgebung wurde dann ergänzt um ein an die entsprechende 
Tumorfragestellung angepasstes MRT-Protokoll, wofür die klassischen Sequenzen aus dem 
schon am Klinikum existenten 3T-MRT adaptiert wurden. 
Entsprechend der in Leipzig verfolgten Fragestellungen (siehe Abschnitt 1.6) wurden dafür 
zunächst Protokolle für die Kopf-Hals-Bildgebung, für die Beckenregion und für die Leber 





















T1w TSE Axial 780 12 14
0 
42 4 1,1x0,5x4,0 2:34 
T2w fs TSE Axial 5640 105 14
0 
42 4 0,8x0,5x4,0 4:15 
T2w TIRM Koronar 3500 44 15
0 
38 3 1,0x0,8x3,0 4:07 
EPI-DWI Axial 8620 73 n.a. 30 4 3,2x2,6x4,0 1:35 
T1w-3D FLASH 
DCE 
Axial 2,47 0,97 8 40 5 1,2x1,0x5,0 4:00 
T1w fs TSE CE Axial 996 12 14
0 
42 4 1,1x0,5x4,0 3:16 
T1w fs TSE CE Koronar 817 19 15
0 
38 3 1,0x0,6x3,0 3:20 
T1w-3D VIBE CE Axial 3,35 1,14 10 72 3 0,9x0,9x3,0 0:34 
Tabelle 2: MR-Sequenzparameter für die spezielle Kopf-Hals-Bildgebung. TR = Repetitionszeit, TE = 
Echozeit, FA = Flipwinkel, TA = Akquisitionszeit, T1w-/T2w-TSE = T1-/T2-gewichtete Turbo-Spin-Echo, 
fs = fettgesättigt, TIRM = turbo inversion recovery magnitude EPI-DWI = echoplanar imaging diffusion 
weighted imaging, FLASH = fast low angle shot, CE = contrast enhanced. 
Diese Untersuchungsstrategie wird von den meisten anderen Betreibern von PET/MRTs 
ebenfalls verfolgt, wenngleich die verwendeten MRT-Sequenzen von Standort zu Standort 
variieren. Es gibt inzwischen auch erste Studien zur Frage, welche Sequenzen überhaupt nötig 
sind bzw. ob wirklich eine Kombination aus Ganzkörperbildgebung und dedizierten 
Protokollen nötig ist. Allerdings werden diese Fragen vorwiegend von den Kollegen in Zürich 
aufgeworfen, welche die Trimodality-Strategie nutzen [104–110]. Für diese 
Gerätekombination sind jedoch sicherlich andere Untersuchungsstrategien sinnvoll als für 
integrierte PET/MRTs. Wenn im Trimodality-Ansatz bei der Akquisition der PET-Daten ein 
CT-Datensatz zum anatomischen Ganzkörperstaging angefertigt wird, kann die anschließende 
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MRT-Untersuchung auf die Primärtumorregion fokussiert werden, um hier die Vorteile der 
MRT hinsichtlich des Gewebekontrastes auszunutzen.     
Bei den integrierten Geräten ist jedoch die Anfertigung eines Ganzkörper-MRTs aus zwei 
Gründen erforderlich. Zum einen muss hier die zur Schwächungskorrektur und damit zur 
SUV-Quantifizierung nötige Sequenz durchgeführt werden. Zum anderen sind auch weitere 
Sequenzen zur Tumordetektion sinnvoll. Welche dies sind, wird in den nächsten Jahren sicher 
weiter diskutiert werden. Eine aktuelle Arbeit von Schaarschmidt et al. stellt zumindest die 
Sinnhaftigkeit einer nativen T1-gewichteten Sequenz in Frage [110]. 
In der praktischen Anwendung für onkologische Fragestellungen wird es aus diesen Gründen 
bei integrierten PET/MRT-Geräten vermutlich auf absehbare Zeit bei einer Kombination aus 
einer Ganzkörperuntersuchung und einer dedizierten Darstellung der Primärtumorregion 
bleiben. 
1.5.3. Angewendete PET-Tracer 
18Fluor-Fluorodesoxyglucose (18F-FDG) ist der Standardtracer in der onkologischen PET-
Diagnostik und wird für sehr viele Tumoren eingesetzt. Der radioaktiv markierte Zucker wird 
dabei in die Körperzellen aufgenommen, jedoch nur unvollständig verstoffwechselt und damit 
in der Zelle gefangen. In Regionen mit einem hohen Glukoseumsatz zeigt sich dann ein 
intensiveres Signal, das vom ß-Zerfall der Positronen ausgeht [50]. In unseren Studien wurde 
18F-FDG für die Detektion von Kopf-Hals-Tumoren und von Zervixkarzinomen verwendet.  
Bei Prostatakarzinomen wurde in Leipzig im Laufe der vergangenen vier Jahre der Tracer 
gewechselt. Zu Beginn wurde noch C11-markiertes Cholin verwendet, das in die 
Zellmembran eingebaut wird und hierdurch einen gesteigerten Zellumsatz anzeigt. Seit 2014  
wird das 68Ga-markierte prostataspezifische Membranantigen (PSMA) genutzt, welches aber 
nicht alleinig an Prostatagewebe, sondern auch an Zellen der Speicheldrüsen und Nieren 
bindet, geringer an Tränendrüsen, Leber und Milz [111–114]. 
Auch für die Detektion von differenziertem neuroendokrinem Tumorgewebe werden 
Antikörper verwendet, welche in diesem Falle gegen Untereinheiten des 
Somatostatinrezeptors gerichtet sind. Diese Antikörper sind mit 68Ga-markierter 
Tetraazacyclododecantetraessigsäure (DOTA) gekoppelt und werden – je nachdem, an 
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welchem Rezeptorsubtyp sie bevorzugt binden – als 68Ga-DOTATOC, -DOTANOC oder –
DOTATATE bezeichnet [115]. An unserem Klinikum kommt dabei bevorzugt das 
DOTATOC zum Einsatz.  
Während sich bei der Diagnostik von Kopf-Hals-Tumoren und Beckentumoren die Region 
der dedizierten Diagnostik von alleine ergibt, wurde bei der Suche nach neuroendokrinen 
Tumoren die Ganzkörperdiagnostik mit einer speziellen MRT-Untersuchung des Oberbauches 
bzw. der Leber kombiniert. Hierfür wurde ein leberspezifisches Kontrastmittel verwendet 
(Gd-EOB-DTPA), von welchem bekannt ist, dass es die höchste Genauigkeit in der 
Diagnostik von Leberfiliae aufweist [116–119].  
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1.6. Eigene Studien 
Bei der Beantragung von Fördermitteln der DFG zur Anschaffung eines PET/MRT-Gerätes 
wurden vom Leipziger Expertengremium onkologische Fragestellungen formuliert, die 
bearbeitet werden sollten.  Nach dem erfolgreichen Antrag und dem Votum der DFG für den 
Standort Leipzig konnten die Fragestellungen genauer definiert und die Patientengruppen 
klarer festgelegt werden. In Übereinstimmung mit den in Abschnitt 1.1 genannten Bereichen 
wurden Studien konzipiert, die die diagnostische Wertigkeit der PET/MRT im Vergleich zur 
PET/CT evaluieren sollten. Diese bezogen sich vornehmlich auf: 
- Kopf-Hals-Tumore (Primärdiagnostik, Rezidivdiagnostik, CUP) 
- Beckentumore (Primärdiagnostik und Rezidivdiagnostik bei Zervixkarzinom und 
Prostatakarzinom) 
- Neuroendokrine Tumore 
Die Untersuchungsstrategien der Teilbereiche waren hinsichtlich der verwendeten 
nuklearmedizinischen Tracer und der dedizierten MRT-Protokolle unterschiedlich (siehe 
Abschnitt 1.5). 
Das wissenschaftliche Interesse galt nun vorrangig dem Nachweis von möglichen Vorteilen 
dieser innovativen Diagnostik-Modalität vor dem Hintergrund des apparativen und 
kostspieligen Aufwands dieser Untersuchungsverfahren. Am Ende sollte ein signifikanter 
Benefit für den Patienten resultieren und Argumente für die Indikationserweiterung auf 
andere Anwendungsbereiche gesammelt werden.  




2.1. Physikalische und organisatorische Maßnahmen für Installation, regulatorische
Anforderungen und Implementierung eines simultanen hybriden PET/MR-
Bildgebungssystems in Forschung und klinischer Versorgung 
Ehe all diese Fragestellungen jedoch angegangen werden konnten, waren zahlreiche 
technische Besonderheiten zu berücksichtigen. Bereits bei der Planung des Neubaus der 
Klinik und Poliklinik für Nuklearmedizin, wo der PET/MRT-Scanner inzwischen betrieben 
wird, wurden die erforderlichen baulichen Maßnahmen zur Abschirmung hinsichtlich des 
starken Magnetfeldes, der Positronenzerfallsstrahlung und der hochfrequenten 
elektromagnetischen Impulse berücksichtigt. Weitere zu beachtende Aspekte waren die 
Zuführung der Versorgungsleitungen bzw. der Verlauf des Quenchrohres für das MRT. 
Ebenfalls vor Inbetriebnahme des Gerätes mussten Qualitätschecks und Konstanzprüfungen 
der beiden Komponenten durchgeführt werden. Wie schon vorher beschrieben, mussten dann 
die Untersuchungsprotokolle für verschiedene Indikationen bzw. Forschungsbereiche 
festgelegt werden.  
Die Erfahrungen, die am Universitätsklinikum Leipzig zu diesen Themen gesammelt wurden, 
sind in einem 2012 erschienenen Artikel von Sattler et al. zusammengefasst, welcher im 
Folgenden als erste Arbeit dieser Habilitationsschrift aufgeführt wird [120]. 
Sattler, Bernhard; Jochimsen, Thies; Barthel, Henryk; Sommerfeld, Kerstin; Stumpp, Patrick; 
Hoffmann, Karl-Titus; Gutberlet, Matthias; Villringer, Arno; Kahn, Thomas; Sabri, 
Osama (2013):  
Physical and organizational provision for installation, regulatory requirements and 
implementation of a simultaneous hybrid PET/MR-imaging system in an integrated 
research and clinical setting.  
Magma 26 (1), S. 159–171.  
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Abstract The implementation of hybrid imaging systems
requires thorough and anticipatory planning at local and
regional levels. For installation of combined positron
emission and magnetic resonance imaging systems (PET/
MRI), a number of physical and constructional provisions
concerning shielding of electromagnetic fields (RF- and
high-field) as well as handling of radionuclides have to be
met, the latter of which includes shielding for the emitted
511 keV gamma rays. Based on our experiences with a
SIEMENS Biograph mMR system, a step-by-step approach
is required to allow a trouble-free installation. In this
article, we present a proposal for a standardized step-by-
step plan to accomplish the installation of a combined PET/
MRI system. Moreover, guidelines for the smooth opera-
tion of combined PET/MRI in an integrated research and
clinical setting will be proposed. Overall, the most
important preconditions for the successful implementation
of PET/MRI in an integrated research and clinical setting is
the interdisciplinary target-oriented cooperation between
nuclear medicine, radiology, and all referring and collab-
orating institutions at all levels of interaction (personnel,
imaging protocols, reporting, selection of the data transfer
and communication methods).
Keywords Hybrid imaging  PET/MRI 
System implementation
Introduction
In general, the implementation of hybrid imaging systems
requires long-term, thorough and anticipatory planning.
These arrangements are particularly important for cross
modality PET/MRI systems. Several physical, construc-
tional, radiation-protection, and safety regulatory provi-
sions have to be met. In this article, we focus on a hybrid
system which for the first time allows for simultaneous
whole-body PET and 3 T MRI measurements, the SIE-
MENS Biograph mMR. However, to be as complete as
possible, we have integrated some information for
sequential PET/MRI systems that are also available.
Constructional requirements
The facility in which a PET/MRI system will be installed
should consist of at least five parts: the examination
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(scanning) room, a technical room, patient changing
cabin(s), a patient preparation room and the control room.
It is advisable to have the scanning room located in the
center of these rooms and to have all the other rooms,
except the patient changing cabin(s), next door. For con-
venience, the patient changing cabin(s) should connect the
aisle directly to the patient preparation room. Depending
on the expected patient throughput, more peripheral rooms
for patient waiting, radionuclide application and patient
relaxation may be needed. The rooms close to the scanning
room must be protected against magnetic influences by the
high static magnetic field (3 T) and ionizing gamma radi-
ation resulting from radionuclides used for PET. Moreover,
the scanner room must be shielded against radio frequency
(RF) influences from its environment and vice versa. A
principle example layout of such a facility is shown in
Fig. 1. These three essential properties are realized by a
room-in-room construction consisting of steel, lead and
copper constructions, the latter of which forms a Faraday
cage or RF chamber which encloses the imaging system.
All doors and windows need to be included in these mea-
sures. Doors require special opening and closing mecha-
nisms to be moved smoothly (heavy, lead and copper
interior) and electrically connected to their RF shielding
material with the RF chamber while closed. A double-door
setup (outer door for radiation shielding, inner for RF
shielding) is worth considering. The walls between the
scanner, control and technical rooms must have openings
for filter panels for RF shielding to permit the connection
of power, signals, gases, etc., as well as wave-guide
openings to feed through connections to medical equip-
ment to be located apart from the influence of the RF and
the static magnetic field, respectively. These openings need
to be located above the radiation shielding construction
(above 2.2 m) or at locations where personnel have no
direct access. It is advisable to provide at least one spare
filter panel, since retrofitting of filter panels in case of later
upgrades is almost impossible. Above the RF cabin con-
struction, there is about 1.5 m extra room height needed for
installations, and it is strongly advisable to have this
walkable for service, accessible from the control or tech-
nical room. So the scanner room shell construction should
have at least 40 m2 (non-square!) and be about 4.5–5.0 m
high. Non-integrated PET/MRI-systems with separated
PET- and MRI-gantries and a unique patient handling (or
shuttle) system need a larger footprint or even a separate
room for each of the gantries. To guarantee correct regis-
tration of the images acquired by both of the modalities, the
patient is kept in the same position on the patient handling
system and is moved from MRI to PET or vice versa.
Moreover, such systems allow for a bigger bore to insert
the patient at both modalities, since there is no space
consumed inside the MR-gantry by PET-detectors.
Windows need to be made of lead glass to ensure ionizing
radiation shielding and should have a translucent metal grid
as part of the RF shield. Again, a multilayer design (i.e.,
inner and outer window) is most feasible. The radiation
shielding needs to be specified to meet the regulatory
requirements of the maximal level of the radiation dose
rate outside the scanning room. The radiation shield needs
to ensure that the occupational radiation exposure of a
person does not exceed 6 or 20 millisievert per year (mSv/
yr) and 1 m Sv/yr for members of the public [1–3]. The
maximal amount of radioactivity, the mean time of stay at
certain points in the control room (PET/MRI staff) or the
public area (members of the public), the distance to the
radiation source, and the shielding material properties
(mostly lead, steel or barite-concrete) need to be taken into
account for the calculation of the thickness of the radiation
shielding/walls.
Moreover, the scanning room floor must be able to
support the weight of the system, which totals about
9,000 kg, and be conductive for electrical safety. The
central part of the integrated system consists of the helium-
cooled magnet and the gradient system fully integrated
with the PET detector ring and the patient handling system.
Its dimensions require a thorough planning of the pathway
that will be used to bring the system into its final location.
In existing buildings, normal pathways cannot be used
because of the weight and dimensions of the central system
unit. Normally, a transport opening needs to be prepared in
the façade of the building. This can be a large door or one-
time opening of about 3.0 by 3.0 m. Figure 2 shows the
transport of the central system through such an opening.
Constructional precautions also need to be taken for the
running of the quench pipe that—in case of a quench of
the magnet—safely guides the expanding helium out of the
building. In most cases, this pipe ends at the roof of the
building. In special constructional situations, however, a
quench pipe ending in the façade is also adequate.
Additionally, provision for the supply with electrical
energy and cooling capacity for the magnet and the facility
must be made. A constant electrical power of about
110 kVA and a short-time power consumption of about
150 kVA should be available (400 V ± 10 %). Usually,
this cannot be supplied from the existing building feed and,
thus, needs to be planned for in advance. The same applies
to the cooling capacity of about 80 kW that is mediated by
cooled water. The electricity needs to be brought to the
system by cables of at least 4 9 70 mm2, and the cooled
water needs to be guided by 2 9 200 steel (V2A or V4A)
lines from the central building cooling unit to the PET/MRI
system and back. Peripheral constructional and technical
provisions are pre-specified by the manufacturer. These
provisions, which are to be ordered, conducted and
supervised by the customer, include main electrical and


































Fig. 1 Principle layout of a PET/MRI-facility consisting of the
examination (scanning) room, technical room, patient changing
cabin(s), patient preparation room, control room and the waiting
and patient relaxation area. The isomagnetic field lines are also
displayed. All the walls are equipped with 4 mm lead or are of barite-
concrete to 2.2 m height. The green construction is part of the inner
RF-Faraday cabin
Fig. 2 Transport of the central
system unit consisting of the
magnet, the gradient system
fully integrated with the PET
detector ring and the patient
handling system. (Photos
courtesy of Frank Koschewski,
Telekine TV Productions [36])
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cooling feed lines, air conditioning, general building con-
struction, facility preparations including the RF cabin, high
magnetic field shielding and radiation shielding.
Essential for the efficient optimal of PET investigations
is a seamless connection to the production site of the PET
radiopharmaceuticals. Standard 18F-marked radiotracers
can be obtained from a radiopharmaceutical supplier due to
the relatively long physical half-life of 18F (109.8 min). If
the use of tracers marked with radionuclides of a shorter
physical half-life, such as 11C (20.4 min), 13N (9.9 min) or
15O (2.0 min), is intended, however, a direct and close
connection to the cyclotron unit and radiochemistry facility
is mandatory. Ideally, the radiotracers are transferred from
the production site to the PET/MRI imaging facility with a
pneumatic tube system or direct product lines from the
cyclotron/radiochemistry to the imaging facility. Addi-
tional radiation protection precautions are to be taken
depending on the pathway of the tubes/lines. For research
and also clinical routine, it is mandatory that the radio-
pharmaceutical production site is built and run following
Good Manufacturing Practice (GMP) rules [4, 5] and reg-
ulations specific for one’s own country, respectively [6].
Moreover, if anesthesia or subject sedation is necessary,
a medical gas supply such as oxygen, air, vacuum,
N2O (combined with used N2O scavenging) needs to be
considered.
Safety precautions
To prevent imaging-related adverse events or accidents,
and to guarantee safety of the patients and the staff, some
more technical and organizational measures are mandatory
in addition to the static high-field magnetic and radiation
shielding. First, all personnel must be adequately trained to
handle radioactivity in medicine and to work under con-
ditions of a high-field MR system. This is regulated by the
relevant radiation safety legislation [1, 3] and the European
Council Directives concerning medical devices [7, 8], as
well as by the country based Medical Devices Act (in
Germany the ‘‘Medizinproduktegesetz’’ [9]). For handling
radioactivity in a medical setting, physicians, physicists
and technologists need to have legally documented voca-
tional skills in radiation protection (in Germany, for
instance, special training courses must be attended every
5 years). Persons who have not completed/actualized that
training yet are allowed to work under the guidance and
responsibility of persons who are trained and licensed as
described. The PET/MRI system must be protected against
access by unauthorized personnel or persons who are not
aware of the potential risks. This is due to the possible risk
of contamination with radioactivity, possible harm by the
static magnetic field that is always present, and the risk of
damaging the system, for instance by ferromagnetic
material accidentally attracted by the system. Special care
must be taken if third party companies are involved, i.e.,
for room cleaning during off-duty hours.
Medical engineering equipment
The medical engineering equipment that is brought to the
scanning room must obviously be compatible with the
influence of the high static magnetic field. The fringe field
in the scanning room presents a magnetic flow density
outside the scanning aperture, ranging from about several
hundred milli-Tesla very close to the aperture of the system
down to less than 0.5 mT at the doors and walls of the
scanning room (Fig. 1). A value of 0.5 mT is the upper
limit given by manufacturers of technical or other equip-
ment for safe functionality. This limit is of special
importance for persons with cardiac or neurostimulating
systems. All equipment brought close to the magnet must
be antimagnetic and fully functional under the influence of
a high static magnetic field. If the equipment remains in the
room while the imaging is performed, it must not emit
radiofrequency fields which disturb the reception of the
MR signal. Such equipment includes, for instance, a MR-
contrast agent pump, anesthesia equipment, general syringe
pumps, systems for neural activation or an automated blood
sampling system to draw blood samples for radioactivity
analysis. Moreover, electronic or film personnel radiation
dosimeters also need to fulfill these requirements, since
radioactivity—either already in the patient or to be injected
at the beginning of the PET-acquisition on the scanner—
needs to be handled in the area of the influence of the high
static magnetic field. By legislation, such equipment must
be worn continuously while handling radioactivity and
being exposed to ionizing radiation, respectively. Film
dosimeters (with a plastic clip!) fulfill these requirements,
current electronic staff dosimeters so far don’t.
The patient preparation room needs to be equipped with
all medical equipment required for anesthesia preparation
and radioactivity handling. In addition to the mobile
equipment as mentioned above, this includes a calibrated
dose calibrator to assay the radiotracer dose dispensed as
required for the particular investigation. Moreover, radia-
tion-shielded (2–5 cm lead) storage locations for the
product, radioactive waste and for the radioactive phan-
toms (mostly with 68Ge) that are used to calibrate the PET
system should be available in the preparation room.
Equipment for visual stimulation in functional MRI (fMRI)
needs special consideration, as ordinary solutions are not
compatible with PET/MRI: LCD goggles are not accounted
for in the MR attenuation correction (AC) of PET data and,
therefore, may lead to errors in its quantification.
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Projection onto a screen from the outside (viewed by the
subject using a mirror on the head coil) is also problematic,
since the required hole in the wall of the scanner room
would disrupt the radiation shield. Therefore, other solu-
tions must be used, such as an MR-compatible LCD screen
inside the scanner room.
Staffing requirements
If a cross-modality hybrid imaging system is taken into
operation, the availability of adequately trained personnel
must also be planned in advance. This obviously refers to
both the PET and the MRI components of the integrated
system and to all professional groups involved (physicians,
physicists, and technologists). From our experience, it is
reasonable to operate a combined PET/MRI system with one
physician, one physicist, and two technologists (all full-time).
Depending on the workload in the research and clinical set-
ting, however, more personnel may be necessary.
IT environment and data connections
The system is equipped with an internal network which
connects the different components of the system (console,
PET and MRI control/reconstruction units). This internal
network must remain undisturbed and not be connected to
the Local Area Network (LAN) of the facility. Only the
operator console system has both a network connection to
the internal systems and the LAN. This connection to the
LAN is used to connect the PET/MRI system to the remote
support system of the manufacturer and to the network of
the hospital. The imaging communication uses the DICOM
standard [10–12]. First of all, the system should be inte-
grated into the picture archiving and communication sys-
tem (PACS) of the department. To receive administrative
patient data, the system should also be integrated into the
radiological information system (RIS) to ensure consistent
patient data transfer to the system as a worklist [13].
Departmental PACS systems offer not only adequate image
data archiving and communication, they also have appli-
cations that allow for data analysis, post-processing and
visualisation. Firstly, displaying a ‘‘Fused Display’’ of the
PET and MRI data is essential. Secondly, 2D and 3D
region-based quantitative analysis—like standardized
uptake value (SUV) determination—of the data is available
in most systems. In cases when the console system, which
hosts some of the applications, is usually not available for
data analysis (i.e., during data acquisition), it is essential to
run an extra local post-processing system. This should be
connected to the console system via the LAN and should
receive the desired data via a DICOM connection and an
automatic transfer. Depending on the intention of further
use of the data, only relevant data has to be archived to
prevent overload of the PACS’ storage capacity. For
instance, a standard whole-body PET/MRI data set com-
prises the non–attenuation-corrected PET emission data
(NAC-PET), the attenuation-corrected PET emission data
(AC-PET), the MRI data used to calculate the attenuation
map, and data for several diagnostic MRI sequences.
Usually this set of data will amount to some 3 GB/subject,
but the requirement for data storage will increase if special
sequences for fMRI or dynamic PET acquisitions are
desired. Such data sets can reach a storage use in the order
of 8 GB/subject, and even up to 20 GB/subject if the MRI
signal and PET raw event data is included. If storing such
data is necessary for research purposes, additional local
storage and post processing capacity may be necessary and
has to be planned separately. To ensure for security of the
networked data interchange and the data itself, data should
be communicated only in a restricted, firewall protected local
area network (LAN). If data need to be communicated across
firewalls, virtual private network (VPN) tunnels or dedicated
IP ports and appropriate data encryption/decryption should be
used. Here, it needs to be considered that the protection of
patient-specific data is subject to regulatory issues that can
vary significantly from country to country.
A local Wiki system [14] has proven useful as a col-
laborative platform to collect important data, instructions
and procedures pertaining to the PET/MRI system. For
instance, the results of the quality tests (Figs. 3, 4) are
shown together with step-by-step instructions on how to
perform these tests.
Basic acceptance testing and quality control
After completion of the physical installation of the system,
including filling the magnet with helium, ramping it up to
full magnetic field strength, final magnet shimming and
establishing all network connections to the uptime service
centre (UPC), the system is taken into operation guided by
the manufacturer’s personnel on site and by the UPC at the
manufacturer’s site. PET and MRI calibration measure-
ments are performed, followed by acceptance testing. The
basic parts of the acceptance tests as adapted from [15] are
listed in Table 1. Some of the tests suggested by the
National Electrical Manufacturers Association (NEMA) for
the PET system [16] serve as a reference for the subsequent
routine quality control measurements. However, these tests
are not part of the standard acceptance testing that is
covered in the delivery of the system. If the phantoms are
available, the user can perform these tests or charge spe-
cialized consultants. The basic routine quality check mea-
sures are listed in Table 2 as adapted from [17].
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Acceptance and control checks of the PET system are
mandatory by radiation safety regulatory requirements in
some countries. However, the procedures for the MRI
system are not required by regulation but represent good
imaging practice such as we would propose for state of the
art hybrid PET/MRI imaging.
An important precondition for the clinical use is the
approval of the Conformité Européenne (CE) for medical
engineering products [7] for Europe and by the Food and
Drug Administration (FDA) for the United States.
Imaging protocols
In the following paragraphs, we briefly describe the routine
interdisciplinary investigational protocols for oncologic,
Fig. 3 Trend of the PET
calibration factor as a result of
the daily quality check of the
PET component of the
integrated PET/MRI system
Fig. 4 Parameter trends for the
MR component of the integrated
PET/MRI system: (a) Temporal
stability quantified by the
fluctuation-noise-to-signal ratio
as described in Friedman et al.
[38] measured over time using a
spherical water phantom.
b Resonance frequency of the
MR system over time. These
tests are particularly advisable if
a high temporal stability is
crucial, e.g., if the system is
used for functional studies
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neurologic and cardiologic PET/MRI imaging which
emerged from our experience after running the system for
about 12 months. The combination of diagnostic MRI
protocols with simultaneous PET acquisition is robust and
standard in most cases [18–20]. Therefore, the present
section focuses on the more challenging protocols.
Oncology (whole body) protocols
These protocols were designed to avoid intervention prior
and during the procedure and to cover a large area of the
body in a short time. For this purpose, the top of the
patient’s head is used as the reference position in the axial
direction, and the bed positions and their MRI fields-of-
View (FOVs) are adjusted to image a maximal area below
this reference line. In this way, the head is always fully
covered at the top of the resulting datasets, and no manual
shifting of the whole block of bed positions in the axial
direction is required during planning. Accordingly, the
positions and FOVs in the anterior-posterior direction are
adjusted in the MR protocols so that a maximal area above
the patient table, suitable for most patients, is measured.
The whole-body protocol is initiated by a localizer with
continuously moving table. Subsequently, each bed posi-
tion is measured by a 3–5-min PET scan. During each PET
scan, a transverse half-Fourier acquisition single-shot
Table 1 Basic procedures for acceptance testing of a hybrid PET/MRI system, Acc = acceptance tests
Acceptance testing for PET/MRI
Equipment type: whole-body positron emission tomograph integrated with an MRI-tomograph
Test Description Acc Ref
Full normalization and gantry calibration (PET/MRI) must precede the Acceptance testing!
PET1.
Physical inspection






To verify the correct time of day of the data acquisition and processing computer X
PET3.
PET sensitivity
Defines the rate at which coincidence events are detected in the presence of radioactive sources at




Describes the ability to measure the same activity independent of location within the imaging FOV X [16] X
PET5.
Spatial resolution






To measure count rate as a function of (decaying) activity over a wide range of activities. Peak NEC
value, and corresponding count rate, should be compared with the manufacturer’s specification.





Hot and cold spot image quality of standardized image quality phantom as described in the NU 2-2007





To check the MRI scanner part of the PET/MRI system for shipping damage and production and design










The MRI system is an electromagnetic device that must be checked according to national
electromagnetic compliance legislation under the direction of the appropriate adviser and MR-physics
expert.









To check that PET and MRI data are accurately superimposed for attenuation correction and image
fusion and reporting
X
Results to be compared with manufacturers specifications, Ref = additional performance tests. The results provide reference data and reference
values for future quality control (adapted from [15])
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turbo-spin-echo (HASTE) sequence (TE = 90 ms), trans-
verse diffusion-weighted imaging (b = 800 s/mm2) and a
coronal turbo inversion recovery magnitude (TIRM)
sequence (TI = 220 ms) is applied. In the bed position of
the thorax, a respiratory navigator is placed manually on
the diaphragm and used for the MR acquisition. Depending
on the patient’s size a scan of the whole body-trunk can
thus be done within 20–30 min.
A slightly modified whole-body protocol is used for
pediatric patients where a transverse TIRM sequence is
used instead of the HASTE sequence and a belt is used for
respiratory gating.
Brain protocols
Several brain imaging protocols are created ‘‘on the fly’’ by
combining a routine diagnostic MRI protocol with a
simultaneous PET acquisition [21]. One challenging pro-
tocol for simultaneous PET and MRI of the brain repre-
sents the combined perfusion PET with 15O-Water and
dynamic susceptibility contrast MRI. After production of
[15O]O2 by the cyclotron and subsequent conversion to
[15O] water, a vial filled with about 10 GBq [15O] water is
transported in shielded containers via a pneumatic tube
mail system. In our case, the transport takes approximately
Table 2 Basic procedures for quality control of a hybrid PET/MRI system (adapted from [17])
Routine QC tests for PET/MRI systems
Equipment type: coincidence, scintillator APD-detector system integrated with an MRI system




To check gantry covers in tunnel and patient
handling system
Daily Inspect for mechanical and other defects that may
compromise safety of patient or staff
PET2.
Daily QC
To test proper functioning of detector modules and
check the calibration factor from image voxel
intensity to true activity concentration




To estimate axial uniformity across image planes





Also to be performed after software upgrade or
changes.
The phantom could be a 20 cm diameter 68Ge
cylinder, or a re-fillable cylinder with 18F covering









Frequency of test depends on system reliability and
stability (see test PET2) and service; must be




To determine calibration factor from image voxel









To measure spatial resolution of point source in
sinogram and image space
Yearly Use a 18F-point source (non-standard) or linear source
PET7.
Sensitivity
To measure the volume response of the system to a
source of given activity concentration
Monthly Perform according to NEMA NU2 standards with a set
of sleeved rod sources [16].
An alternative method is given in NEMA-NU2 1994
PET8.
Image quality
Hot and cold spot image quality of standardized
image quality phantom
Yearly According to NEMA NU2 image quality test [16];




To visually check the l-map quality that is




Correct separation of water and fat images and the
calculated l-map. Correct composing of the l-map













MR stability and resonance frequency Weekly Stability test advisable for fMRI [37], Fig. 4
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210 s from radiochemistry to PET/MRI facility. For
patients, the activity is measured before injection, which
takes about another 2 min. Tracer injection is performed
manually, and the venous line is afterwards flushed with
saline solution by a power injector. After injection, the
remaining radioactivity in the vial and syringe are assayed
and decay-corrected. With this setup, a radioactive dose of
roughly 600–1,000 MBq can be injected.
The PET/MRI preparation scans (MRAC, shimming,
etc.) are performed during the transport of the vial so that
the simultaneous dynamic PET and MRI scans can be
started immediately upon injection. While the PET data is
acquired in list mode, an MRI contrast agent (Gadovist,
Bayer, Leverkusen, Germany) is injected shortly after the
[15O]water. The resulting dynamic susceptibility contrast is
measured with a single-shot EPI sequence (TE = 28 ms,
TR = 2,000 ms) to calculate maps of relative cerebral
blood volume, flow and transit time.
Prior to the injections, a set of anatomic MRI scans are
performed, including T1-, T2- and diffusion-weighted
sequences, susceptibility-weighted imaging, fluid-attenu-
ated inversion recovery, arterial spin labeling for additional
perfusion measurements, and a time-of-flight angiography.
Moreover, a post-contrast T1-weighted turbo-spin-echo
sequence is acquired after the injections.
Cardiology protocols
After placing an initial MRI localizer to center the PET
volume on the heart, PET acquisition is started in list mode.
Meanwhile, several localizer scans and a frequency scout
are executed to position and adjust the true fast imaging
with steady-state precession (SSFP) cine scans, which is of
special importance at higher field strengths [22, 23]. Dur-
ing the PET acquisition, several static or dynamic cardiac
MR (CMR) sequences can be performed. As long as no
combined respiratory CMR and cardiac PET gating is
available, the image fusion of an MR data acquisition in the
end-expiratory phase shows reasonable results. Neverthe-
less, even in simultaneously acquired cardiac PET and MRI
data, data registration is necessary. With regard to image
fusion the acquisition of ECG-gated 3D data sets should be
favored in comparison to 2D data sets. For simple ana-
tomical or viability studies, a static 3D Gradient Echo
(GRE) sequence acquired during end-diastole is usually
adequate. For viability assessment, 3D inversion-recovery
gradient echo (IR-GRE), but also 3D phase sensitive
inversion recovery (PSIR) sequences, are available [24]
and should be used if possible. For PET/MRI comparisons
of volumetric or functional evaluations, a stack of ECG-
gated SSFP sequences in short-axis or transverse orienta-
tion covering the whole left and right ventricle is neces-
sary. The PET data is reconstructed in triggered mode,
yielding 16 gated images. The functional, volumetric and
viability assessment should initially be performed sepa-
rately for PET and MRI, before the evaluation of the fused
data sets is carried out.
Selected problems and approaches
From the experience which we were able to gather in the first
year of use, we observe stable functionality of the system
hardware.Also, the software is fully integrated in one package
that runs on the system console for controlling the system and
basic processing of acquired data. We want to share our first
experiences with two topics that—in terms of quantitative
PET measurements—are of essential importance.
Attenuation correction
One of the most important points is the AC of the PET
emission data. Since MRI cannot directly yield l-maps, a
(a) (b)
Incorrect fat and water assignment
Fig. 5 Incorrect assignment of fat (a) and water (b) in the MRAC
images of the lower and upper bed positions which may lead to an
incorrect l-map
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two-point DIXON sequence is used to yield fat and water
images from which a l-map is estimated [25, 26]. This
approach suffers from the fact that, especially in peripheral
body regions, bone cannot be segmented and, thus, con-
sidered adequately. Moreover, the result of the AC-
sequence must be checked visually for correct separation of
fat and water images and composing of the bed positions in
case more than one bed position was acquired (Table 2).
An example of a faulty composition of bed-positions is
shown in Fig. 5. Finally, the derived l-map is to be visu-
ally checked for correct segmentation into water (soft tis-
sue), air, lung tissue and fat. If this segmentation is faulty,
and wrong attenuation coefficients are assigned to tissues,
the interaction of the 511 keV gamma rays with the tissue
during their penetration through the body (attenuation)
cannot be considered adequately. This check is mandatory
since, if the AC failed due to a faulty l-map, wrong activity
concentrations are assigned to voxels of the PET images
and they cannot be used for quantification (i.e., Bq/ml or
SUV measures). Examples of an incorrect segmentation are
shown by Keller et al. [27], who gives a more in-depth
insight about possible image artifacts from MR-based AC.
Here, the whole volume of the lung is not recognized as lung
tissue. Some volume close to the diaphragm is obviously
considered to be air. This fact projects into the AC-PET as
underestimation of the activity content in that part of the lung.
However, it is recommended in every case to incorporate the
NACPET images in the reporting of the study.Wemeasured a
brain phantom (HOFFMANN-phantom) filled with about
25 MBq of [18F]FDG mixed with human serum albumin to
prevent sticking on the phantom inner wall and surfaces, and
compared the results tomeasurements of the same phantom in
a Biograph16 PET/CT system and ECAT HR? standalone
PET system. The PET-volumes were co-registered, and
activity profiles in theNAC-imageswere derived as displayed
in Fig. 6. If the profiles through the NAC images are visually
compared, there is good agreement among the different sys-
tems. Since, with this phantom, there is no fat in the FOV, and
acrylic glass does not return an MR-signal, the segmentation
of the l-map may fail. Thus, a more quantitative comparison
of the AC-images of that phantom may not be representative.
There are some other approaches than the DIXON
sequence to yield MRI based l-maps for the AC of the PET
[26–32]. These methods, however, are not yet widely
Fig. 6 Results of measurements of a HOFFMANN brain phantom on the Biograph mMR, a Biograph16 PET/CT and a ECAT HR? (all
SIEMENS Healthcare). The red line shows the activity profile along the green line
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available and also require further testing and regulatory
approval for clinical use. Once there is enough published
evidence that thesemethods, possibly in combinationwith the
DIXON approach [33], are superior to the present method,
they should be included by the manufacturers as described.
Arterial input function measurement
An arterial input function (AIF, radioactivity concentration
in arterial blood as a function of time post injection) rep-
resents a prerequisite if absolute quantification of the
pathophysiological or pathobiochemical processes mea-
sured by PET by means of kinetic modeling is intended. To
characterize the in vivo behavior and metabolism of a
tracer, a full kinetic modeling is necessary. For this
approach, measurement of the AIF is mandatory. For
obtaining an AIF, arterial blood sampling, either at certain
time-points by hand or continuously by automated devices
still represents the ‘‘gold standard’’ [34]. As a potential
alternative in the future, the AIF can also be measured
using the inherently co-registered PET and MRI data. This
would overcome the need to do it manually and the risk of
adverse events in relation to arterial cannulization or the
need of having MR-compatible automated blood sampling
devices available. To demonstrate the capabilities of inte-
grated PET/MRI in this regard, in a simultaneous dynamic
[18F] FDG brain PET/MRI, we have determined the time-
dependent activity concentration in a major neck artery,
fully automated. This artery was identified by an MRI-
based, high-resolution (0.52 9 0.52 9 0.7 mm3) time-of-
flight (TOF) angiography covering the neck (Fig. 7a). A
binary mask was created containing the one-hundred
brightest voxels in the TOF data. This procedure gave a
good outline of arteries, as verified by visual inspection.
Subsequently, the binary mask was aligned to the PET
voxels (Fig. 7b). In this way, an arterial partial volume
coefficient, e, was assigned to each PET voxel reflecting
the fractional overlap with the TOF mask. To account for
partial volume effects (PVEs) and the extended point-
spread function (PSF) of the system, the activity was de-
convolved assuming the superposition resulting from two
compartments: the volume within the arteries and the
volume in the vicinity outside. The corresponding geo-
metric transformation matrix (GTM) [35] was calculated
based on the known PSF of the system [26] considering all
voxels with a non-zero e. Finally, inverting the GTM and
applying the inverse to the activity pattern of each time
frame of the PET-data yielded the PVE-corrected AIF, as
shown in Fig. 7c. This graph also shows that the image-
derived AIF resembles the shape of a typical AIF [36].
Differences in peak magnitude and at later times may be
attributed to the finite temporal resolution and an imperfect
partial-volume correction (e.g., due to patient motion).
Preparatory, commissioning, operational
and recurrent costs
As described, prior to installation an extensive program of
preparatory constructional work is necessary to prepare the
facility to house a combined PET/MRI system. Based on
our experience, an additional 20–25 % of the investment
costs for the system itself are required for this purpose.
Moreover, a MR-contrast agent pump, anesthesia equip-
ment, general syringe pumps, systems for neural activation,
as well as an automated blood sampling system to draw
blood samples, cause additional expenses at commission-
ing, in the order of about 5-10 % of the investment cost.
Further, recurrent expenditure for personnel, energy and
cooling capacity consumption, data capacity, and, after the
warranty by the manufacturer has expired, also for a
maintenance contract need to be considered (about 10 % of
the system investment cost).
Conclusion
In case of an integrated PET/MRI system, thorough and
anticipatory technical and organizational planning and
financial budgeting at local and regional level prior to the
installation is required. Providing this, it is possible to
Fig. 7 Employing a high-resolution (0.52 9 0.52 9 0.7 mm3) time-
of-flight (TOF) angiography sequence covering the neck (a) registered
to the corresponding dynamic PET data with superimposition of the
color-coded partial volume coefficient of the artery (b) and MRI-
based AIF calculation of FDG uptake (c). For comparison/validation,
a model for the AIF is also shown (4th order model [36])
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setup and run such a system without major restrictions.
Overall, the most important precondition for successful
implementation of combined PET/MRI in an integrated
research and clinical setting is the directed interdisciplinary
cooperation between all partners, and in all phases of the
project; from planning, through commissioning and into its
initial and early phases of use.
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zig. Telekine TV Productions, www.youtube.com/watch?v=cq9s
YYqtU5w
38. Friedman L, Glover GH (2006) Report on a multicenter fMRI
quality assurance protocol. J Magn Reson Imaging 23:827–839
Magn Reson Mater Phy
123
36
2.2. Erste klinische Ergebnisse der simultanen 18F-FDG PET/MRT im Vergleich zur 
18F-FDG PET/CT bei Patienten mit Kopf-Hals-Tumoren 
An vielen Einrichtungen fokussierten erste Untersuchungen auf Vergleiche des PET/MRT-
Systems mit PET/CT-Systemen bezüglich der Genauigkeit in der Tumordetektion [69, 106, 
121–129]. Nachdem die baulichen und gerätetechnischen Voraussetzungen gegeben waren 
und die Untersuchungsprotokolle für diverse Tumorfragestellungen gemeinsam festgelegt 
worden waren, wurden auch bei uns verschiedene Untersuchungen mit dieser Fragestellung 
durchgeführt. Bei Patienten mit Kopf-Hals-Tumoren erfolgte eine erste Auswertung zur 
Sensitivität und Spezifität anhand einer Gruppe von 17 Patienten [130]. Diese Gruppe war 
noch sehr heterogen und umfasste Patienten zum Primärstaging ebenso wie Patienten zur 
Rezidivsuche. Hier fand sich kein Unterschied bezüglich Sensitivität und Spezifität in der 
Tumordetektion zwischen PET/MRT und PET/CT. Der genannte Artikel wird als zweiter Teil 
der Habilitationsschrift eingefügt. 
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Karen Geva; Boehm, Andreas; Kluge, Regine; Sabri, Osama; Stumpp, Patrick (2014):  
Initial clinical results of simultaneous 18F-FDG PET/MRI in comparison to 18F-FDG 
PET/CT in patients with head and neck cancer.  
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Abstract
Purpose The aim of this study was to evaluate the diagnostic
capability of simultaneous 18F-fluorodeoxyglucose (FDG)
positron emission tomography (PET)/MRI compared to 18F-
FDG PET/CT as well as their single components in head and
neck cancer patients.
Methods In a prospective study 17 patients underwent 18F-
FDG PET/CT for staging or follow-up and an additional 18F-
FDG PET/MRI scan with whole-body imaging and dedicated
examination of the neck. MRI, CT and PET images as well as
PET/MRI and PET/CTexaminations were evaluated indepen-
dently and in a blinded fashion by two reader groups. Results
were compared with the reference standard (final diagnosis
determined in consensus using all available data including
histology and follow-up). Sensitivity, specificity, positive pre-
dictive value (PPV) and negative predictive value (NPV) were
calculated.
Results A total of 23 malignant tumours were found with the
reference standard. PET/CT showed a sensitivity of 82.7 %, a
specificity of 87.3 %, a PPVof 73.2 % and a NPVof 92.4 %.
Corresponding values for PET/MRI were 80.5, 88.2, 75.6 and
92.5 %. No statistically significant difference in diagnostic
capability could be found between PET/CT and PET/MRI.
Evaluation of the PET part from PET/CT revealed highest
sensitivity of 95.7 %, and MRI showed best specificity of
96.4 %. There was a high inter-rater agreement in all modal-
ities (Cohen’s kappa 0.61–0.82).
Conclusion PET/MRI of patients with head and neck cancer
yielded good diagnostic capability, similar to PET/CT. Further
studies on larger cohorts to prove these first results seem
justified.
Keywords Simultaneous PET/MRI . Head and neck cancer .
PET/CT
Introduction
Computed tomography (CT), magnetic resonance imaging
(MRI) and 18F-fluorodeoxyglucose (FDG) positron emission
tomography with combined CT (PET/CT) are well-established
diagnostic imaging tools for investigation of initial staging and
post-treatment settings in head and neck cancer [1–6].
The new hybrid imaging modality PET/MRI is expected to
be of special use in body regions with difficult anatomy and in
organs where the inherent soft tissue contrast of MRI is
superior to that of CT [7, 8]. One of these regions is the head
and neck area, where MRI has the additional advantage of
lower susceptibility to dental filling artefacts compared to CT
[9]. A general advantage of PET/MRI over PET/CT is the
lower radiation exposure due to the omission of CT, especially
if contrast-enhanced CT is performed. Although this might be
considered to be of lower importance in tumour patients as
their life expectancy is generally reduced, this effect should
not be underrated, especially in younger patients who need
follow-up studies.
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Especially due to the high mobility and the anatomical
complexity of the head and neck region, performing simulta-
neous PET/MRI may result in a better alignment of both
imaging data in comparison to retrospectively fused PET
andMR imaging data. This is because patient movements that
can occur during patient repositioning are minimized when
using two separate or sequential examination approaches [10].
Two feasibility studies have already shown the possibility
of PET/MRI in head and neck cancer imaging. One of them
was performed with a prototype PET insert into a 3 T MRI
[11], and the other one was done on a sequential PET/MRI
system, showing that PET and MR image quality were not
impaired [12].
This report presents the first results of a prospective
clinical study, in which PET/CT and integrated PET/MRI
were used to evaluate patients with suspected or known
cancer of the head and neck region. Diagnostic capability
of the two combined modalities as well as of the three
independent components MRI, CT and PET was com-
pared, when the same subjects were examined by PET/
CT and PET/MRI on the same day.
Materials and methods
Patients
This prospective study was approved by the local Ethics
Committee and all patients gave their written informed con-
sent. A total of 22 consecutive head and neck cancer patients
were investigated. Inclusion and exclusion criteria for the
analysis are presented in Table 1.
Of the 22 patients, 17 fulfilled the inclusion criteria, among
them 7 patients for primary staging and 10 patients for
restaging from 6 months to 4 years after therapy (3 after
radiochemotherapy, 2 after surgery and radiochemotherapy,
2 after surgery, 1 after surgery and radiotherapy, 1 after sur-
gery and chemotherapy and 1 after chemotherapy). Of these
17 patients, 4 were female, and their mean age was 60 years
(range 42–78 years). All patients underwent an 18F-FDG PET/
CT and subsequently a 3 T simultaneous PET/MRI on the
same day without further radiopharmaceutical administration.
PET/CT acquisition
– Eight patients with clinically proven tumour recurrence or
suspicion of metastasized tumour were placed with their
arms up and received a contrast-enhanced scan from skull
base to the groins during free breathing (150 mAs per
protocol), followed by a low-dose chest CT during inspi-
ration (50 mAs per protocol).
– Nine patients with clinically suspected local tumour only
or high-risk patients (former head and neck cancer Inter-
national Union Against Cancer stage III or IV) underwent
a dedicated CTof the neck (150 mAs per protocol, patient
positioning with arms down). As three of these nine
patients already had a recent CT of the chest, only six
underwent an additional full-dose chest CT during inspi-
ration (100 mAs per protocol) after a change in arm
positioning. All nine received a low-dose CT scan from
skull base to the groins for attenuation correction of the
PET data.
PET/MRI acquisition
Subsequently, PET/MR imaging was performed on the inte-
grated PET/MR scanner (Siemens Biograph mMR, Siemens
Healthcare, Erlangen, Germany). The examination protocol
Table 1 Inclusion and exclusion criteria
Inclusion criteria Exclusion criteria
Age>18 years Contraindications for iodinated CT
contrast medium
Written informed consent Pregnancy
Suspected primary head and neck
tumour or cancer of unknown
primary
Pacemaker or magnetic implants/
devices
Suspicion of residual tumour or
recurrent tumour growth after
therapy
Incomplete MRI examination
without dedicated head and neck
protocol
Routine follow-up after therapy Incomplete MRI examination
without whole-body exam if
there were relevant findings
outside the head and neck region
Blood glucose level<10 mmol/l at
the time of the examination
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All patients underwent an 18F-FDG PET/CT protocol using a
Siemens Biograph 16 PET/CT scanner (Siemens Medical
Solutions, Erlangen, Germany). Before the investigation, pa-
tients fasted for at least 6 h. After administration of 275–
445 MBq of 18F-FDG depending on body weight (5 MBq/
kg) and a median uptake time of 90 min, the whole-body PET
data were acquired with 3 min per bed position. Contrast-
enhanced CT scan was performed after intravenous injection
of 120 ml contrast agent (Imeron 300, Bracco Imaging, Con-
stance, Germany) with a collimation of 16×0.75 mm, a tube
voltage of 120 kVp and the use of angular and longitudinal
dose modulation (CARE Dose4D®, Siemens Medical Solu-
tions, Erlangen, Germany). Patients were placed in the supine
position.
Depending on the clinical situation and their inclusion in




The PET/CT and PET/MRI data sets were evaluated on ded-
icated workstations (PET/CT and PET/MRI: syngo.via, Sie-
mens Healthcare, Erlangen, Germany; CTonly andMRI only:
MagicView 1000, Siemens Medical Solutions, Erlangen, Ger-
many; PET only: Hermes Hybrid Viewer, Hermes Medical
Solutions, Stockholm, Sweden).
The reference standard was defined as the final collective
diagnosis determined in consensus between an experienced
board-certified radiologist, specialized in head and neck radi-
ology, an experienced board-certified nuclear medicine phy-
sician and a head and neck surgeon. They had access to all
relevant data including medical history, prior examinations,
results of panendoscopy or surgery as well as all imaging data
(PET/CT and PET/MRI). Histopathological correlates follow-
ing surgery were available for six patients. Histological diag-
nosis after biopsy could be used in five patients. In the
remaining six patients follow-up examinations showed tu-
mour progression in three (two with PET/CT and one with
CT), tumour regression after chemotherapy in one and con-
firmed the absence of tumour in two patients (CT). Follow-up
time ranged between 2 and 14 months.
For image interpretation, the investigation of the CT only
and MRI only was done independently and in a blinded
fashion by two radiologists (radiologists A and B) with a 4-
week gap between the readings of MRI and CT. The readers
only took into account all images from MRI and CT without
the knowledge of any findings from the corresponding PET
component. Evaluation of MRI included all morphological
sequences and DWI.
A lesion was considered malignant if there was a visible
soft tissue mass, atypical contrast enhancement or central
necrosis in a mass on CT. Lymph nodes were considered
malignant if they were enlarged in their short axis above
1.5 cm, had a round shape or an unusually strong contrast
enhancement. With regard to MRI, decreased diffusion in a
circumscribed region on the apparent diffusion coefficient
(ADC) map was also considered a sign of malignancy as well
as hyperintensity on T2-weighted images.
Table 2 MRI sequence parameters for one bed position used in simultaneous whole-body PET/MRI









T1w 3D Dixon-VIBE Coronal 3.6 1.23 10 128 2.6 500 500 × 328 4.1×2.6×2.6 0:19
T2w HASTE Axial 800 89 120 40 4 450 450×315 1.8×1.4×4.0 0:32
T2w TIRM Coronal 2,090 47 120 40 5 500 500×350 3.1×1.6×5.0 1:00
EPI fs DWI Axial 6,800 73 NA 30 6 450 450×338 4.3×3.5×6.0 1:15
TR repetition time, TE echo time, FA flip angle, FOV field of view, TA acquisition time, fs fat saturated, VIBE volumetric interpolated breath-hold
examination, HASTE half-Fourier acquisition single-shot turbo spin-echo, TIRM turbo inversion recovery magnitude, EPI echo planar imaging, DWI
diffusion-weighted imaging
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developed at our institution combined a whole-body scan with
a dedicated examination of the head and neck area which
resulted in an examination time of 70 min and was used for
primary staging, follow-up examinations and tumour search in
patients with cancer of unknown primary (CUP). Patients
were placed in the supine position with arms down. Specially
designed coils were placed on the patient: one head and neck
coil and four body phased array coils which together covered
the region from skull to thigh.
Then, whole-body PET/MR imaging without contrast me-
dium was performed in six bed positions: head, neck, thorax,
abdomen, pelvis and proximal thighs (for details see Table 2).
This investigation already included a coronal Dixon-
volumetric interpolated breath-hold examination (VIBE) se-
quence for attenuation correction. Chosen b values for
diffusion-weighted imaging (DWI) were 0 s/mm2 to allow
fast scanning without the need for an additional gradient and
800 s/mm2, in concordance with other whole-body DWI
studies [13–15]. The diffusion-sensitizing gradients were ap-
plied in all three orthogonal directions. These MRI measure-
ments took 5 min per bed position, during which PET data
were acquired. Compared to PET/CT this longer acquisition
time leads to a higher count rate and slightly better image
quality of PET/MRI, although this effect was not separately
evaluated in this study. Respiratory triggering was used in the
bed positions of thorax and abdomen only, other bed positions
were scanned during free breathing. Subsequently, a dedicated
MRI of the neck was performed (for details see Table 3),
which included a coronal Dixon-VIBE sequence for attenua-
tion correction. For contrast-enhanced MR imaging, an axial
dynamic contrast-enhanced T1-weighted fast low-angle shot
(FLASH) sequence with 40 measurements over 4 min was
performed immediately during intravenous administration of a
single dose of 0.1 mmol/kg gadobutrol (Gadovist®, Bayer
HealthCare, Leverkusen, Germany) at a rate of 3 ml/s and
flushing with 10 ml of normal saline using a power injector
(Spectris Solaris, Medrad/Bayer HealthCare, Leverkusen Ger-
many). A dedicated evaluation of tumour perfusion was not
performed in this study. Exemplary images of the neck proto-
col are shown in Fig. 1.
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The evaluation of the PET part from PET/CT and PET/
MRI was also performed independently and in a blinded
fashion by two nuclear medicine physicians (nuclear physi-
cians 1 and 2), without considering any diagnostic MRI or CT
images. This was done with a 4-week gap between the
analysis of the two PET parts, using the whole-body exam
PET data. The PET data of the head and neck scan were only
used for the three PET/MRI examinations without whole-
body imaging. The semi-quantitative standardized uptake val-
ue (SUVmax) was used as a tool to supplement visual
Table 3 MRI sequence parameters used for dedicated simultaneous PET/MRI in the head and neck region











T1w 3D Dixon-VIBE Coronal 3.6 1.23 10 128 2.6 500 500×328 4.1×2.6×2.6 0:19
T1w TSE Axial 780 12 140 42 4 280 280×223 1.1×0.5×4.0 2:34
T2w fs TSE Axial 5,640 105 140 42 4 280 280×223 0.8×0.5×4.0 4:15
T2w TIRM Coronal 3,500 44 150 38 3 240 240×240 1.0×0.8×3.0 4:07
EPI fs DWI Axial 8,620 73 NA 30 4 334 334×251 3.2×2.6×4.0 1:35
T1w 3D fs FLASH
DCE
Axial 2.47 0.97 8 40 5 260 260×260 1.2×1.0×5.0 4:00
T1w fs TSE CE Axial 996 12 140 42 4 280 280×223 1.1×0.5×4.0 3:16
T1w fs TSE CE Coronal 817 19 150 38 3 280 280×195 1.0×0.6×3.0 3:20
T1w 3D fs VIBE CE Axial 3.35 1.14 10 72 3 280 280×254 0.9×0.9×3.0 0:34
TR repetition time, TE echo time, FA flip angle, FOV field of view, TA acquisition time, fs fat saturated, VIBE volumetric interpolated breath-hold
examination, TSE turbo spin echo, TIRM turbo inversion recovery magnitude, EPI echo planar imaging,DWI diffusion-weighted imaging, FLASH fast
low-angle shot, DCE dynamic contrast enhanced, CE contrast enhanced
Fig. 1 A 52-year-old female patient with glottic carcinoma and a nodal
metastasis at level Von the right side. Metastasis seen in all modalities. a
T2-weighted HASTE image from whole-body MRI showing necrotic
nodal metastasis (arrow). b Fat-saturated T2-weighted TSE image from
dedicated neckMRI with the samemetastasis better visualized (arrow). c
Fat-saturated T1-weighted TSE post contrast with circular enhancement
of the metastasis (arrow). d Maximum intensity projection (MIP) image
of the 18F-FDG PET with focally increased glucose metabolism in the
vocal chord (open arrow) and in the outline contour of the mostly
necrotic nodal metastasis (arrow). e Axial PET image in the region of
the nodal metastasis (arrow). f Fused image of simultaneously acquired
PET and T1-weighted TSE MR images
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interpretation. Visual assessment of the PET images focused
on the pattern and asymmetry of FDG distribution as well as
contrast to background ratio.
Subsequently, PET/MRI and PET/CT were assessed inde-
pendently, in a blinded fashion and in a randomized order by
two reader groups, each composed of one radiologist and one
nuclear physician (reader groups I and II). In these evalua-
tions, all of the above-mentioned characteristics for malignant
lesions of the combined modalities were used. Especially for
lymph nodes, an intense and asymmetrical FDG uptake was
regarded as a sign of malignancy, even in normal sized nodes.
For one and the same reader there was always a 4-week gap
between evaluation of the single and combined modalities.
Statistical analysis
For statistical analysis in comparison to the reference stan-
dard, evaluation was done on a lesion-by-lesion basis. Only
the correct detection and classification as a malignant lesion
was evaluated as positive. Failure in lesion detection, correct
classification of a lesion as non-malignant or benign classifi-
cation of a malignant lesion were each evaluated as negative.
Thus statistical analysis was exclusively based on lesions that
could be detected in at least one of the three imaging
modalities.
Statistical assessment was based on sensitivity, specificity,
positive predictive value (PPV) and negative predictive value
(NPV) analysis of each multimodal imaging modality (PET/
CT, PET/MRI) and each single part of the combined diagnos-
tic tools (CT, MRI, PET). The McNemar test with Bonferroni
correction for multiple testing was used to compare sensitiv-
ities, specificities, PPVs and NPVs between the different
diagnostic modalities of a single investigator or within the
same reader group (statistically significant difference in single
test when p <0.0083). Cohen’s kappa coefficient was used to
assess the inter-rater agreement between different observer
groups within the corresponding single or combined diagnos-
tic modality.
Results
All patients tolerated the PET/CT well. With regard to the
PET/MRI study protocol, in three patients only dedicated
sequences for the neck region were obtained and no whole-
body protocol due to their constrained compliance. Another
patient received his whole-body PET/MRI examination only
from the liver region upwards to the head due to unknown
technical problems in the two lower bed positions (MRI scans
did not start, so there were no anatomical images and no
possibilities to reconstruct attenuation-corrected PET images
in this region). But in any case there were no relevant findings
in the uncovered body regions. All other 14 patients tolerated
the whole PET/MRI protocol well.
In the study population the definitive diagnoses from the
reference standard revealed 23 malignant findings. Of these,
eight lesions were primary, residual or recurrent tumours.
There were three carcinomas of the base of the tongue, two
laryngeal carcinomas, one tonsillar carcinoma, one carcinoma
of the oropharynx and one hypopharyngeal carcinoma. Fur-
thermore, 15 foci of metastatic spread were diagnosed. In
particular there were ten lesions with metastatic cervical or
mediastinal lymph nodes, four pulmonary metastases and one
metastasis in the chest wall. The size of the lesions ranged
between 1.1 and 8.5 cm (mean 2.5 cm).
Besides these 23 positive findings, 55 benign, inflamma-
tory or non-specific changes were established and classified as
negative. These findings were rated as non-specific/inflam-
matory lymph nodes (n =23), inflammatory/post-operative
changes in pharynx, paravascular cervical space, chest and
abdominal wall (n =16), renal and hepatic cysts (n =5), uterine
fibroadenoma (n =2), thyroid nodes (n =2) and one case each
of thrombosed carotid artery, pleomorphic adenoma, follicular
nodular hyperplasia, lateral cleft branch cyst, discitis,
silicoanthracosis and old focal cerebellar infarcts.
The findings of the different investigators are summarized
in Table 4. In this study, PET/CT as well as PET/MRI reached
comparable good specificity of 85.5–89.1 % for PET/CT and
81.8–94.5 % for PET/MRI and very good NPVof 90.7–94 %
for PET/CT and 91.2–93.8 % for PET/MRI, respectively (see
Fig. 2). Both combined diagnostic modalities showed no
statistically significant differences in diagnostic capability
for both reader groups (see Table 5).
Table 4 True-positive, true-negative, false-positive and false-negative
diagnoses [of 23 malignant (positive) and 55 non-malignant (negative)
lesions] of the single MRI and CT part of radiologists A and B, of the
combined PET/CT and PET/MRI evaluation of the two reader groups I
and II as well as of the single PET part from PET/CTand PET/MRI of the









CTA 19 48 7 4
CT B 21 39 16 2
MRI A 17 53 2 6
MRI B 17 47 8 6
PET (CT) 1 22 40 15 1
PET (CT) 2 18 43 12 5
PET (MRI) 1 19 42 13 4
PET (MRI) 2 20 42 13 3
PET/CT I 18 49 6 5
PET/CT II 20 47 8 3
PET/MRI I 18 52 3 5
PET/MRI II 19 45 10 4
Eur J Nucl Med Mol Imaging (2014) 41:639–648 643
42
The two radiological readers A and B detected slightly
fewer malignant lesions on MRI as compared to the other
single or combined modalities, which resulted in a sensitivity
of 73.9 % and a NPV from 88.7 to 89.8 %. For instance, the
laryngeal tumour of one patient was overlooked by both
investigators, because only a very slight asymmetry in the
vocal cord was present (see Fig. 3).
In contrast, both nuclear medicine physicians found more
false-positive lesions (12–15) with both single PET parts from
PET/CT and PET/MRI than all the other reader groups,
resulting in a lower specificity from 72.7 to 78.2%, associated
with a PPV of 59.4–60.6 %. For example, the elevated 18F-
FDG uptake (SUV values between 5.3 and 10.8) in multiple
mediastinal lymph nodes of a patient with histologically con-
firmed tuberculosis were falsely considered to be caused by
tumoural growth by all single PET evaluations and the PET/
CT as well as PET/MRI observer group I. In contrast, all
single CT and MRI evaluations plus PET/CT and PET/MRI
reader group II correctly categorized these lymph nodes as
benign or inflammatory changes (see Fig. 4).
Similarly, there were also false-positive and false-negative
diagnoses in difficult cases, which could be observed by
almost every single investigator or reader group. For instance,
in one patient a histopathologically confirmed nodular fibrosis
with anthracosis in the left lung was falsely declared as
intrapulmonary tumour or metastasis by all investigators and
modalities except the single MRI evaluation. In the combined
evaluation these false-positive diagnoses were based on ele-
vated radiotracer accumulation within the lesion (SUV=9).
The highest sensitivity of 95.7 % was reached by the single
PET evaluation of nuclear physician 1. The best result for
specificity was 96.4 % for the sole MRI evaluation of radiol-
ogist A.
The McNemar test revealed a statistically significant dif-
ference of the diagnostic capability between the single CTand
MRI evaluation by radiologist B (p value=0.007). No statis-
tically significant differences were shown between all the
other single or combined modalities (Table 5).
Fig. 2 Sensitivity, specificity, positive predictive value (PPV) and neg-
ative predictive value (NPV) of the single MRI and CT part of radiolo-
gists A and B, of the single PET part from PET (CT) and PET (MRI) of
nuclear medicine physicians 1 and 2 as well as of the combined PET/CT
and PET/MRI evaluation of the two reader groups I and II, respectively
Table 5 The p values and resulting statistical significance of the differ-
ences in diagnostic capability between all single or combined modalities
[CT, MRI, PET (CT), PET (MRI), PET/CT and PET/MRI] by the same
investigator or within the same observer group (A and B, 1 and 2, I and II).
Observer group p value Statistically significant
CTA and MRI A 0.065 No
CT B and MRI B 0.007 Yes
PET (CT) 1 and PET (MRI) 1 0.063 No
PET (CT) 2 and PET (MRI) 2 0.508 No
PET/CT I and PET/MRI I 0.549 No
PET/CT II and PET/MRI II 1.0 No
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Fig. 3 A 52-year-old female
patient with right glottic
carcinoma and a nodal metastasis
at level Von the right side (same
patient as Fig. 1). TM seen on
PET and CT, but missed on MRI
by both examiners. a CT shows
thickened vocal chord with
slightly pronounced enhancement
(arrows) and necrotic nodal
metastasis (open arrow). b Fat-
saturated T2-weighted TSE with
only slight asymmetry of the
vocal chord (arrow). c Inverted
PET (CT) image with
asymmetrically increased glucose
metabolism at the level of the
vocal chord (arrow). d Fusion of
simultaneously acquired PET and
T2-weighted TSE MR image
Fig. 4 A 70-year-old male patient with CUP (squamous cell carcinoma
within the resected submandibular gland). PET/CTand consecutive PET/
MRI for search of primary tumour and further metastases. Several lymph
nodes were initially suspicious for metastasis due to increased glucose
metabolism on 18F-FDG PET; however, pathohistology of the lymph
node at level Vll (see b and c) showed tuberculosis. a MIP reconstruction
of PET data with several suspicious lymph nodes in mediastinum and
abdomen. b CT with only slightly enlarged lymph node in upper medi-
astinum/level VII (arrow). c MRI (whole-body T2-weighted HASTE) of
the same lymph node (arrow). d) PET image with increased glucose
metabolism in the same node (arrow) and in a lymph node further right
(open arrow). e) Fused PET/CT image
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Finally, in this study very good inter-rater agreement was
found between both nuclear physicians concerning the single
PETevaluation of PET/MRI with a Cohen’s kappa coefficient
of 0.82. For the remaining observer groups, good agreement
with Cohen’s kappa coefficients between 0.61 and 0.78 could
be determined (Table 6).
Discussion
Prior studies in head and neck cancer patients so far concentrat-
ed on the feasibility of simultaneous [11] or sequential [12] PET/
MRI acquisition and the resulting image quality. This study
provides results of the first 17 patients with suspected cancer
of the head and neck region undergoing simultaneous 18F-FDG
PET/MRI after routine PET/CT imaging at our institution. No
statistically significant differences in sensitivity, specificity, PPV
and NPV could be found between the two hybrid imaging
modalities in these patients. This proves the diagnostic capabil-
ities of the newly developed, integrated PET/MRI scanner,
although the high expectations concerning superior performance
of this method could not yet be verified [7, 8, 10]. This might be
due to the high sensitivity of the PET examination, which helps
to overcome limitations of tumour detection on CT and thus
levels out the advantages ofMRI in soft tissue tumour detection.
Evaluations concerning the image fusion from MRI and
PET recently indicated that synchronous assessment of mor-
phological (MRI) and functional (PET) data sets can be ex-
pected to reach a higher diagnostic accuracy in the evaluation
of head and neck malignancies, compared to both imaging
modalities applied solely. In the study conducted by
Nakamoto et al. image fusion showed a slightly higher sensi-
tivity (100 %) in diagnosing the primary tumour in compari-
son to MRI alone (98 %). Notably, in cases of recurrent
tumour growth or occurrence of second malignancies, fused
images were highly superior toMRIwith an overall sensitivity
of 92 instead of 67 %, respectively. In one patient with cancer
of unknown origin the primary tumour and in other cases eight
further lesions were correctly identified by image fusion only
[16]. This assumption is confirmed by the results of our study
with an overall sensitivity of 74 % for the MRI part, not
distinguishing between primary and recurrent tumours.
Another comparative study aimed to investigate suspected
masticator space invasion of advanced buccal squamous cell
carcinoma by using different imaging modalities, namely 3 T
MRI, CT, PET/CT and retrospectively fused 18F-FDG PET/
MRI [17]. Seventeen patients were included in this prospec-
tive study. Eventually, fused PET/MRI was superior to the
other imaging tools with its sensitivity and specificity of
90.0% and 90.9 %. Moreover, concerning the maximal tu-
mour size, there was better agreement between fused PET/MR
images and pathological findings compared to the other three
modalities, which all showed overestimation in delineation of
lesion diameter. The results of our study did not show such a
high sensitivity for the simultaneous PET/MRI in detection of
head and neck cancers; in fact they were comparable to PET/
CT. However, PET/MRI is an upcoming diagnostic modality
and so far there are no standards concerning imaging protocols
or interpretation of the resulting images, whereas at our insti-
tution there already is a 6-year experience with PET/CT
imaging, which might bias the results somewhat towards this
modality. Furthermore, these patients represent the first sam-
ple of an ongoing, prospective study, so in a larger number of
patients the PET/MRI might well prove to have superior
diagnostic capability due to its better soft tissue contrast,
especially in difficult cases of suspected tumour recurrence.
TheMRI investigation on its own showed lower sensitivity
in comparison to the other single or combinedmodalities. This
finding emphasizes that the criteria of size, morphology and
contrast enhancement are not always sufficient for correct
classification of findings. In this study, several times the
elevated radiotracer uptake was the only suggestive finding
to indicate tumour growth or metastatic spread. This can be
seen by the highest sensitivity achieved in the PET evaluation
of the PET/CT by reader 1 (95.7 %). On the other hand, this
evaluation resulted in the lowest specificity of all modalities in
this study (72.7 %). Sensitivity and specificity of the PET
evaluation of PET/MRI and PET/CT were comparable for
both readers, although PET/MRI was constantly performed
as the second examination. One can conclude that the order of
the examinations does not influence detection of focal lesions
on PET, although its influence on SUV is well known. SUV
cut-off levels to distinguish benign from malignant lesions
were not used since there is only a trend to higher SUV in
malignant lesions. Furthermore, as Boellaard et al. described,
SUV depends strongly on several parameters (e.g. effects of
noise, image resolution and region of interest definition) and it
can only be used for diagnostic purposes when data acquisi-
tion and processing are performed in a standardized way [18].
One reason for the lower specificity of PET can be the
blinded diagnostic evaluation, as clinical information plays an
Table 6 Inter-rater agreement between the different observer groups
(radiologists A and B, nuclear medicine physicians 1 and 2, observer
teams I and II) within the corresponding single or combined diagnostic
modality [CT, MRI, PET (CT), PET (MRI), PET/CT and PET/MRI]
derived from Cohen’s kappa coefficient.
Observer group Kappa coefficient Inter-rater
agreement
CTA and CT B 0.61 Good
MRI A and MRI B 0.78 Good
PET (CT) 1 and PET (CT) 2 0.77 Good
PET (MRI) 1 and PET (MRI) 2 0.82 Very good
PET/CT I and PET/CT II 0.65 Good
PET/MRI I and PET/MRI II 0.67 Good
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influential role in difficult cases. In the clinical setting of
restaging and the corresponding question regarding presence
or absence of vital tumour tissue, it is more than helpful to be
aware of all information about the clinical history of a patient.
This information eases differentiation between elevated tracer
uptake as an effect of radiochemotherapy or as a sign of vital
tumour tissue and will diminish false-positive and false-
negative diagnoses. Additionally, nuclear medicine physicians
at our institution routinely evaluate PET data in combination
with CT instead of the PETcomponent only. For this study, the
restriction to PET images only could have had a negative
effect on specificity. However, a study by Guenzel et al.
compared MR with PET imaging in 120 patients suffering
from malignant head and neck tumours and found no differ-
ence in sensitivity and specificity with regard to diagnosis of
primary tumours, tumour recurrence or CUP [19]. Still they
conclude that “a combination of both techniques is likely to be
the future of diagnostic imaging”.
Limitations of the study presented here comprise the small
size of the study group, the inhomogeneity of the study group
and the incomplete histopathological confirmation of
suspected tumours. The strict order of PET/CT first followed
by PET/MRI might also bias the results of glucose-avid
findings.
Although the sample size is quite small, this is the first
report about the performance of simultaneous PET/MRI in
patients with head and neck cancer. As great expectations
have been imposed on this method, especially in this patient
group, the results help in forming a realistic view of the
capabilities of PET/MRI. It will be interesting to investigate
whether PET/MRI proves to be advantageous in more specific
questions, e.g. detection of tumour recurrence, T staging of
primary head and neck cancer or lymph node assessment.
Use of different CT protocols can be explained by different
requirements of different chemotherapy studies, for which
some of our patients were evaluated. Three patients received
only dedicated PET/MRI sequences for the neck region and
no whole-body protocol, as they did not agree to a procedure
of more than 1 h duration. However, the differences in exam-
ined regions did not have any influence on the results of our
study, because none of these patients showed a finding in the
region not covered by one of the two modalities.
The strict order of the examinations can lead to bias;
however, this study was planned keeping the standard PET/
CTworkflow for two reasons. First, it should give comparable
results to earlier examinations. Second, it was not clear what
the results of the PET/MRI would be like. As comparable
sensitivity and specificity were found in this work, future
studies can confidently use alternating strategies or place
PET/MRI prior to PET/CT.
After all, these are the first results of patients with head and
neck tumours examined in an integrated whole-body PET/
MRI scanner and they prove both the technical possibility of a
whole-body PET/MRI scan plus an additional, dedicated
PET/MRI of the head and neck region as well as the diagnos-
tic capability of the PET/MRI, which is comparable to PET/
CT. Whether the new hybrid imaging technology is actually
superior to PET/CTwill have to be shown by comparisons of
PET/CT versus PET/MRI in a larger cohort of patients and
also in subgroup analyses (primary cancer staging—tumour
recurrence—CUP).
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2.3. In vivo Korrelation von Glukosemetabolismus, Zelldichte und 
mikrozirkulatorischen Parametern bei Patienten mit Kopf-Hals-Tumoren: erste 
Ergebnisse von Untersuchungen mittels simultaner PET/MRT 
Im Laufe der ersten Jahre nach Einführung der PET/MRT-Diagnostik zeigte sich ein rascher 
Wandel im Forschungsinteresse der beteiligten Kollegen weltweit. Waren die ersten beiden 
Jahre noch stark von Machbarkeitsstudien und den direkten Vergleichen zwischen PET/CT 
und PET/MRT in der Tumordetektion geprägt [41, 131], wurde dann rasch der Fokus auf die 
zusätzlichen Möglichkeiten der neuen Scanner gelenkt.  
Immer mehr wurde das Potential der neuen Methode nicht in der Tumordetektion, sondern in 
der Tumorcharakterisierung in den Mittelpunkt gestellt [70, 132–134]. Als Fernziel sieht die 
radiologisch-nuklearmedizinische Gemeinschaft die Möglichkeit, mit non-invasiven Mitteln 
Tumorherde detektieren und charakterisieren zu können. Damit soll es perspektivisch möglich 
sein, mittels Bildgebung die biologischen Eigenschaften eines Tumors und dessen Reaktion 
auf eine Therapie vorherzusagen.  
Auch unsere Arbeitsgruppe befasste sich mit diesem Thema und untersuchte zunächst die 
Zusammenhänge verschiedener funktioneller Parameter, die mit dem neuen Gerät akquiriert 
werden können. Hierfür wurde ebenfalls ein Kollektiv aus HNO-Patienten zusammengestellt, 
bei denen der Primärtumor bzw. das lokale Rezidiv in der dedizierten Untersuchung der 
Kopf-Hals-Region nachgewiesen werden konnte. Zudem mussten die funktionellen 
Bildgebungen gut auswertbar sein.  
Für diese Analyse konnten 17 Patienten identifiziert werden. Bei diesen wurden die Parameter 
zur Glukoseutilisation (standardized uptake value – SUV), zur Diffusion (apparent diffusion 
coefficient – ADC) und für verschiedene Perfusionswerte quantifiziert, welche im folgenden 
Artikel noch näher erläutert werden [135]. 
Letztlich konnte nachgewiesen werden, dass bei Kopf-Hals-Tumoren der 
Glukosestoffwechsel mit einzelnen Perfusionsparametern korreliert. Diese Arbeit wird als 
dritter  Teil der Habilitationsschrift eingefügt. 
Gawlitza, Matthias; Purz, Sandra; Kubiessa, Klaus; Boehm, Andreas; Barthel, Henryk; Kluge, 
Regine; Kahn, Thomas; Sabri, Osama; Stumpp, Patrick (2015):  
In Vivo Correlation of Glucose Metabolism, Cell Density and Microcirculatory 
Parameters in Patients with Head and Neck Cancer: Initial Results Using 
Simultaneous PET/MRI.  
PloS one 10 (8), S. e0134749. 
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To demonstrate the feasibility of simultaneous acquisition of 18F-FDG-PET, diffusion-
weighted imaging (DWI) and T1-weighted dynamic contrast-enhanced MRI (T1w-DCE) in
an integrated simultaneous PET/MRI in patients with head and neck squamous cell cancer
(HNSCC) and to investigate possible correlations between these parameters.
Methods
17 patients that had given informed consent (15 male, 2 female) with biopsy-proven
HNSCC underwent simultaneous 18F-FDG-PET/MRI including DWI and T1w-DCE. SUV-
max, SUVmean, ADCmean, ADCmin and K
trans, kep and ve were measured for each tumour and
correlated using Spearman’s ρ.
Results
Significant correlations were observed between SUVmean and K
trans (ρ = 0.43; p 0.05);
SUVmean and kep (ρ = 0.44; p 0.05); K
trans and kep (ρ = 0.53; p 0.05); and between kep
and ve (ρ = -0.74; p 0.01). There was a trend towards statistical significance when corre-
lating SUVmax and ADCmin (ρ = -0.35; p = 0.08); SUVmax and K
trans (ρ = 0.37; p = 0.07);
SUVmax and kep (ρ = 0.39; p = 0.06); and ADCmean and ve (ρ = 0.4; p = 0.06).
Conclusion
Simultaneous 18F-FDG-PET/MRI including DWI and T1w-DCE in patients with HNSCC is
feasible and allows depiction of complex interactions between glucose metabolism, micro-
circulatory parameters and cellular density.
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Introduction
18Fluor-fluorodesoxyglucose positron emission tomography combined with magnetic resonance
imaging (18F-FDG-PET/MRI) seems to be a promising modality for imaging of head and neck
squamous cell carcinoma (HNSCC). In this type of malignancy an accurate diagnosis of infiltra-
tion of surrounding structures is important for local staging and for surgical and radiotherapy
planning [1–4]. With the high soft-tissue contrast of MRI and the superior ability of
18F-FDG-PET to detect vital tumor tissue prior to morphological changes, the advent of com-
bined PET/MRI will open new perspectives in non-invasive imaging [3]. The combination of
PET with MRI also opens up options to acquire multimodal molecular imaging parameters
simultaneously. This may contribute to a more detailed characterization of molecular processes
in vivo [5]. We report about the first study in which glucose metabolism (assessed by
18F-FDG-PET), tumor cellularity (measured by diffusion-weighted imaging, DWI) and micro-
circulatory parameters (estimated by T1-weighted dynamic contrast-enhanced MRI, T1w-
DCE) were simultaneously acquired in patients with HNSCC. Not only are these parameters
known to be correlated with molecular markers for angiogenesis, proliferation or cell density
[6–8]; first and foremost they are of special interest for prediction of patient outcome and
response to chemotherapy or combined radiochemotherapy. For the future, the combination of
these parameters may further facilitate treatment planning and prognostic stratification [9–12].
Materials and Methods
Patients
From October 2011 to September 2013, 82 consecutive patients with suspected malignancy of
the head and neck or a cancer of unknown primary with cervical lymphadenopathy were
scheduled to undergo 18F-FDG-PET computed-tomography (18F-FDG-PET/CT) for staging
and treatment planning and, without additional radiopharmaceutical administration, an inte-
grated simultaneous PET/MRI study. This study was IRB-approved and all patients gave their
written informed consent. Patients were retrospectively included in the current study if they
fulfilled the following inclusion criteria: (a) if a de-novo or recurring HNSCC of the upper
aerodigestive tract was histopathologically proven either by biopsy or by resection after imag-
ing, (b) if a histopathological report was available for a specimen taken from the area that was
suspicious for tumor in imaging, (c) if a dedicated simultaneous PET/MRI of the neck includ-
ing T1w-DCE and DWI sequences was performed with sufficient image quality not distorted
by motion artefacts; (d) if a tumor was delineable in the imaging studies and (e) if there was no
ongoing (radio)chemotherapy. Altogether, 17 patients fulfilled all inclusion criteria (see Fig 1).
Imaging preparation
All 17 patients underwent an 18F-FDG-PET/CT protocol on a Siemens Biograph 16 PET/CT
scanner and a simultaneous whole-body PET/MR after a fasting period of at least 6 hours. In
15 of 17 patients PET/CT was performed first and then PET/MRI, in two patients PET/MRI
was performed prior to PET/CT due to logistic reasons. Administration of 18F-FDG was per-
formed once for both studies, depending on body weight (5 MBq/kg, range 205–396 MBq).
Postinjection median uptake time was 83 minutes (range 60–120 minutes) for the first imaging
study and 196 minutes (range 150–260 minutes) for the second imaging study.
PET/MRI scanner
All examinations were performed on a simultaneous PET/MRI scanner (Siemens Biograph
mMR; Siemens Healthcare, Erlangen, Germany). The system is composed of a PET detector
Simultaneous PET/MRI in Patients with Head and Neck Cancer
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ring mounted into a 3.0T whole-body magnetic resonance tomograph, resulting in a hybrid
imager with a bore diameter of 60 cm and a magnet length of 163 cm. Maximum gradient
strength accounts for 45 mT/m, slew rate for 200 T/m/s in all three spatial directions. The
MRI-compatible PET detector ring is implemented inside the bore and consists of 56
LSO-APD (lutetium oxyorthosilicate scintillation crystals combined with avalanche photodi-
odes) block detectors with 64 detector ring elements arranged on the z-axis. This yields an axial
field of view (FOV) of about 60 cm and a FOV of about 26 cm in z-direction. Maximum scan
length is about 160 cm without repositioning. More detailed descriptions of the technical
aspects were described in previous publications [13,14].
Fig 1. Flowchart of the study population.
doi:10.1371/journal.pone.0134749.g001
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Simultaneous PET/MRI imaging protocol
Patients were placed in supine position with their arms beside the trunk. PET/MRI was con-
ducted in two steps. First, whole-body imaging without contrast medium was performed in six
bed positions (head, neck, thorax, abdomen, pelvis and proximal thighs) with a coronal 3D-
encoded gradient-echo sequence for attenuation correction (Dixon-VIBE) followed by coronal
T2-weighted turbo inversion recovery magnitude (TIRM) and axial T2-weighted half Fourier
single shot turbo spin echo (HASTE) sequences as well as axial echoplanar imaging diffusion
weighted images (EPI-DWI) with b-values of 0 and 800. Simultaneous to MRI, PET image
acquisition was conducted with 5 minutes of scan time per bed position.
Afterwards, a dedicated PET/MRI of the neck using a combined head and neck coil was per-
formed, which also included a coronal Dixon-VIBE sequence for attenuation correction. This
was followed by axial T1-weighted turbo spin echo (TSE) and T2-weighted TSE sequences
with fat suppression, a coronal T2-weighted TIRM and an axial DWI-EPI sequence with b-val-
ues of 0 and 800 (TR/TE 8620/73 ms, slice thickness 4 mm, voxel size 3.2 x 2.6 x 4.0 mm³).
Dynamic contrast-enhanced imaging was performed during the administration of 0.1 mmol
Gadobutrol per kg of bodyweight (Gadovist, Bayer Healthcare, Leverkusen, Germany) at a rate
of 3 ml per second and flushing with 10 ml of normal saline using a power injector (Spectris
Solaris, Medrad/Bayer Healthcare, Leverkusen, Germany). T1w-DCE consisted of 40 subse-
quent scans with a duration of 6 seconds (40 slices per scan), a TR/TE of 2.47/0.97 ms, a slice
thickness of 5 mm, a flip angle of 8° and a voxel size of 1.2 x 1.0 x 5.0 mm³; the contrast applica-
tion was started after the fifth scan. Furthermore axial and coronal fat saturated T1-weighted
TSE sequences and an axial contrast enhanced T1-weighted VIBE sequence were conducted
after contrast application. Altogether, the dedicated neck protocol accounts for about 30 min
of scan time, during which dedicated PET of the neck was conducted for 10 minutes. PET
images were reconstructed using the iterative ordered subset expectation maximization algo-
rithm with 3 iterations and 21 subsets, a Gaussian filter with 3 mm full width at half maximum
(FWHM), and a 256 x 256 image matrix. Attenuation correction of the PET data was per-
formed using a four-tissue (fat, soft tissue, air, background) model attenuation map which was
generated from a Dixon-Vibe MR sequence. A dedicated description of a typical imaging pro-
tocol including the complete set of sequence parameters was published recently [1].
Image analysis
PET data sets were reviewed on a commercially available workstation (using Syngo.Via, Sie-
mens Healthcare, Erlangen, Germany) by one resident in diagnostic radiology with 4 years and
one board certified nuclear medicine physician with 7 years of experience in head and neck
CT, MR and PET/CT imaging. For all tumors, mean and maximum standardized uptake values
(SUV) were analyzed in the PET dataset of the neck with the nuclear medicine physician plot-
ting an isocontour volume of interest (VOI) around the tumor (SUVmax threshold 40%).
T1w-DCE images were processed with a commercially available software module for tissue
perfusion estimation (Tissue 4D, Siemens Medical Systems, Erlangen, Germany) as described
previously [15]. The software offers a population based approach for the arterial input function
(AIF) and the best of three available AIF-options was chosen according to the result of the
chi2-parameter, which serves as an error measure for the model fit. After scaling the AIF in
relation to the gadolinium dose and modelling it by the most widely used bi-exponential model
by Tofts and Kermode [16], the pharmacokinetic parameters Ktrans, kep and ve were calculated.
In this two-compartment model, the volume transfer constant Ktrans estimates the diffusion of
contrast medium from the plasma through the vessel wall into the interstitial space, thus repre-
senting vessel permeability. ve expresses the volume of the extravascular extracellular leakage
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space (EES). kep is a parameter for diffusion of contrast medium from the EES back to the
plasma. It is in close relation with Ktrans and ve and is calculated by the formula kep = K
trans x ve
-
1. The basic concept of these parameters and their application in patients with HNSCC is
described in greater detail in other publications [15,17]. For each patient, these four parameter
maps were projected onto the T2-weighted fat-suppressed TSE sequences and the radiologist
delineated the tumor manually on each slice, resulting in mean values of Ktrans, kep and ve aver-
aged over the complete tumor. Attention was paid not to include areas of gross necrosis or
large feeding vessels in close proximity into the ROI.
DWI images were transferred to a desktop computer with Mac OS X (Apple, Cupertino,
California, USA) and an open-source freeware 4D DICOM viewer (OsiriX, Pixmeo, Geneva
Switzerland) [18]. ROI’s were manually drawn on the apparent diffusion coefficient (ADC)
maps along the contours of the tumor on each slice in cognitive fusion with the complete MRI
and PET datasets; mean and minimal ADC values (ADCmean and ADCmin) were then averaged
for the whole tumor volume. Again, necrotic tumor areas were not to be included into the ROI.
An example of the combined molecular parameter maps is depicted in Fig 2.
Statistical analysis
Statistical analysis and graphics creation was performed with SPSS 20 (IBM SPSS Statistics,
Armonk, New York, USA). Values are presented as mean ± standard deviation (SD). Mean
value comparison was carried out using the Mann-Whitney-U test. Spearman’s non-paramet-
ric rank sum correlation coefficients were calculated between DCE parameters, SUVmax, SUV-
mean, ADCmean and ADCmin. Significance level was set at p 0.05.
Fig 2. Example of a 59-year old male patient depicting the different molecular parameters obtained by simultaneous PET/MRI. Note the biopsy-
proven secondary squamous cell carcinoma of the base of the tongue on the right side. 23 months ago the patient was operated on a squamous cell
carcinoma of the soft palate on the same side.
doi:10.1371/journal.pone.0134749.g002
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Results
Of the 17 patients, 15 were male and 2 female. Mean age was 57.7 ± 7.3 years (range 49–79
years). Tumors were 11 primary cancers and 6 recurrent cancers, located in the oral cavity
(n = 4), in the oropharynx (n = 8) or in the hypopharynx and larynx (n = 5). In patients with
recurrent HNSCC, mean time from the end of therapy to diagnosis of the recurring carcinoma
was 46 months (range from 12 to 120 months). Patient and tumor characteristics are shown in
Table 1, functional imaging parameters of our patient group are depicted in Table 2.
Significant correlations were observed between SUVmean and K
trans, and between SUVmean
and kep. Significant correlations were also present between the microcirculatory parameters
Ktrans and kep, and between kep and ve. Furthermore we noted a trend towards an inverse corre-
lation between SUVmax and ADCmin and a trend and towards a positive correlation between
Table 1. Patient and Tumor characteristics.

















1 M 54 primary Oropharynx 18,0 3,8 x 3,2 cT3 cN2b cM0 G2
2 M 57 primary Oropharynx 3,3 2,4 x 1,6 cT2 cN3 cM0 G2
3 M 50 primary Hypopharynx 12,6 3,4 x 3,3 cT4b cN3 cM0 G2
4 M 56 primary Hypopharynx 4,2 1,9 x 1,6 cT3 cN1 cM0 G3
5 M 61 primary Larynx 8,0 3,5 x 2,6 pT3 pN2c cM0 G3
6 F 66 primary Oropharynx 9,5 3,0 x 2,4 cT2 cN2b cM0 G3
7 M 49 primary Hypopharynx 22,1 4,2 x 2,5 cT4 cN2c cM0 G2
8 M 50 primary Oro-/ Hypopharynx 42,7 3,8 x 3,2 cT4b cN2b cM1 G2
9 F 57 primary Tongue 5,9 3,6 x 1,7 cT4a cN2c cM0 G1
10 M 54 primary Oropharynx 6,9 3,8 x 2,7 cT3 cN2c cM0 G3
11 M 63 primary Oro-/ Hypopharynx 17,3 5,0 x 2,3 pT3 pN3 cM0 G3
12 M 59 recurrent Tongue 4,1 2,3 x 1,4 cT3 cN1 cM0 G2
13 M 59 recurrent Tongue 13,1 3,4 x 1,4 cT4a cN2c cM0 G2
14 M 79 recurrent Oral diaphragm 44,1 4,7 x 3,2 pT1 pN0 M0 G3
15 M 53 recurrent Oropharynx 5,1 2,5 x 0,9 pT3 pN0 M0 G3
16 M 52 recurrent Larynx 2,9 1,7 x 1,0 pT4a pN2c M0 G3
17 M 61 recurrent Tongue / Oral
diaphragm
10,6 2,3 x 1,8 pT3 pN0 M0 G2
doi:10.1371/journal.pone.0134749.t001
Table 2. Functional imaging parameters.
Parameter All patients (n = 17)
SUVmax 20.4 ± 7.78
SUVmean 12.3 ± 5.07
ADCmean (mm
2/s) 1287 ± 150
ADCmin (mm
2/s) 659 ± 175
K
trans (min-1) 0.19 ± 0.06
kep (min
-1) 0.41 ± 0.18
ve 0.53 ± 0.13
doi:10.1371/journal.pone.0134749.t002
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SUVmax and the DCE parameters K
trans and kep. Also between ADCmean and ve a trend towards
a positive correlation was apparent. Results are depicted in Fig 3.
Discussion
Recently, a study on patients with suspected cancer of the head and neck region undergoing
simultaneous 18F-FDG-PET/MRI after routine 18F-FDG-PET/CT was published in which no
statistically significant differences regarding sensitivity, specificity, PPV and NPV was found
between the two hybrid imaging modalities [1]. The current study demonstrates that the in
vivo assessment of glucose metabolism, tissue cell density and microcirculatory parameters of
HNSCC is feasible with simultaneous PET/MRI. At this point it has to be acknowledged that
these analyses can also be performed on sequentially obtained data. However, this work
Fig 3. Correlation map of the different molecular imaging parameters in HNSCC.Correlations between 18F-FDG-PET, T1w-DCE and DWI were
computed using Spearman’s non-parametric rank sum correlation coefficient. Numbers in parentheses represent p-values. * p 0.05; ** p 0.01. Bar
graphs indicate the distribution of values.
doi:10.1371/journal.pone.0134749.g003
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demonstrates that PET/MRI can display complex interactions between glucose metabolism
and microcirculation (expressed by correlations between SUV and Ktrans / kep), between glu-
cose uptake and cellular density (depicted by correlations between SUV and ADC) and
between cellularity and volume of the extravascular space (estimated by the correlation
between ADC and ve. As all correlations between the different molecular modalities were at
best moderate, their combined acquisition seems to provide complementary and not redun-
dant information; yet, they seem to be connected to a certain degree.
We observed a significant correlation and a trend towards a correlation, respectively,
between SUVmean/SUVmax and K
trans. This can be interpreted as an indicator of an elevated
neoangiogenesis in tumors with a higher proliferation rate and a higher glucose demand. In
these tumors the expression of vascular growth factors might lead to the formation of a primi-
tive vascular plexus. This primitive vascular plexus typically shows an increased leakiness
which is represented by the transfer constant Ktrans in the Tofts model [15]. Our results support
the theory of other studies in which relations between the vessel permeability measured by
T1w-DCEMRI and the expression of vascular endothelial growth factor were observed in colo-
rectal and breast cancer [19,20]. Furthermore, the correlation between glucose metabolism
measured by 18F-FDG-PET and vascular endothelial growth factor (VEGF) expression has
already been proven for example in oesophageal squamous cell cancer [21]. After leakage into
the tumor’s extravascular space, the blood and contrast medium have to be transported back
into the plasma, which is expressed by the rate constant kep. As the latter is closely related to
Ktrans, also its correlation with glucose uptake seems logical. This also supports a previous
study in which a correlation between kep and the FDG dose uptake ratio was reported in
patients with breast cancer [22]. For HNSCC Bisdas et al. used CT-perfusion and showed a
positive correlation between glucose metabolism and vessel permeability (PS), which is essen-
tially akin to kep [23]. Nevertheless there are ambiguous results described in the literature con-
cerning the relation between glucose metabolism and vessel permeability estimated by kep or
Ktrans. In several other studies on HNSCC no correlations between SUVmax and kep and / or
Ktrans were detected [8,15]. In a study on hepatocellular carcinomas the authors even reported
on an inverse correlation between SUV values and Ktrans [24].
In our study a positive correlation was observed between Ktrans and kep. This positive corre-
lation was also highlighted in a previous examination of patients with HNSCC using T1w-DCE
[15]. That study concluded that the enlarged fenestrae of the immature neovessels, which pro-
mote contrast medium extravasation (measured by Ktrans) in turn also allow for a fast influx
back into the capillary plasma, which is estimated by kep[15]. Moreover, these two parameters
are linked by the aforementioned formula kep = K
trans x ve
-1. Another parameter that can be
obtained from T1w-DCE analysis is iAUC, the area under the curve. Yet, the interpretation of
the correlations for this parameter is difficult and should be treated with caution as iAUC itself
is a model-free parameter and is as such prone to variations caused by the length of an acquired
T1w-DCE dataset or by different physiological conditions. It was therefore stated by Cheng
[25] that conventional iAUC could not be used as a surrogate pharmacokinetic parameter and
that pharmacokinetic modelling (e.g. Tofts’ and Kermode’s model [16]) might be the “ideal
approach” for accurate quantification—if several conditions, like a valid AIF, are met. This is
also why we decided to exclude iAUC from our analysis.
The strong negative correlation between kep and ve supports the results of previous works by
Bisdas et al. [15] and Jansen et al. [8] in which similarly strong inverse correlations between
these two parameters were observed. The authors ascribed this finding to the smaller interstitial
space (expressed by ve) being responsible for a higher back-flux rate into the plasma (repre-
sented by kep) because diffusion of a molecule usually happens from a region of higher concen-
tration to one with a lower concentration.
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The trend towards a positive correlation between ADCmean and ve that we observed also
seems logical. In a tumor with less dense cell complexes the ADC values increase as a measure
of less restricted water diffusion; smaller cell density should in turn also result in a larger extra-
vascular space, measured by ve. Yet, this could not be proven in patients with neoplasms of the
brain [26–28] or the breast [29]. Our results therefore give a hint that this assumption might
actually be true, at least with regards to HNSCC.
Concerning the associations between SUVmax and ADCmin we observed a trend towards a
weak to moderate inverse correlation in our study. As opposed to the relation between T1w-
DCE and DWI and that between T1w-DCE and PET, which have been subject to little research
to date, publications about the correlation between 18F-FDG-PET and DWI parameters are
numerous and their results partly ambiguous. Since glucose metabolism is known to be posi-
tively correlated with the amount of viable tumor cells and growth rate, an inverse correlation
between FDG uptake and ADC values, which reflect tumor cellularity, should be expected
[7,30]. Nevertheless, whereas this presumption was confirmed for example in rectal [31], cervi-
cal [32], lung [33,34] and breast cancer [35], a similar relation could be demonstrated for
HNSCC in only one publication [12] whereas in several other studies no such correlation was
apparent [36–38]. The trend towards a moderate inverse correlation between SUVmax and
ADCmin in our patient group might indicate that these parameters are not completely indepen-
dent and support the hypothesis of Nakajo et al. who concluded that the glycolytic activity of
HNSCC seems to be partly related with their microstructural environment [12].
In the future, simultaneous functional imaging with PET/MRI could be of special interest
for treatment planning and prognostic stratification of oncologic patients. DWI and T1-DCE
as well as 18F-FDG-PET were proven to be suitable for this purpose in patients with HNSCC
prior to radiochemotherapy [9–12]; a satisfactory therapy response and a better prognosis is
thought to be related to higher Ktrans [9], higher ADCmean and lower SUVmax values [12]. Dur-
ing successful radiochemotherapy ADC values are increasing [39], whereas 18F-FDG uptake
and Ktrans are known to decrease as a sign to therapy response [40,41]. With PET/MRI and a
combined acquisition of these parameters further studies to investigate the most suitable
modality for assessment and prediction of therapy response are possible.
Our study has several limitations with its small patient number and its retrospective design
being the most important ones. The high exclusion rate attributable to technical reasons shows
that such sophisticated examinations are probably not yet ready for clinical routine imaging.
As it was a pilot study, our results have to be proven for larger patient series. Higher patient
numbers could also compensate for the partial lack of statistical significance. As we only stud-
ied the tumors themselves and not lymph nodes, on-going studies are focusing on the question
to which extent the results are adaptable to nodal metastases in HNSCC.
Conclusion
Simultaneous 18F-FDG-PET/MRI including DWI and T1w-DCE in patients with HNSCC is
feasible and allows depiction of complex interactions between glucose metabolism, microcircu-
latory parameters and cellular density; in the future this might contribute to the planning and
adaptation of treatment plans with the aim of optimizing patient outcomes.
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2.4. Simultane 18F-FDG PET/MRT: Korrelation von scheinbarem 
Diffusionskoeffizient (ADC) und standardisiertem Aufnahmewert (SUV) beim 
primären und rezidivierten Zervixkarzinom 
Derartige Analysen wurden nicht nur im Bereich der Kopf-Hals-Tumoren durchgeführt. In 
unserer Klinik wurden auch zahlreiche Patientinnen mit Zervixkarzinom untersucht. Bei 
einem Kollektiv von 14 Patientinnen mit primärem Zervixkarzinom und 17 Patientinnen mit 
einem lokalen Rezidiv wurden die funktionellen Daten zum Glukosestoffwechsel mit den 
Diffusionseigenschaften des Tumorgewebes verglichen und auf Korrelationen getestet. 
Die Frage, ob diese beiden Eigenschaften von Tumorgewebe gleichsinnige oder sich 
ergänzende Informationen liefert, wurde in bisherigen Studien, die meist mit sequentiellen 
Untersuchungen durchgeführt worden waren, für verschiedene Tumorarten unterschiedlich 
beantwortet [136–139]. 
In unserer Patientinnengruppe konnten wir mit der simultanen Akquisition von Daten zur 
Glukoseutilisation und zur Diffusionsrestriktion eine inverse Korrelation der Parameter 
zeigen. Insgesamt wurden dafür 92 Läsionen ausgewertet, in diesem Fall waren also sowohl 
Primärtumoren als auch Lymphknotenmetastasen in die Auswertung eingegangen [140].  
Der Artikel wird als vierter Teil der Habilitationsschrift beigefügt. 
Brandmaier, Philipp; Purz, Sandra; Bremicker, Kristina; Höckel, Michael; Barthel, Henryk; 
Kluge, Regine; Kahn, Thomas; Sabri, Osama; Stumpp, Patrick (2015):  
Simultaneous [18F]FDG-PET/MRI: Correlation of Apparent Diffusion Coefficient 
(ADC) and Standardized Uptake Value (SUV) in Primary and Recurrent Cervical 
Cancer.  
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Previous non–simultaneous PET/MR studies have shown heterogeneous results about the
correlation between standardized uptake values (SUVs) and apparent diffusion coefficients
(ADCs). The aim of this study was to investigate correlations in patients with primary and
recurrent tumors using a simultaneous PET/MRI system which could lead to a better under-
standing of tumor biology and might play a role in early response assessment.
Methods
We included 31 patients with histologically confirmed primary (n = 14) or recurrent cervical
cancer (n = 17) who underwent simultaneous whole-body 18F-FDG-PET/MRI comprising
DWI. Image analysis was performed by a radiologist and a nuclear physician who identified
tumor margins and quantified ADC and SUV. Pearson correlations were calculated to inves-
tigate the association between ADC and SUV.
Results
92 lesions were detected. We found a significant inverse correlation between SUVmax and
ADCmin (r = -0.532, p = 0.05) in primary tumors as well as in primary metastases (r = -0.362, p
= 0.05) and between SUVmean and ADCmin (r = -0.403, p = 0.03). In recurrent local tumors we
found correlations for SUVmax and ADCmin (r = -0.747, p = 0.002) and SUVmean and ADCmin (r
= -0.773, p = 0.001). Associations for recurrent metastases were not significant (p>0.05).
Conclusions
Our study demonstrates the feasibility of fast and reliable measurement of SUV and ADC
with simultaneous PET/MRI. In patients with cervical cancer we found significant inverse
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correlations for SUV and ADC which could play a major role for further tumor characteriza-
tion and therapy decisions.
Introduction
According to global cancer statistics, cervical carcinoma is one of the most frequent cancers
diagnosed in women [1]. Thorough clinical investigations and a precise initial staging are man-
datory to assess local tumor extension and possible lymph node infiltration. Currently, sophis-
ticated routine clinical imaging to stage cervical cancer patients is primarily performed with
high resolution pelvic magnetic resonance imaging (MRI). According to the European Society
for Medical Oncology (ESMO) guidelines [2], positron emission tomography (PET) is an ade-
quate tool with high sensitivity and specificity to accurately delineate the extent of disease,
especially in lymph nodes that are not macroscopically enlarged and in distant sites. Both PET
and MRI provide functional parameters: standardized uptake value (SUV) for glucose metabo-
lism from PET and apparent diffusion coefficient (ADC) measured with diffusion weighted
imaging (DWI) for Brownian motion of water molecules in MRI. These measurements and the
quantificiation of their correlation could add valuable information about tumor biology, which
may contribute to a more sophisticated tumor characterization and finally could lead to a “tai-
lored” therapy approach by estimating response behavior.
Measurement of SUV is commonly used as a semi-quantitative read-out of 18F-FDG uptake to
supplement visual interpretation of the PET images. For example it is described to be correlated
with histopathological grade, tumor cellularity and proliferative activity in sarcomas [3]. Regarding
cervical cancer correlation with tumor aggressiveness and prognosis is reported in literature [4,5].
Nowadays DWI in MRI serves as a promising tool for the assessment and analysis of cellu-
larity and discrimination of therapy responders in a variety of malignant tumor entities [6,7,8]
Depending on the degree of differentiation, a statistically significant difference between the
ADCs of well-/moderately differentiated (G1/2) tumors and poorly differentiated (G3) tumors
has been described in previous works [9, 10].
However, there is an ongoing controversy about the correlation of the functional parameters
SUV and ADC. This is as some groups reported an inverse correlation, e.g. in head and neck
squamous cell carcinoma [11]. Other data, e.g. from breast cancer or head and neck cancer
Key Point 1
This study investigates the correlation of functional parameters in a simultaneous PET/
MRI.
Key Point 2
We found significant inverse correlations between ADC and SUV in cervical carcinoma
which could increase knowledge about tumor biology.
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patients, describe ADC and SUV as independent biomarkers [12,13] in non-simultaneous
imaging environments. For cervical cancer, initial integrated PET/MR imaging results in 19
patients recently published by Grueneisen et al. revealed a significant and strong inverse corre-
lation between SUV and ADC in primary tumors and associated primary lymph node metasta-
ses, but not in recurrent tumor lesions [14].
As compared to PET/CT simultaneous PET/MRI offers a new quality of hybrid cancer
imaging by providing metabolic and high-resolution anatomic imaging with excellent soft tis-
sue contrast. The aim of this study was to analyze a possible correlation of SUVs and ADC val-
ues derived from simultaneous PET/MRI in a larger and as such more representative
population of patients with primary and recurrent tumors of the cervix uteri.
Materials and Methods
This prospective study was approved by the local ethics committee (Ethic Committee of the
Medical Faculty, University of Leipzig, Käthe—Kollwitz—Street 82, 04109 Leipzig, Germany)
and all patients gave written informed consent.
a) Patients
A total of 31 patients (range: 33–78y, mean ± sd: 55±13.7y) with primary (n = 14), or recurrent
(n = 17) cervical cancer were examined employing a whole-body PET/MRI protocol over a
time period of two years. Prior to the PET/MRI, all patients underwent a thorough clinical
investigation by an experienced gynecologist. All tumors were histologically classified via
tumor biopsy or intraoperative sampling (squamos cell carcinoma n = 25; adeno carcinomas
n = 4; neuroendocrine tumors n = 2).
b) Whole-body PET/MRI
The simultaneous PET/MRI system (Magnetom Biograph mMR—Biograph, Siemens Health-
care Sector, Erlangen, Germany) used in this study comprises a 3T whole-body scanner and a
PET scanner.
The whole body simultaneous PET/MRI scan was performed from the skull to the upper
thigh with 5 minutes per bed position (head, neck, chest, abdomen, pelvis, upper thighs) with
simultaneous image acquisition. PET images were reconstructed using the iterative ordered
subset expectation maximization algorithm with 3 iterations and 21 subsets, a Gaussian filter
with 4 mm full width at half maximum (FWHM), and a 256 x 256 image matrix. Attenuation
correction of the PET data was performed using a four-tissue (fat, soft tissue, air, background)
model attenuation map which was generated from a Dixon-Vibe MR sequence [15].
Image acquisition started on average 130 minutes after intravenous administration of a
body weight-adapted dose of 18F-FDG (4 MBq/kg, 192–442 MBq, mean±sd: 309±70.32 MBq)
after a fasting period of at least 6 hours.
For whole-body MRI the following especially designed coils for PET/MRI were used: A
spine coil and four body array coils were placed on the patient from the knee to the chest, the
bed positions for head and neck imaging were covered using a dedicated head/neck coil. For
procedural planning gradient-echo (GRE) localizer scans were used. In each PET bed position,
the following four MR sequences were measured consecutively in free breathing (respiratory
triggering was only used for the sequences in the abdominal bed position):
1. T1w 3D GRE (Dixon-VIBE). This obligatory sequence is used for attenuation correction of
the PET images (coronal, TR 3.6 ms, TE 1.23ms, flip angle 10°, 128 slices, Slice thickness
2.6mm, FoV 500 x 500, voxel size 4.1 x 2.6 x 2.6mm, acquisition time 0:19 min/bed position.)
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2. T2w single-shot fast spin echo (HASTE). For delineation of anatomy and gross pathology
(transversal, TR 800 ms, TE 89 ms, flip angle 120°, 40 slices, Slice thickness 4mm, FoV 450 x
450, voxel size 1.8 x 1.4 x 4.0 mm, acquisition time 0:32 min/bed position).
3. Diffusion-weighted echoplanar imaging (EPI-DWI). For detection of restricted diffusion
(monopolar sequence). B-values of 0 and 800 mm/s² were used with diffusion-sensitizing
gradients applied in all three orthogonal directions (transversal, TR 6800 ms, TE 73 ms, 30
slices, Slice thickness 6mm, FoV 450 x 450, voxel size 3.1 x 1.6 x 5.0 mm, acquisition time
1:15 min/bed position).
4. T2w-fat suppressed inversion recovery (TIRM). As current standard in whole-body MR-
based anatomy imaging (coronal, TR 2090 ms, TE 47 ms, flip angle 120°, 40 slices, Slice
thickness 5mm, FoV 500 x 500, voxel size 4.3 x 3.5 x 6.0mm, acquisition time 1:00 min/bed
position).
With the sequences described, a combined simultaneous whole-body PET/MR scan was
realized within an average of 30 minutes examination time. Additionally we performed dedi-
cated high—resolution pelvic MR-sequences to properly evaluate anatomical details and local
tumor spread. However, these sequences were not used for image analysis or quantification of
SUV or ADC.
c) Image Analysis
An experienced radiological (6 years experience in gynaecological imaging) and nuclear medi-
cine reader (7 years experience in oncological image interpretation) analyzed the images using
dedicated viewing software (Syngo.via1; Siemens, Healthcare Sector, Erlangen, Germany).
Lesions with focal uptake greater than the surrounding tissue (based on visual qualitative anal-
ysis) were considered as suspicious for malignancy (Fig 1).
In 22 patients we could indentify multiple tumor-suspicious lesions. However, we only
included tumor lesions, which could be detected in both modalities (SUV/ADC). Lesions that
could only be detected in one imaging modality or were too small for reliable ADCmeasure-
ments (<5mm) were not explicitely documented, so statements concerning interobserver
agreement cannot be made. Detection of suspicious lymph nodes was mainly conducted via
imaging (MR. PET-CT or PET/MR) according to FDG-uptake, size (>10mm), round shape or
visible necrosis. To determine SUVmax and SUVmean, margins of tumor lesions were identified
in MR images (T2 –sequence) and a volume of interest (VOI) was placed in the attenuation
corrected PET dataset around the tumour (SUVmax threshold 40%). Region of interests (ROI)
were then manually placed one each slice in the corresponding ADC map by the radiological
reader (Fig 2). In order to ensure proper positioning of the ROI, identification of the tumor
lesion was first conducted in a fused PET/T2w–Haste sequence, defining target lesions with
high FDG uptake. However, analyzing small lesions (<10mm) was conducted via manual
adjustment of polygonal ROIs, as the volume based method could not be applied sufficiently
here. In some cases, however, minor manual adjustments (due to subtle misregistrations
between PET and ADC) needed to be performed to guarantee an optimal ROI placement for
the ADC measurement. As previously described in the literature, the main factors for misalign-
ment in echo-planar imaging sequences are eddy current-induced image distortion and nonlin-
earities of the gradient coils [16].
To investigate a potential correlation between the SUV and ADC values, ADC maps were
generated by the scanner software (syngo.via, Siemens, Erlangen, Germany) using two b—val-
ues (b = 0 s/mm2, b = 800 s/mm2). The following parameters were defined: ADCmean as aver-
age ADC value for all voxels in each analyzed lesion and minimum ADC (ADCmin) as the
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lowest ADC value among all. For PET maximum SUV (SUVmax) and mean SUV (SUVmean)
were recorded for all tumor lesions.
d) Statistics
Statistical analysis was performed using IBM SPSS 20™ (SPSS Inc., Chicago, IL, USA). Data are
presented as mean +/- standard deviation (SD). Descriptive analysis was used for SUVmax,
SUVmean, ADCmean and ADCmin of primary or recurrent tumor tissue and/or lymph nodes/
metastasis separately. To estimate a correlation between ADC and SUV correlation pairs were
Fig 1. 56-year old female with histology proven recurrent lymph nodemetastasis of cervical cancer diagnosed 3 years before. Pre-operative
simultaneous 18F-FDG-PET/MRI (A) and T2-weighted MR imaging (B) show a hypermetabolic left paraaortal metastastic lymph node (arrow) with
corresponding diffusion-restriction in DWI (C) and ADC-map (D).
doi:10.1371/journal.pone.0141684.g001
Fig 2. Lesion detection and definition of tumor margins (arrow) of primary cervical cancer in fused PET/MRI T2 –HASTE–sequence (A). Manual placement
of a polygonal VOI in attenuation corrected PET images (B). ROI adjustment by manual segmentation on (C) the corresponding MRI ADC—map.
doi:10.1371/journal.pone.0141684.g002
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analyzed using Pearson’s correlation test. According to the classification system provided by
Salkin, r values between 0.8–1.0 represent a very strong correlation, between 0.6 and 0.8 a
strong correlation, between 0.4 and 0.6 a moderate correlation and between 0.2 and 0.4 a weak
correlation. Values between 0.0 and 0.2 are classified as showing a weak or no relationship
[17]. P values 0.05 were considered as statistically significant.
Results
All 31 patients successfully completed the whole-body PET/MRI examinations without any rel-
evant side effects in an appropriate examination time of 30 minutes on average for whole body
imaging. A total of 92 cancerous lesions were detected by simultaneous PET/MRI: primary
tumors (n = 14), primary metastasis (n = 29 lymph nodes) recurrent tumors (n = 14) or recur-
rent metastasis (n = 35; 34 lymph nodes and 1 liver metastasis). Values for SUV and ADC (see
S1 File) of these lesions are demonstrated in Figs 3 and 4 respectively. For primary tumors,
mean values were 24.8±14.2 for SUVmax and 13.1±8.7 for SUVmean, for primary metastasis 13.5
±6.6 for SUVmax and 8.0±4.3 for SUVmean, for recurrent tumors 17.4±5.7 for SUVmax and 10.0
±3.5 for SUVmean and for recurrent metastasis 14.5 ± 5.8 for SUVmax and 8.3±3.6 for SUVmean.
There was a significant difference between SUVmax of primary tumors and SUVmax of recur-
rent tumors (p<0.05) but not between primary and recurrent metastases (p = 0.39).
Assessment of ADC in primary tumors showed values of 0.62±0.17 x 10−3 mm/s² for
ADCmin and 1.02±0.14 x 10
−3mm/s² for ADCmean. In primary metastases values amounted to
0.64±0.16 x 10−3mm/s² for ADCmin and 1.22±0.24 x 10
−3 mm/s² for ADCmean. Analysis of
ADC parameters for recurrent tumors revealed average values of 0.62±0.18 x 10−3mm/s² for
ADCmin and 1.11±0.11 x 10
−3mm/s² for ADCmean whereas recurrent metastatic disease showed
values for ADCmin of 0.68±0.18 x 10
−3mm/s² and 1.15±0.23 x 10−3mm/s² for ADCmean. Overall
there was no significant difference between ADC values of primary or recurrent disease.
Correlation analysis revealed a moderate significant inverse correlation in primary tumors
(see Fig 5) for SUVmax versus ADCmin (r = -0.532, p = 0.05). The association between SUVmean
Fig 3. Absolute SUV of primary and recurrent cervical cancer/metastasis presented through error
bars.
doi:10.1371/journal.pone.0141684.g003
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versus ADCmin (see Fig 5), SUVmean versus ADCmean and SUVmax versus ADCmean missed the
significance threshold and showed weak correlations (r = -0.497, p = 0.07; r = -0.011, p = 0.09;
r = 0.077, p = 0.79). Primary metastasis showed weak inverse correlations for SUVmax and
ADCmin (r = -0.362, p = 0.05, see Fig 6) and moderate correlations for SUVmean and ADCmin (r
= -0.403, p = 0.03, see Fig 6)–no inverse correlations were found for SUVmean versus ADCmean
and SUVmax versus ADCmean (r = 0.209 p = 0.28; r = 0.224, p = 0.243).
In recurrent local tumor sites we found strong correlations for SUVmax versus ADCmin (r =
-0.747, p = 0.002, see Fig 7) and between SUVmean and ADCmin (r = - 0.773, p = 0.001, see Fig
7). Weak, non—significant correlations were found for SUVmean versus ADCmean and SUVmax
versus ADCmean (r = -0.391 p = 0.16; r = -0.352 p = 0.22).
In recurrent metastases, SUVmax and SUVmean showed no inverse correlation with ADCmin
(r = -0.46, p = 0.79 and r = + 0.81, p = 0.65, graphs not shown) nor with ADCmean (r = 0.20
r = 0.229; p = 0.25 p = 0.19).
Fig 4. Absolute ADC values of primary and recurrent cervical cancer/metastasis presented through error bars.
doi:10.1371/journal.pone.0141684.g004
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Discussion
With the recent development of integrated PET/MRI scanners, new possibilities for quantita-
tive molecular imaging have emerged. PET/MRI enables multimodal analysis of simulta-
neously acquired functional parameters which may contribute to a more sophisticated
characterization of tumor biology and may also help to identify markers to predict response to
therapy [18, 19].
Fig 5. Correlation analysis of different SUV and ADC in primary tumors.
doi:10.1371/journal.pone.0141684.g005
Fig 6. Correlation of SUV and ADC in primary metastasis.
doi:10.1371/journal.pone.0141684.g006
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Integration of DWI into diagnostic MR was initially used for stroke detection [20]. DWI
hereby provides valuable information about the Brownian motion of water molecules (diffu-
sion). Quantitative ADC values have been demonstrated to be negatively correlated with cellu-
larity, yielding lower ADC values for various malignancies compared to surrounding healthy,
inflammatory or scar tissue [21, 22]. In light of that, quantification and assessment of ADC
might become a valuable tool for tumor delineation, tumor characterization and evaluation of
therapy response [6, 9].
[18F-]FDG uptake correlates with the number of viable tumor cells and the resulting semi-
quantitative read-out parameter SUV serves as a key player in oncologic imaging as it is the
main non-invasive approach to quantify glucose metabolism. In numerous malignancies,
18F-FDG-PET is a useful tool to predict early response to therapy. A normalization of initial
pathological 18F-FDG uptake and a significant SUV-decrease, respectively at an early stage of
therapy is associated with an excellent prognosis and may help to identify patients who might
benefit from de-escalation of antineoplastic therapy e.g. in lymphoma and non-small-lung can-
cer [23,24,25].
Both, ADC derived by DWI and SUV from [18 F-] FDG PET are described to be useful
parameters for characterization of tumor lesions and for assessments of treatment response
[26]. However, the benefit of using both parameters complementary in the diagnosis of malig-
nant tumors and for response assessment remains unclear.
In our study, individual assessment of [18F]FDG SUVs showed significant differences
between primary tumors and primary metastases. Kidd et al. [27] evaluated the prognostic sig-
nificance of SUVmax in pelvic lymph node metastases in patients with cervical cancer and
found similar results with higher values for primary cervical tumors (average SUVmax = 14) in
comparison to primary pelvic lymph node metastases (average SUVmax = 6.9). Furthermore,
SUV of pelvic lymph node metastases was found to be predictive for treatment response in the
same study as well as pelvic recurrence risk and disease-specific survival in patients with cervi-
cal cancer during a mean follow-up time of 18 months.
Fig 7. Correlation of SUV and ADC in recurrent tumor sites.
doi:10.1371/journal.pone.0141684.g007
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Quantitative analysis of ADC has been performed in several studies for characterization and
treatment response assessment in cervical cancer. Xue et al. [28] concluded that ADC values
are helpful in assessing pathological subtypes and in differentiating cervical cancers by showing
significantly different values for ADCmean and ADCmin for adenocarcinomas, squamous cell
carcinomas or poorly differentiated tumors. Another uni-modal MRI study dealing with the
value of DWI in diagnosis of lymph node metastasis in patients with cervical cancer [29]
showed a statistically significant difference in ADCmean and ADCmin between metastatic and
non-metastatic lymph nodes. In our study we could not find significant differences between
ADC values of primary/recurrent tumors compared to primary/recurrent metastases.
Our study demonstrated an inverse correlation between SUVs and ADC values in primary
and recurrent tumors. This main study finding in the largest cohort of cervical cancer patients
so far imaged by integrated PET/MRI is supporting the theory of decreased ADC values which
is indicating increased cellularity [9]. Similar findings [5] show that an increased FDG uptake
also correlates with high cellularity of viable tumor cells and high tissue metabolism. Regarding
the overall correlation of these two distinct parameters, existing literature describes inhomoge-
neous results for non-simultaneous image acquisition with PET/CT and standalone MRI for
assessment of absolute SUVmax/mean and ADCmin/mean values [30, 13]. However, Ho et al. [30]
demonstrated a significant inverse correlation between the rADCmin, which is the relative ADC
defined by ADCmin/ADCmean, and SUVmax in primary cervical cancer with sequential PET/CT
and MR. In a study performed by Nakajo et al. [31], 44 patients with breast cancer received a
preoperative PET/CT and MRI (including DWI) within an average of 17 days between both.
SUVmax and ADC (r = -0.486, p = 0.001) were significantly associated with histological grade,
nodal status and vascular invasion. In another study by Mori et al. [32], a total of 104 patients
with malignant pulmonary nodules were examined by PET/CT and MRI within a 2-week
period showing an inverse correlation between SUVmax and ADCmin. Contrary to these results,
other data for breast tumor patients examined with PET/CT and MRI indicate only a weak,
non-significant inverse association [33]. For head and neck tumors, Varoquaux et al. [13]
described ADC and SUV as independent biomarkers. In contrast to these studies, in our study
SUV and ADC were determined simultaneously with an integrated PET/MRI resulting in
reduced registration artifacts due to an exact image fusion. Recently published data about the
correlation of ADC and SUV in simultaneous PET/MRI imaging show significant inverse cor-
relations between the ADCmean and SUVmax in non-small cell lung cancer [34, 35] and an
inverse correlation between SUVmax and ADCmin in a patient cohort of 19 women suffering
from cervical carcinoma [14]. Compared to the latter study our results indicate almost similar
correlations between the SUV and ADC of patients with cervical carcinomas and FDG-avid
lymph nodes. This was even though ADC quantification is known to be susceptible to physical
alterations depending on the choice of the b-values, which were slightly different in the above
study [14]. Compared to the above-mentioned study of Ho et al. [30], where only the rSUV
and rADC seemed to correlate inversely, we found a direct inverse correlation of SUV and
ADC. Demonstrating an overall inverse correlation we found the highest correlation coeffi-
cients for SUVmax vs. ADCmin and SUVmean vs. ADCmin for recurrent cervical cancer and
weaker associations for primary cervical tumor sites. These findings might indicate differences
within the genomic profile of primary and recurrent cervical cancer. As described by Martin
et al. [36] and Hagemann et al. [37] genomic profiling and identification of different biomark-
ers are important to understand the pathogenesis of cervical cancer. Hagemann et al. tried to
identify in both, lymph node micrometastases and recurrent cervical tumours up- or downre-
gulated genes involved in several molecular pathways such as angiogenesis, oncogenic path-
ways, DNA repair mechanisms, migration, cell proliferation and apoptosis. The authors
described, that in lymph node micrometastases most genes were downregulated or showed
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expressions equal to the levels found in matched primary cervical cancer. In recurrent cancer,
almost all genes were upregulated at least two-fold compared to the expression profiles of pri-
mary cervical tumours, according to the authors possibly reflecting their aggressive biological
behavior. Only two genes, the proapoptotic gene BAX and the tumour suppressor gene APC
has been found to be consistently downregulated in lymph node metastases and recurrent cer-
vical cancer [37]. Regarding our results, the stronger association of glucose metabolism and cel-
lularity in recurrent cervical cancer compared to primary cervical cancer might also be
influenced by different levels of gene expression in several molecular pathways.
As also described by Vanderhoek et al. [38], different SUVmeasures (SUVmax, SUVmean
or SUVpeak) assess different tumor characteristics. SUVmax is measuring the tumor region of
most intense metabolism, while SUVmean assesses overall metabolism in the tumor. As tumors
tend to be heterogeneous, average metabolism and also average response to therapy of the entire
tumor might be different from metabolism of one particular subregion within the tumor.
Assessment of tumor characteristics and treatment response using multiple SUV measures
may offer a more complete tumor characterization. Furthermore, a combination of SUV mea-
sures might provide a more detailed tumor characterization.
SUVmean is described to have better reproducibility than SUVmax, which probably gives a
less accurate result since SUVmax is only a single voxel-derived value. Regarding our results,
the demonstrated significant inverse correlation between SUVmax and ADCmin in primary
cervical cancer (without a significant association between SUVmean and ADCmin) might not
be as robust as the significant inverse correlation of both, SUVmax and ADCmin and SUV-
mean and ADCmin in primary metastases.
This study has limitations that may have impacted the results. A direct histopathological or
immunohistochemistry correlation was not performed but possibly would provide even deeper
insights into tumor proliferation and thus the correlation of multifunctional PET/MR parame-
ters. Another limitation is that only lesions were included that could be detected on both
modalities. However, as we wanted to investigate a potential correlation of these parameters in
a simultaneous hybrid system we needed to include only lesion visible in both modalities. Fur-
thermore, due to performance of PET/CT prior to PET/MRI in our patient cohort, the average
uptake time for FDG in PET/MRI is approximately 130 minutes, which could probably influ-
ence SUV measurements.
Conclusion
The current study demonstrates the feasibility of a fast, reliable and simultaneous measurement
of SUV and ADC values in an integrated PET/MRI. We found significant inverse correlations
between SUV and ADC values in patients with primary or recurrent cervical cancer and metas-
tases. The correlation of these parameters may contribute to a more sophisticated characteriza-
tion of tumor biology in cervical cancer.
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2.5. Simultane 18F-FDG PET/MRT: Assoziationen zwischen Diffusion, 
Glukosemetabolismus und histopathologischen Parametern bei Patienten mit 
Plattenepithelkarzinomen der Kopf-Hals-Region 
In Fortführung unserer Untersuchungen bei Kopf-Hals-Tumoren war der nächste Schritt, 
nicht nur die Parameter der hybriden Bildgebung miteinander zu korrelieren, sondern deren 
Übereinstimmung mit histopathologischen Parametern zu testen. Hierfür wurden Patienten 
mit primären Plattenepithelkarzinomen eingeschlossen. Bei diesen wurden aus den 
PET/MRT-Untersuchungen die funktionellen Parameter der Diffusion und des 
Glukosestoffwechsels im Tumor ermittelt. In Zusammenarbeit mit der Pathologie wurden aus 
den histopathologischen Untersuchungen diverse Parameter ermittelt, unter  anderem die 
Zellzahl, die Kernfläche und der Proliferationsindex im Tumor. 
In den folgenden Analysen zeigte sich, dass die Diffusionseigenschaften im Tumorgewebe, 
die mit dem ADC-Wert quantifiziert werden können, mit dem Proliferationsindex korrelieren. 
Eine Kombination der Parameter Diffusion und Glukosestoffwechsel (SUVmax/ADCmin) 
korreliert mit der durchschnittlichen Kernfläche im Tumor. 
Künftige Untersuchungen an größeren Patientenkollektiven müssen zeigen, wie zuverlässig 
solche Vorhersagen zum Tumorverhalten aus der Bildgebung abzuleiten sind. Sollten sich 
diese Ergebnisse reproduzieren lassen, kommt man dem Ziel näher, auf Gewebeentnahmen zu 
verzichten und Therapieentscheidungen alleine anhand der Bildgebung treffen zu können. 
Die genannte Studie wird als fünfter Teil der Habilitationsschrift aufgelistet [141]. 
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s u m m a r y
Objectives: To analyze possible associations between functional simultaneous 18F-FDG-PET/MR imaging
parameters and histopathological parameters in head and neck squamous cell carcinoma (HNSCC).
Material and Methods: 11 patients (2 female, 9 male; mean age 56.0 years) with biopsy-proven primary
HNSCC underwent simultaneous 18F-FDG-PET/MRI with a dedicated head and neck protocol including
diffusion weighted imaging. For each tumor, glucose metabolism was estimated with standardized
uptake values (SUV) and diffusion restriction was calculated using apparent diffusion coefficients (ADC).
The tumor proliferation index was estimated on Ki 67 antigen stained specimens. Cell count, total nucleic
area, and average nucleic area were estimated in each case. Pearson’s correlation coefficient was used to
analyze possible associations between the estimated parameters.
Results: The mean SUVmax value was 24.41 ± 6.51, and SUVmean value 15.01 ± 4.07. Mean values
(103 mm2 s1) of ADC parameters were as follows: ADCmin: 0.65 ± 0.20; ADCmean: 1.28 ± 0.18; and
ADCmax: 2.16 ± 0.35. Histopathological analysis identified the following results: cell count
1069.82 ± 388.66, total nucleic area 150771.09 ± 61177.12 lm2, average nucleic area 142.90 ± 57.27 lm2
and proliferation index 49.09 ± 22.67%. ADCmean correlated with Ki 67 level (r = 0.728, p = 0.011) and
total nucleic area (r = 0.691, p = 0.019) and tended to correlate with average nucleic area (r = 0.527,
p = 0.096). ADCmax correlated with Ki 67 level (r = 0.633, p = 0.036). SUVmax also tended to correlate with
average nucleic area (r = 0.573, p = 0.066). Combined parameter SUVmax/ADCmin correlated with average
nucleic area (r = 0.627, p = 0.039).
Conclusion: ADC and SUV values showed significant correlations with different histopathological param-
eters and can be used as biological markers in HNSCC.
 2016 Elsevier Ltd. All rights reserved.
Introduction
Nowadays, magnetic resonance imaging (MRI) and
18F-fluorodesoxyglucose positron emission tomography/computed
tomography (18F-FDG-PET/CT) are integrated in the work-up of
head and neck cancer patients [1–3]. Regarding the use of
PET/MRI in these patients there are discrepant findings reported
in literature. Partovi et al. [1] reported that 18F-FDG-PET/MRI and
18F-FDG-PET/CT provide comparable results in the detection of pri-
mary tumor, lymph node and distant metastases. Other authors
found similar results [2,3]. However, Loffelbein et al. found that
PET/MRI showed some advantages in comparison to PET/CT in
the head and neck region [4]. They recently published a retrospec-
tive study comparing the diagnostic accuracy of retrospective
PET–MRI fusion with MRI alone and 18F-FDG PET/CT. The authors
suggested that for morphologic imaging multimodal PET/MRI is
beneficial because of the superior soft tissue contrast and fewer
artifacts from dental implants [4]. In addition, MRI allows
functional imaging, such as the assessment of perfusion with
dynamic contrast-enhanced MRI [4]. Furthermore, MRI can be
http://dx.doi.org/10.1016/j.oraloncology.2016.04.009
1368-8375/ 2016 Elsevier Ltd. All rights reserved.
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completed by diffusion weighted imaging (DWI), which provides
additional information regarding tumor texture [5–7]. For example
in HNSCC, DWI correlated with cell density [7]. However, according
to Queiroz et al. the use of DWI as part of PET/MRI to evaluate head
and neck cancers does not provide diagnostically relevant informa-
tion [8]. The authors also stated that the use of DWI might not be
needed in clinical PET/MRI protocols for the staging or restaging of
head and neck cancers [8].
Similarly, Grueneisen et al. reported that DWI in PET/MR imag-
ing has no diagnostic benefit for whole-body staging of women
with pelvic malignancies [9].
Varoquaux et al. [10] mentioned that HNSCC causes a decreased
apparent diffusion coefficient (ADC) on DWI and an increased stan-
dardized uptake value (SUV) on 18F-FDG-PET/CT, so ADC and SUV
may be used as independent biomarkers in HNSCC. Furthermore,
a statistical not significant trend towards higher SUV and lower
ADC was observed with increasing tumor dedifferentiation [10].
In addition, Nakajo et al. reported a significant inverse correlation
of pretreatment primary tumor ADC and SUV with a similar poten-
tial to predict disease free survival of patients with HNSCC [11].
Baba et al. [12] investigated breast tumors and indicated that
SUV and ADC were helpful parameters in differentiating benign
from malignant breast tumors. The authors observed significant
differences in ADC and SUV between benign and malignant breast
tumors [12]. Moreover, a new parameter SUV/ADC was introduced
by the authors [12]. Using SUV/ADC produced better results than
SUV or ADC alone in differentiating benign from malignant tumors
[12]. In addition, high SUV was found to correlate with larger
tumor size, higher nuclear grade, and the triple-negative hormonal
receptor profile [12]. High ADC was revealed to be correlated with
negative progesterone receptor and positive human epidermal
growth factor receptor 2 profiles [12].
These controversial findings regarding the role of glucose meta-
bolism and DWI in tumor diagnosis and characterization may be
related to the fact that both parameters may be associated with
different tumor tissue features.
The purpose of this study was to analyze possible associations
between functional parameters derived from simultaneous 18F-
FDG-PET/MRI and histopathological parameters in patients with
HNSCC.
Material and methods
This prospective study was approved by the institutional review
board.
Patients
11 patients with primary HNSCC were included into the study.
There were 2 women and 9 men with a median age of 56 years
mean age 56.0 ± 5.5 years, range 49–66 years (Table 1). In all cases
the diagnosis was confirmed by histopathology.
PET/MRI acquisition
All 11 patients underwent an 18F-FDG-PET/CT protocol on a Sie-
mens Biograph 16 PET/CT scanner and a simultaneous whole-body
PET/MR after a fasting period of at least 6 h. Detailed descriptions
of the technical aspects were reported in previous publications
[3,13]. In 14 of 16 patients PET/CT was performed first and then
PET/MRI, in two patients PET/MRI was performed prior to PET/CT
due to logistic reasons. Administration of 18F-FDG was performed
once for both studies, depending on body weight (5 MBq/kg, range
205–396 MBq). Postinjection median uptake time was 84 min
(range 60–120 min) for the first imaging study and 194 min (range
150–260 min) for the second imaging study. For attenuation cor-
rection a coronal 3D-encoded gradient-echo sequence (Dixon-
VIBE) was used.
In addition to a whole-body examination the neck region was
investigated by using a combined head-and-neck coil. Additional
axial T1-weighted turbo spin echo (TSE), T2-weighted TSE
sequences with fat suppression and coronal T2-weighted TIRM
sequences were performed. DWI was obtained with an axial
DWI-EPI sequence (TR/TE 8620/73 ms, slice thickness 4 mm, voxel
size 3.2  2.6  4.0 mm, b-values of 0 and 800 s/mm2).
Furthermore axial and coronal fat saturated T1-weighted TSE
sequences and an axial contrast enhanced T1-weighted VIBE
sequence were conducted after intravenous application of contrast
medium (Gadovist, Bayer Healthcare, Leverkusen, Germany),
0.1 mmol per kg of bodyweight.
Image analysis
PET data sets were reviewed on a commercially available work-
station (Syngo.Via, Siemens Healthcare, Erlangen, Germany) by one
radiologist (MG) and one board certified nuclear medicine physi-
cian (SP) with 4 and 7 years of experience in head and neck CT,
MR and PET/CT imaging, respectively. For all tumors, mean and
maximum SUV were analyzed in the PET dataset of the neck with
the nuclear medicine physician plotting an isocontour volume of
interest (VOI) around the tumor (SUVmax threshold 40%).
ADC maps were automatically generated by the implemented
software. Regions of interest (ROI) were manually drawn on the
ADC maps along the contours of the tumor on each slice in cogni-
tive fusion with the complete MRI and PET datasets as reported
previously [14].
In all lesions minimal ADC values (ADCmin), mean ADC values
(ADCmean), and maximal ADC values (ADCmax) were estimated
(Figs. 1–3).
Furthermore, combined parameters SUVmax divided by ADCmin
(SUVmax/ADCmin) and SUVmax divided by ADCmean (SUVmax/ADCmin)
were calculated.
Histopathological analysis
In all cases the diagnosis was confirmed by biopsy. The avail-
able pathological specimens were re-analyzed for the current
study.
The tumor proliferation index was estimated on Ki 67 antigen
stained specimens by using MIB-1 monoclonal antibody
(DakoCytomation, Denmark) as reported previously [15,16]. The
area with the highest number of positive tumor nuclei was selected
for the analysis.
Furthermore, the Ki 67 antigen stained samples were digitalized
by using a research microscope Jenalumar (Zeiss, Jena, Germany),
with camera Diagnostic instruments 4.2., magnification 400.
The digital color images (uncompressed TIFF) were analyzed by
using ImageJ software 1.48v (National Institutes of Health Image
program) with a Windows operating system [14,15]. All images
Table 1
Clinical data of the investigated patients.
Case Age Sex T stage N stage M stage
1 54 m 3 2b 0
2 57 m 2 2b 0
3 50 m 4 3 0
4 56 m 3 1 1
5 61 m 3 3 0
6 66 f 3 2b 0
7 49 m 4a 2c 0
8 50 m 4b 2b 1
9 57 f 4a 2c 0
10 54 m 3 2c 0
11 63 m 3 3 0
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were converted to a black and white binary image by setting the
image threshold as reported previously [17,18]. The threshold
selected image parts were further analyzed using the Analyze Par-
ticles tool. Nucleic count (cell count), total nucleic area, and aver-
age nuclei area were estimated in every case.
Statistical analysis
Statistical analysis and graphics creation was performed
using GraphPad Prism (GraphPad Software, La Jolla, CA, USA).
All measurements were normally distributed according to
Fig. 1. Simultaneous 18F-FDG-PET/MRI and histopathological findings in a patient with diagnosed squamous cell carcinoma. 18F-FDG-PET imaging (a) and fused 18F-FDG-PET/
T1 weighted TSE MR image (b) documenting a large lesion at the right side. SUVmax = 26.62, SUVmean = 15.46. Additionally, large right sided lymph node swelling is also seen.
(c) ADC map. The ADC values (103 mm2 s1) of the primary lesion are as follows: ADCmin = 0.67, ADCmean = 1.31, and ADCmax = 2.59. (d) Immunohistochemical stain (MIB-1
monoclonal antibody). Ki 67 index = 30% and cell count = 1018. (e) ‘‘Particles tool” analysis image. The total nucleic area is 130398.75 lm2, the average nucleic area is 128.47
lm2.
Fig. 2. Imaging and histopathological findings in pharyngeal squamous cell carcinoma. 18F-FDG-PET imaging (a) and fused 18F-FDG-PET/T1 weighted TSE MR image (b)
showing a large left sided pharyngeal lesion. SUVmax = 22.97, SUVmean = 12.77. (c) ADC map of the tumor. ADCmin = 0.34  10
3 mm2 s1, ADCmean = 1.21  10
3 mm2 s1, and
ADCmax = 1.94  10
3 mm2 s1. (d) Immunohistochemical stain (MIB-1 monoclonal antibody). Ki 67 index = 75% and cell count = 943. (e) ‘‘Particles tool” analysis image. Total
nucleic area = 172051.82 lm2, average nucleic area = 180.34 lm2.
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Kolmogorov–Smirnov-test. Collected data were evaluated by
means of descriptive statistics (absolute and relative frequencies).
Pearson’s correlation coefficient was used to analyze the associa-
tion between ADC/SUV values and histological parameters.
P-values <0.05 were taken to indicate statistical significance in
all instances.
Results
For all tumors the mean SUVmax was 24.41 ± 6.51, the mean
SUVmean was 15.01 ± 4.07 (Figs. 1–3).
Mean values of ADC parameters were as follows: ADCmin:
0.65 ± 0.20  103 mm2 s1; ADCmean: 1.28 ± 0.18  10
3 mm2 s1;
and ADCmax: 2.16 ± 0.35  10
3 mm2 s1 (Figs. 1–3). The mean val-
ues of the calculated combined parameters SUVmax/ADCmin and
SUVmax/ADCmean were 41.57 ± 16.79 and 19.47 ± 6.23, respectively.
Histopathological analysis identified the following results:
mean cell count was 1069.82 ± 388.66, mean total nucleic area
was 150771.09 ± 61177.12 lm2 and mean average nucleic area
was 142.90 ± 57.27 lm2. The mean level of the proliferation index
was 49.09 ± 22.67%. A complete overview of the results including
median values and ranges is given in Table 2.
There was no significant correlation between different ADC
parameters and SUVmax or SUVmean (Table 3). Furthermore, we cor-
related the estimated histopathological parameters with SUV and
ADC values. All relevant correlation parameters are put together
in Table 4.
ADCmean inversely correlated with Ki 67 level (r = 0.728,
p = 0.011) and total nucleic area (r = 0.691, p = 0.019) and had a
tendency to correlate with average nucleic area (r = 0.527,
p = 0.096) (Fig. 4).
Fig. 3. (a) 18F-FDG-PET imaging documenting a right sided lesion with an intensive tracer accumulation: SUVmax = 31.76, SUVmean = 19.85. Additionally, large cervical lymph
node metastases are seen. (b) Fused image of simultaneously acquired 18F-FDG-PET and T1 weighted TSE MR images. (c) ADC map. The ADC values ( 103 mm2 s1) of the
primary tumor are as follows: ADCmin = 0.55, ADCmean = 1.16, and ADCmax = 1.97. (d) Histopathological investigation after biopsy confirmed the diagnosis of squamous cell
carcinoma. Immunohistochemical stain (MIB-1 monoclonal antibody). Ki 67 index = 80%, cell count = 789. (e) ‘‘Particles tool” analysis image. The total nucleic area is
202356.0 lm2, the average nucleic area is 256.92 lm2.
Table 2
Estimated parameters of HNSCC.
Parameters M ± SD Median Range
SUVmax 24.41 ± 6.51 26.62 11.14–31.76
SUVmean 15.01 ± 4.07 15.46 6.780–19.85
ADCmin, 10
3 mm2 s1 0.65 ± 0.20 0.58 0.34–1.01
ADCmean, 10
3 mm2 s1 1.28 ± 0.18 1.23 1.08–1.72
ADCmax, 10
3 mm2 s1 2.16 ± 0.35 1.99 1.82–3.01
SUVmax/ADCmin 41.57 ± 16.79 39.73 12.95–67.56
SUVmax/ADCmean 19.47 ± 6.23 20.32 8.7–27.38
Cell count 1069.82 ± 388.66 1018 313–1657
Ki 67, % 49.09 ± 22.67 45 20–80
Total nucleic area, lm2 150771.09 ± 61177.12 144510.33 21,227–252,128
Average nucleic area, lm2 142.90 ± 57.27 155.16 66.71–256.92
Table 3
Correlations between ADC and SUV parameters.
Parameters SUVmax SUVmean
ADCmean r = 0.318 r = 0.255
p = 0.340 p = 0.450
ADCmin r = 0.155 r = 0.027
p = 0.650 p = 0.937
ADCmax r = 0.264 r = 0.281
p = 0.433 p = 0.519
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Also ADCmax inversely correlated with Ki 67 level (r = 0.633,
p = 0.036) and tended to correlate with total and average nucleic
areas (r = 0.753, p = 0.008 and r = 0.549, p = 0.080, respectively)
(Table 4).
Furthermore, SUVmax and SUVmean tended to correlate with
average nucleic area (in both cases, r = 0.573, p = 0.066). There
was no significant correlation between SUVmax or SUVmean and cell
count or Ki 67 level (Table 4).
Finally, SUVmax/ADCmean correlated well with average nucleic
area (r = 0.627, p = 0.039) and SUVmax/ADCmin had a tendency to
correlate with average nucleic area (r = 0.582, p = 0.060).
There were no significant differences between the estimated
parameters of diffusion and glucose metabolism in T3 and T4
tumor stages (Table 5).
Discussion
Our study identified several significant associations between
SUV, ADC and histopathological parameters in HNSCC.
It is well known that malignant tumors have lower ADC values
in comparison to benign lesions [5,6]. For instance, Sasaki et al.
showed in their study that sinonasal carcinomas had statistically
significant lower ADC values in comparison to benign and inflam-
matory disorders [6]. Furthermore, some studies found that ADC-
values were associated with several histological parameters, such
as proliferation marker Ki 67 and cell count [7,19,20]. It has been
shown that ADC correlated well with cell count/density in different
epithelial malignancies, such as prostatic cancer, and renal cell car-
cinoma [19,20]. These relationships were also found in head and
neck cancers. For example, Driessen et al. identified significant cor-
relations between ADC and cell count, nuclear areas, and nuclear-
cytoplasmatic ratio in laryngeal and hypopharyngeal carcinomas
[7]. However, this does not apply for all tumors. For example, no
correlation between ADC and cellularity was found in cervical
and mediastinal lymphoma [21].
Some authors reported for HNSCC significant associations
between SUV in 18F-FDG-PET and histopathological biomarkers
like p53, an important gene in the regulation of apoptosis
[22,23]. So Grönroos et al. [22] mentioned that SUV was higher
in aggressive HNSCC with low apoptosis rate and high expressions
of mutated p53 and Vascular Endothelial Growth Factor (VEGF).
Yokobori et al. [23] investigated twenty-seven patients with squa-
mous cell carcinoma and observed a significant correlation
between SUVmax and the expression of L-type amino acid trans-
porter 1.
In agreement with previous reports, the present study shows
significant associations between different ADC parameters and Ki
67. Moreover, statistically relevant correlation between ADCmean
and total nucleic area was identified. In addition, our study showed
that SUVmax and SUVmean tended to correlate with average nucleic
area. Furthermore, new parameters SUVmax/ADCmean and SUVmax/
ADCmin also showed associations with average nucleic areas. To
Table 4
Identified correlations between diffusion, glucose metabolism and histopathological parameters.
Parameter Cell count Ki 67, % Total nucleic area, lm2 Average nucleic area, lm2
SUVmax r = 0.300 r = 0.261 r = 0.391 r = 0.573
p = 0.370 p = 0.438 p = 0.235 p = 0.066
SUVmean r = 0.364 r = 0.183 r = 0.318 r = 0.573
p = 0.272 p = 0.590 p = 0.340 p = 0.066
ADCmean r = 0.418 r = 0.728 r = 0.691 r = 0.527
p = 0.201 p = 0.011 p = 0.019 p = 0.096
ADCmin r = 0.055 r = 0.416 r = 0.273 r = 0.155
p = 0.873 p = 0.203 p = 0.417 p = 0.650
ADCmax r = 0.496 r = 0.633 r = 0.753 r = 0.549
p = 0.120 p = 0.036 p = 0.008 p = 0.080
SUVmax/ADCmin r = 0.291 r = 0.503 r = 0.455 r = 0.582
p = 0.385 p = 0.114 p = 0.160 p = 0.060
SUVmax/ADCmean r = 0.127 r = 0.371 r = 0.491 r = 0.627
p = 0.709 p = 0.262 p = 0.125 p = 0.039
Fig. 4. Correlations between DWI, glucose metabolism and histopathological parameters. Statistical analysis documenting significant correlations between ADCmean and Ki 67
level (r = 0.728, p = 0.011) (a) and ADCmean and total nucleic area (r = 0.691, p = 0.019) (b). A significant correlation between SUVmax/ADCmean and average nucleic area
(r = 0.627, p = 0.039) is also shown (c).
Table 5
Comparison of imaging parameters between T3 and T4 tumor stages.
Parameters T3 stage T4 stage p values
SUVmax 23.42 ± 5.17 29.21 ± 2.36 0.11
SUVmean 14.49 ± 3.27 17.86 ± 1.84 0.17
ADCmin, 10
3 mm2 s1 0.60 ± 0.22 0.65 ± 0.18 0.76
ADCmean, 10
3 mm2 s1 1.30 ± 0.24 1.25 ± 0.87 1.0
ADCmax, 10
3 mm2 s1 2.20 ± 0.43 2.15 ± 0.29 1.0
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the best of our knowledge, these results have not been reported
previously. No significant correlation between SUVmax or SUVmean
and Ki 67 was found, indicating that the profliferation pathway is
not strongly associated with an increased glucose metabolism. Pre-
sumably, SUV should be associated with the proliferation index.
However, some previous studies also did not show any correlations
between these parameters [24,25]. As mentioned in a review by
Deng et al., in cancer patients 18F-FDG uptake showed a moderate
positive correlation with tumor cell proliferation [26]. However,
different tumor types exhibited varied degrees of correlation
[26]. The authors indicated that correlation between 18F-FDG
uptake and Ki 67 expression was extremely significant in thymic
epithelial tumors, significant in gastrointestinal stromal tumors,
moderate in patients with lung, breast, bone and soft tissue, pan-
creatic, oral, uterine and ovarian cancers, average in brain, esopha-
geal and colorectal cancers, and poor in head and neck, thyroid,
gastric tumors and malignant melanoma [26]. These findings are
difficult to explain. However, they suggest that several malignan-
cies can show different associations between glucose metabolism
and 18F-FDG-uptake in PET, respectively and histopathological
parameters.
According to Nakajo et al. [11] DWI and 18F-FDG-PET findings
can show different relationships. In addition, the authors reported
that SUVmax and ADC correlated significantly and negatively and
both may have similar potential to predict disease-free survival
or disease events of head and neck cancer [11]. However, other
authors did not find these associations [27,28]. For example in
the analysis of Choi et al., there was no significant correlation
between SUV and ADC in HNSCC [27]. Similar results were also
reported by Fruehwald-Pallamar et al. [28].
In the present study, also no significant correlation between dif-
ferent ADC parameters and SUV were identified. However, DWI
and SUV values seem to reflect different histopathological features
of HNSCC. Therefore, it may be postulated that ADC and SUV are
independent biomarkers and complement one another. Further-
more, our study showed that new parameters SUVmax/ADCmin
and SUVmax/ADCmean can also be used to characterize histopatho-
logical features of HNSCC.
Moreover, our results may explain previous findings which sug-
gested that tumors with high SUV values and low ADC had a more
aggressive behavior and a poorer prognosis [23]. For other tumors,
like breast cancer or gliomas, it has also been reported that nuclear
size features were reliable prognostic indicators and lesions with
large nuclei had a worse prognosis [29,30].
Some previous reports compared DWI and/or SUV values
between different tumor stages in HNSCC. For example, Shi et al.
found that the sum of SUVmax of primary tumor and cervical
lymph nodes (total SUVmax) was an independently predictive factor
for distant metastasis in patients of nasopharyngeal carcinoma
[31]. In the present study, no significant differences in SUV and
ADC values were identified between T3 and T4 tumor stages.
Because of the small group of the investigated patients, no other
analyses, for example between N or M stages, could be performed.
According to the literature, SUV and/or ADC values can be used
as prognosis factors in patients with HNSCC. Recently, Preda et al.
reported that patients with SUVmax tumor/background ratioP5.75
had an overall worse prognosis [32]. Additionally, high ADCmin also
significantly predicted a worse prognosis, with adjusted hazard
ratio = 3.11 [32]. Furthermore, Ng et al. identified SUVmax > 19.44
as independent risk factor for progression-free survival and overall
survival rates [33].
Presumably, the possibility to use of the reported imaging find-
ings as prediction factors may be due to associations of them with
histological features of neck cancer. In fact, our study detected sev-
eral significant correlations between SUV, ADC and histopatholog-
ical parameters can explain the results of previous investigations.
It has been reported that PET/MRI co-registration might become
a useful tool in the planning of image-based surgery and radiother-
apy, image-guided radiotherapy, and the determination of the level
of follow-up in the treatment of the various cancer types [34]. For
instance, Covello et al. showed the feasibility of PET/MR imaging
for primary tumors and recurrent tumors evaluations of head/neck
malignant lesions [35]. The authors suggested that PET/MR can
better characterize HNSCC [35]. Other authors also mentioned that
MR imaging and 18F-FDG PET/CT imaging are complementary to
each other in the assessment of HNSCC at different stages of the
disease [36]. The present analysis provides new information
regarding associations between diffusion, glucose metabolism
and histopathological parameters in HNSCC and, therefore, empha-
sizes the potential of PET/MRI in evaluation of neck cancer.
Our study has several limitations. First, results are based on a
small number of patients. Second, it focussed on the search of pos-
sible associations between ADC, SUV and histomorphological fea-
tures in HNSCC. Associations with other functional tumor
parameters, such as cell cycle regulator and/or apoptosis factors
were not analyzed. Additionally, further analyses with more speci-
fic PET tracers for imaging hypoxia like 18F-fluoromisonidazole
(18F-FMISO), 18F-fluoroazomycin-arabinoside (18F-FAZA) or for
imaging proliferation like 18F-fluorothymidine (18F-FLT) could be
performed to gain further insight into the molecular pathways
underlying tracer uptake and further possible associations of func-
tional parameters in HNSCC.
Clearly, further investigations with more patients are needed to
study possible associations between PET/MRI findings and tumor
behavior.
In conclusion, the present study identified different associations
between 18F-FDG-PET and DWI findings and histopathological
parameters in HNSCC. ADCmean showed statistically significant
inverse correlations with Ki 67, and total nucleic area of tumors.
SUVmax tended to correlate with average nucleic area. A new
parameter SUVmax/ADCmean also correlated well with average
nucleic areas.
Therefore, ADC and SUV values can be used as complementary
biological markers in HNSCC. In the future, 18F-FDG-PET/MRI might
help in non-invasive characterization of tumors and allow a prog-
nostic stratification.
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3. Ausblick mit Übersichtsartikel
„Molekulare Bildgebung bei Kopf-Hals-Tumoren“ 
Das Feld der Hybriddiagnostik mit PET/MRT wurde gerade erst betreten und es bleiben noch 
sehr viele Fragen offen. Bereits nach den ersten Jahren wird jedoch deutlich, dass die 
PET/MRT nicht einfach die „bessere“ PET/CT ist. Alle bisherigen Untersuchungen, die einen 
direkten Vergleich der diagnostischen Genauigkeit vornahmen, konnten bei den hierfür 
klassischerweise herangezogenen Parametern (Sensitivität, Spezifität, positiver und negativer 
Prädiktivwert) lediglich eine Vergleichbarkeit der Methoden konstatieren, jedoch keine 
Vorteile der PET/MRT [142]. Stattdessen rücken immer mehr die Fragestellungen in den 
Fokus, die nur mit einer multiparametrischen Bildgebung wie der PET/MRT beantwortet 
werden können. Hierunter fallen Fragen wie: Gibt es funktionelle Bildgebungsparameter, die 
miteinander korrelieren? Oder sind die Daten komplementär in ihrer Aussagekraft zur 
Charakterisierung des (Tumor-)Gewebes? Können die Parameter aus der Bildgebung das 
histopathologische Bild des Tumors vorhersagen? Können Sie Ergebnisse liefern zur 
Charakterisierung des biologischen Verhaltens des Tumors? Können Sie Therapieerfolge 
vorhersagen? 
Eine Übersichtsarbeit zum aktuellen Stand der molekularen Bildgebung bei Kopf-Hals-
Tumoren mit einem entsprechenden Blick auf die Perspektiven wird an dieser Stelle als 
letzter Teil der Habilitationsschrift eingefügt [143]. 
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Schon während der Entwicklung der
erstenPositronenemissionstomogra-
phie-Magnetresonanztomographie-
Systeme (PET-MRT) wurden Hoff-
nungen geäußert, dass diese neue
Bildgebungsmodalität Fortschritte
auf demGebiet der Tumordiagnostik
bringen könnte. Häufig wurde dabei
insbesondere der Bereich der Kopf-
Hals-Tumoren benannt. Hier weist
die bisher etablierte Diagnostik mit
Computertomographie (CT), MRT
und PET-CT aufgrund der komplexen
Anatomie, verschiedener Artefak-
te und der Lagerungsvariabilität
noch Einschränkungen auf. Dieser
Artikel fasst die bisherigen Ergeb-
nisse der PET-MRT-Diagnostik bei
Kopf-Hals-Tumoren zusammen und
gibt einen Ausblick auf kommende
Entwicklungen.
Hintergrund
Tumoren der Kopf-Hals-Region ran-
gieren an sechster Stelle der Häufigkeit
von Tumorerkrankungen und gehen im
Allgemeinen mit einer relativ schlechten
Prognose einher [1]. Die Überlebens-
wahrscheinlichkeit sinkt deutlich bei
fortgeschrittenen Tumorstadien und
vorhandenen Lymphknotenmetastasen.
Laut dem amerikanischen Cancer Re-
port aus dem Jahr 2008 fällt die 5-Jahres-
Überlebensrate von 82% bei einem lo-
kalen Tumorwachstum auf 52% bei
nachgewiesenen Lymphknotenmetasta-
sen und auf 27% bei Fernmetastasen
[2]. Die Detektion des Primärtumors
beruht vorwiegend auf der klinischen
Untersuchung, die Bildgebung ist jedoch
essenziell für das Tumorstaging. Wäh-
rend Tumoren niedriger Stadien häufig
nur operativ behandelt oder bestrahlt
werden, ist bei höheren Stadien eine si-
multane Radiochemotherapie oder eine
Kombination aus Operation und adju-
vanter Radio(chemo)therapie indiziert
[3]. In der Nachsorge der therapier-
ten Patienten hat die Bildgebung einen
hohen Stellenwert zur Detektion loko-
regionärer Rezidive und hämatogener
Metastasen.
Mit den inzwischen verfügbaren se-
quenziellen oder simultanen PET-MRT-
Systemen ist eine neue Bildgebungsmo-
dalität vorhanden, deren zusätzlicher
Nutzen in diesem Artikel speziell be-
leuchtet wird. Vor der Einführung von
Ganzkörper-PET-MRT-Systemen wur-
de im Jahr 2006 ein PET-Insert vor-
gestellt, das innerhalb eines 3-T-MRT
positioniert werden konnte und eine
kombinierte, simultane PET-MRT-Di-
agnostik des Gehirns und der oberen
Halsregion erlaubte [4]. Boss et al. [5]
beschrieben die Machbarkeit einer kom-
binierten PET-MRT-Untersuchung mit
diesem System bei Tumoren im oberen
Halsbereich. Da aber die anatomische
Abdeckung der PET mit diesem Insert
lediglich bis zum zervikalen Lymphkno-
tenlevel II reichte,wareineUntersuchung
von Patienten mit Hypopharynx- und
Larynxtumorennichtmöglich.Aucheine
lokoregionäre oder gar systemische Be-
urteilung der Tumorausbreitung konnte
damit nicht vorgenommen werden, dies
war erst mit Einführung kombinierter
Systeme im Jahr 2010 möglich.
Diagnostische Genauigkeit
von CT, MRT und PET-CT bei
Kopf-Hals-Tumoren
Die ersten Studien zur PET-MRT bei
Kopf-Hals-Tumoren widmeten sich vor-
rangig demVergleich der diagnostischen
Genauigkeit gegenüber bisherigen Stan-
dards. Daher wird hier zunächst eine
Übersicht bzgl. der Genauigkeit der bis-
herigen Modalitäten gegeben.
In einer aktuellen Metaanalyse fas-
sen Sarrión Pérez et al. [6] zusammen,
dass CT und MRT schon seit Jahren
verlässliche Instrumente zum lokalen
Staging von Tumoren der Mundhöhle
sind mit Vorteilen der MRT aufgrund
des höheren Weichgewebskontrasts bei
Knochenmarkinfiltration, perineuraler
Tumorausbreitung und kleinen Tumo-
ren. Auch die geringere Anfälligkeit
gegenüber Zahnfüllungsartefakten ist
von Vorteil bei der Detektion von Pri-
märtumoren. Die PET kann in Einzel-
fällen bei der Detektion hilfreich sein,
ist jedoch für eine Bestimmung des
T-Stadiums aufgrund der schlechteren
Ortsauflösung zu ungenau.
Bezüglich des N-Stagings zitieren die
Autoren verschiedene Studien, in denen
CT und MRT vergleichbare Ergebnisse
erzielen, allerdings mit einer erheblichen
Schwankungsbreite in der Sensitivität,
die für die CT von 23,8–79% reicht und
für die MRT von 31,4–88,5 %. Der zu-
sätzliche Nutzen der alleinigen PET mit
18Fluor-Fluordesoxyglukose (18F-FDG)
als Radiotracer wird heterogen beurteilt
mit mehreren Publikationen, die eine
höhere Genauigkeit der Modalität bele-




Abb. 18 68-jähriger Patientmit rechtsseitigemOropharynxkarzinom (Pfeile) und ipsilateralen Lymphknotenmetastasen
(ofene Pfeile). VergleichbareDarstellung inder PET-CT (a kontrastmittelverstärktesCT-,b fusioniertes PET-CT- cPET-Bild) und
in der PET-MRT (d fettgesättigte T2-TSE-, e fusionierte PET-MRT-, f PET-Bildgebung). PET Positronenemissionstomographie,
TSE Turbospinecho
zumStagingmitCToderMRTvergleich-
bar sind. Die hybride Bildgebung mit
18F-FDG-PET-CT liefert kombinierte
anatomische und funktionelle Informa-
tionen und ermöglicht eine verbesserte
Detektion. Einschränkungen bleiben bei
Patienten ohne klinisch nachweisbare
Lymphknotenmetastasen (cN0-Stadium
gemäß TNM-Klassifikation). In einer
Studie wurden nur 57% der letztlich in
der histopathologischen Untersuchung
nachgewiesenen Lymphknotenmeta-
stasen mit der präoperativen PET-CT
erkannt [7]. Dies liegt sicherlich an den
ot histologisch nachgewiesenen Mikro-
metastasen in zervikalen Lymphknoten,
die aktuell der Detektion in sämtlichen
bildgebenden Methoden entgehen. Die
Autoren empfehlen daher aktuell weiter-
hin die „neck dissection“ zum korrekten
N-Staging.
In einer spezifischeren Metaanalyse
bzgl. der Detektion zervikaler Lymph-
knotenmetastasen zeigten Li et al. [8]
ebenfalls eine vergleichbare Genauigkeit
von CT und MRT. Wurde die Detektion
einzelner Lymphknoten als Zielgröße
gewertet, wies die CT eine bessere Sensi-
tivität von 77% auf (MRT 72%). Bei der
Betrachtung der verschiedenen Lymph-
knoten(LK)-Level hingegen war die
Sensitivität vergleichbar, die MRT hatte
jedoch mit 81% eine höhere Spezifität
(CT 72%).
Choi et al. [9] kamen in einer anderen
Metaanalyse bereits 2010 zu dem Ergeb-
nis, dass die 18F-FDG-PET oder -PET-
CT insgesamt eine höhere diagnostische
Genauigkeit als CT und MRT bzgl. der
Detektion zervikaler Lymphknotenme-
tastasen aufweisen, mit einer gepoolten
Sensitivität von 82% und Spezifität von
95%.
Hinsichtlich der prognostisch rele-
vantenVorhersage einer extrakapsulären
Tumorausbreitung in Lymphknoten er-
zielte die MRT eine höhere Genauigkeit
im Vergleich zur CT (AUC-Werte [„area
under the curve“] in der Receiver-
Operating-Characteristic[ROC]-Analy-
se 0,9454 vs. 0,8615). Insgesamt waren
jedoch in einer aktuellen Metaanalyse
von Su et al. [10] zur extrakapsulären
Tumorausbreitung keine allzu großen
Unterschiede der Modalitäten feststell-
bar. Es ergaben sich eine mittlere Sensiti-
vität und Spezifität von 85 bzw. 84% für
die MRT (CT 77 und 85%, Ultraschall
[US] 87 und 75%, 18F-FDG-PET-CT 86
Der Radiologe
86
und 86%). Der einzig signifikante Un-
terschied war die niedrigere Sensitivität
der CT im Vergleich zum MRT.
Lonneux et al. [11] zeigten 2010 in
einer prospektiven Multicenterstudie,
dass die Hinzunahme der 18F-FDG-PET
zum sonstigen Staging (CT oder MRT
der Halsregion plus CT des horax)
in 13,7 % der Fälle zu einer relevanten
Änderung des herapieregimes bei Pati-
enten mit Plattenepithelkarzinomen der
Kopf-Hals-Region führte. Dabei resul-
tierte in 5,2 % der Fälle ein Upstaging
durch zusätzlich detektierte Lymph-
knotenmetastasen bzw. in 8,6 % durch
Fernmetastasen. In einzelnen Fällen
war die PET-Diagnostik mit 18F-FDG






gnostik bei Kopf-Hals-Tumoren stammt
von Platzek et al. [12], die 2013 in einer
Machbarkeitsstudie an 20 Patienten de-
monstrierten, dass der Tumornachweis
in deren sequenziellem PET-MRT-Sys-
tem der alleinigenMRT- und der alleini-
gen PET-Diagnostik überlegen war. Da-
bei wurden von 20 histologisch gesicher-
tenTumoreninderMRTlediglich13bzw.
14 entdeckt, während in der 18F-FDG-
PET-MRT 17 Primärtumoren nachweis-
bar waren. Im Vergleich zu einer zusätz-
lich durchgeführten alleinigen 18F-FDG-
PET waren zudem deutlich mehr meta-
stasensuspekte Lymphknoten sichtbar.
In einer späteren Studie zur Detekti-
on von Lymphknotenmetastasen berich-
ten die Autoren dann über einen di-
rekten Vergleich der sequenziellen 18F-
FDG-PET-MRT zur Pathologie [13]. In
dieser Studie wurden bei 38 Tumorpa-
tienten in der PET-MRT 33 der Pri-
märtumoren entdeckt, in der alleinigen
MRT lediglich 28. Die meisten über-
sehenen Tumoren waren pT1-Karzino-
me von Zungenrand und Mundboden,
allerdings wurde auch ein pT3-Tumor
des weichen Gaumens in der alleinigen
MRT nicht erkannt. Die Lymphknoten-
metastasen wurden pro Level ausgewer-
tet. Hierbei waren in der pathohistolo-
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ihren festen Stellenwert in der Diagnostik
von Kopf-Hals-Tumoren. Seit einigen
Jahren ist die PET-MRT als weitere hybride
Bildgebungsmodalität verfügbar.
Fragestellung. Bringt die PET-MRT Fort-
schritte bei der Diagnostik von Kopf-Hals-
Tumoren?
Material und Methode. Darstellung der
diagnostischen Genauigkeit der bisherigen
Bildgebungsmethoden CT, MRT und PET-CT
anhand von Metaanalysen und Zusammen-
fassung der bisherigen Publikationen zur PET-
MRT auf diesemGebiet.
Ergebnisse. Die PET-MRT zeigt in allen
bisherigen Studien keine Überlegenheit bzgl.
der diagnostischen Genauigkeit von Kopf-
Hals-Tumoren. Sie kann jedoch durch die
multiparametrischeDiagnostik perspektivisch
Beiträge zur Tumorcharakterisierung und
damit möglicherweise Voraussagen zum
Therapieansprechen liefern.
Schlussfolgerungen. Derzeit wird die
18F-FDG-PET-CT in der diagnostischen
Genauigkeit bei Kopf-Hals-Tumoren von der
PET-MRT nicht übertroffen. Der additive Wert
der PET-MRT durch die multiparametrische
Bildgebungmuss weiter erforscht werden.
Schlüsselwörter
Metaanalysen · Multiparametrische
Diagnostik · Tumorcharakterisierung ·
Therapieansprechen · Hybridbildgebung





tomography (18F-FDG-PET/CT) procedure is a
cornerstone in the diagnostics of head and
neck cancers. Several years ago PET-magnetic
resonance imaging (PET/MRI) also became
available as an alternative hybrid multimodal
imagingmethod.
Objective. Does PET/MRI have advantages
over PET/CT in the diagnostics of head and
neck cancers?
Material and methods. The diagnostic
accuracy of the standard imagingmethods
CT, MRI and PET/CT is depicted according to
currently availablemeta-analyses and studies
concerning the use of PET/MRI for these
indications are summarized.
Results. In all studies published up to now
PET/MRI did not show superiority regarding
the diagnostic accuracy in head and neck
cancers; however, there is some evidence
that in the future PET/MRI can contribute to
tumor characterization and possibly be used
to predict tumor response to therapy with the
use of multiparametric imaging.
Conclusion. Currently, 18F-FDG-PET/CT is not
outperformed by PET/MRI in the diagnostics
of head and neck cancers. The additive value
of PET/MRI due to the use of multiparametric
imaging needs to be investigated in future
research.
Keywords
Meta-analyses · Multiparametric diagnostics ·
Tumor characterization · Therapy response ·
Multimodal imaging
gischen Untersuchung in 38/391 Leveln
Metastasen nachweisbar. In der Bildge-
bung wurden in der PET-MRT und der
alleinigen PET zwar mehr Metastasen
erkannt, der Unterschied zur alleinigen
MRT war jedoch nicht statistisch signi-
fikant (AUC in der ROC-Analyse 0,96,
0,95 und 0,9).
Eine Studie von Kubiessa et al. [14]
umfasste 17 konsekutive Patienten mit
Kopf-Hals-Tumoren (Primärtumoren
und Rezidive). Bei insgesamt 23 detek-
tierten Tumorlokalisationen (Primum
und Lymphknoten) war die simulta-
ne 18F-FDG-PET-MRT der -PET-CT
gleichwertig bei Sensitivität, Spezifität,

















2013 20 P Sequenziell PET-MRT detektiertmehr Tu-
moren als die alleinigeMRT




2014 38 P Sequenziell PET-MRT detektiertmehr Pri-
märtumoren als die alleinige














2014 150 P + R Sequenziell PET-MRTmit höherer Auffällig-
keit von Läsionen und höherer
diagnostischer Sicherheit der
Auswerter, Vorteile v. a. bei pe-
rineuralem Tumorwachstum
undWeichteilinfiltrationvon
Epipharynx, Zunge und Larynx
Lee et al.
[17]
2014 10 P Simultan Kombinierte PET-MRT detektiert
deutlichmehr suspekte LK als
die alleinigeMRT der Halsregi-




2014 32 P + R Sequenziell PET-MRT und PET-CT vergleich-





2016 25 P + R Simultan Keine Unterschiede zwischen




2014 87 R Sequenziell PET-MRT und PET-CTmit ver-
gleichbarer diagnostischer
Genauigkeit bei Detektion von
Tumorrezidiven
FDG Fluordesoxyglukose, PET Positronenemissionstomographie, LK Lymphknoten
(PPV und NPV) von 80,5, 88,2, 75,6 und
92,5 % (entsprechende Werte der PET-
CT 82,7, 87,3, 73,2 und 92,4 %).
Auch Partovi et al. [15] fanden bei
14 Patienten keinen Unterschied in der
Tumordetektion zwischen 18F-FDG-
PET-CT und sequenzieller -PET-MRT.
Hier wurden jedoch vorrangig die in
der PET detektierten Läsionen ver-
glichen, die entsprechenden CT- und
MRT-Datensätze waren hauptsächlich
zur Schwächungskorrektur und ana-
tomischen Korrelation angefertigt und
nicht zur dezidierten Halsdiagnostik.
Detailliert verglichen wurden hier die
Standardized-uptake-value(SUV)-Werte
der beiden Modalitäten, wobei diese in
der PET-MRT konstant höher lagen,
insgesamt jedoch eine sehr hohe Korre-
lation mit den Werten aus der PET-CT
aufwiesen (. Abb. 1).
Die bisher größte Serie wurde von
Kuhn et al. [16] aus Zürich publiziert,
wo die Kollegen an 150 Patienten ei-
nerseits die 18F-FDG-PET-CT und die
sequenzielle -PET-MRT verglichen, an-
dererseits aber auch untersuchten, wel-
che Sequenzen für die PET-MRT diag-
nostisch relevant sind. Typische Kenn-
zahlen zur diagnostischen Genauigkeit
(Sensitivität, Spezifität, PPV und NPV)
wurden hier nicht angegeben. Stattdes-
sen berichten die Autoren über eine hö-
here Auffälligkeit pathologischer Läsio-
nen (insbesondere der Primärtumoren)
in der PET-MRT. Auch die diagnosti-
sche Sicherheit der Auswerter war bei
der kontrastmittel(KM)-gestützten PET-
MRT höher im Vergleich zur KM-ge-
stützten PET-CT. Vorteile der kontrast-
verstärkten PET-MRT ergeben sich hier-
nachv.a.beiderBeurteilungperineuraler
Tumorausbreitung und Infiltration der
Weichteile im Bereich von Epipharynx,
Zunge und Paralaryngealraum, während
das PET-CT-Bild in Einzelfällen hilfrei-
cher war bzgl. knöcherner Arrosionen.
Die Autoren folgern daraus, dass ein 18F-
FDG-PET-MRTv. a. in präoperativen Si-
tuationen sinnvoll ist, in denen die Tu-
morausdehnung so genau wie möglich
angegeben werden sollte. Für Follow-up-
Untersuchungen hingegen empfehlen sie
ein verkürztes PET-MRT-Protokoll ohne
KM-Applikation.
In einer sehr präliminären retrospek-
tiven Studie aus dem Jahr 2014 berichten
Lee et al. [17] über 10 Patienten, bei de-
nen eine simultane 18F-FDG-PET-MRT
zum Tumorstaging durchgeführt wurde.
Auffällig war eine deutlich höhere An-
zahlanmetastasensuspektenLymphkno-
ten im PET, wobei insbesondere die de-
dizierte Aufnahme derHalsregion 23 zu-
sätzlicheHerdeergab imVergleichzural-
leinigen Interpretation der MRT-Bilder.
Eine starke Einschränkung der Studie ist
die fehlende Validierung dieser suspek-
tenLymphknoten, diewederhistologisch
noch durch ein Follow-up gesichert wur-
den.
Varoquaux et al. [18] berichteten von
32 Patienten (13 zum Primärstaging, 19
bei Rezidivverdacht), die konsekutiv mit
sequenzieller 18F-FDG-PET-MRT und
-PET-CT untersucht wurden, wobei
sowohl CT als auch MRT ohne Kon-
trastmittel akquiriert und vorwiegend
zur anatomischen Zuordnung von Lä-
sionen genutzt wurden. Die Anzahl an
detektierten Läsionen war vergleichbar,
interessant erscheint die systematische
Unterschätzung der Glukoseutilisati-
on in der zuerst durchgeführten PET-




Abb. 28 63-jähriger Patientmit rechtsseitigemTonsillenkarzinom (ofenePfeile). Vorteile für die PET-MRT bei ausgeprägten
Zahnfüllungsartefakten im CT. PET-CT: a kontrastmittelverstärktes CT ohne sicheren Tumornachweis bei Artefakten, b fusio-
nierte PET-CT, c PET, jeweilsmit Darstellung des Tumors. PET-MRT:d fettgesättigte T1-TSEmit tumorsuspekter Asymmetrie
der Tonsillen, e fusionierte PET-MRT, f PET, jeweilsmit Darstellung des Tumors, die symmetrischeGlukosestoffwechselaktivi-
tät ventral des Atlas ist physiologisch imM. longus capitis. PETPositronenemissionstomographie, TSE Turbospinecho
sels mithilfe der SUV-Werte. Nach An-
sicht der Autoren kann dies partiell auf
einen durch die Tracerkinetik bedingten
zeitabhängigen Anstieg der SUV-Werte
in malignen Läsionen zurückgeführt
werden.
In einer aktuellen Studie von Schaar-
schmidt et al. [19] wurde speziell das
T- und N-Staging einer 18F-FDG-PET-
CT-, simultanen -PET-MRT- und einer
alleinigen MRT-Untersuchung vergli-
chen. Die Unterschiede in der Genau-
igkeit des T-Stagings erreichten keine
statistische Signifikanz, allerdings kann
dies auch an der geringen Fallzahl liegen,
da nur 12 der 25 Patienten im Rahmen
eines Primärstagings untersuchtwurden.
Bezüglich der Detektion von Rezi-
divtumoren kam eine eigene Studie mit
22 Patienten an einem simultanen PET-
MRT-System zu dem Ergebnis einer hö-
heren Sensitivität bei reduzierter Spe-
zifität der 18F-FDG-PET-MRT im Ver-
gleich zur PET-CT (Manuskript „under
review“).
Queiroz et al. [20] fanden mit der se-
quenziellen PET-MRT bei 87 Patienten
keine signifikanten Unterschiede in der
diagnostischenGenauigkeit bzgl. der Re-
zidivdiagnose. Allerdings hatten von die-
sen Patienten letztlich auch nur 16 ein
Rezidiv, dabei war die diagnostische Ge-
nauigkeit der 18F-FDG-PET-MRT und
der -PET-CT nahezu identisch (91,5 vs.
90,6%; . Abb. 2).
Eine kurze Übersicht der bisher er-
schienenen Artikel zum Vergleich von
18F-FDG-PET-MRT und -PET-CT gibt
. Tab. 1.
Insgesamt lässt sich zusammenfas-
sen, dass die 18F-FDG-PET-MRT in den
bisherigen Vergleichsstudien zur PET-
CT zwar Vorteile in der Tumoranalyse
hat, jedoch keine Überlegenheit in der
diagnostischen Genauigkeit aufweist.
Dies liegt möglicherweise daran, dass
ein großer Teil der aktuell nicht ent-
deckten Tumorherde Mikrometastasen
in zervikalen Lymphknoten umfasst,
welche derzeit allen Bildgebungsme-
thoden entgehen. Hierfür sind neue
Ansätze mit spezifischen MR-Kontrast-
mitteln oder spezifischen Radiotracern
wie beispielsweise dem 3’-Deoxy-3’-
[18F]Fluorthymidin (18F-FLT) als Proli-
ferationsmarker oder dem Hypoxiemar-
ker 18F-Fluormisonidazol (18F-FMISO)
nötig.
Zunehmend wird auch bei Kopf-
Hals-Tumoren untersucht, welche zu-
sätzlichen Informationen die PET-MRT
im Vergleich zur PET-CT bringen kann,
















LKM in der 18F-FDG-PET.
c Parameterkarte für Ktrans
(Rate von Kontrastmitte-
laustritt aus demGefäß in
den Extrazellularraum). Die
Zahlenwerte im Bild geben
auch die Daten für die an-
deren Parameter KepundVe
an.dDeutliche Signalab-








rametrische Bildgebung in den Mittel-
punkt.
Multiparametrische Bildgebung
Die 18F-FDG-PET ermöglicht bekann-
termaßen die funktionelle Darstellung
der Glukosestoffwechselaktivität von
Gewebe [21]. Für die MRT wurde in
den vergangenen Jahren die Diffusions-
wichtung („diffusion-weighted imaging“,
DWI), mit der die Brown-Molekularbe-
wegung sichtbar gemacht werden kann,
zunehmend auch außerhalb der neuro-
radiologischen Diagnostik angewendet.
Eine eingeschränkte Diffusibilität im Ex-
trazellularraum durch zelluläre Ödeme
oder eine erhöhte Zelldichte, wie z. B.
in manchen Tumoren, führt dabei zu ei-
nem erhöhten Signal im b-Bild und einer
Absenkung in der ADC-Karte [22]. Eine
weitere Möglichkeit, Gewebefunktionen
mit der MRT zu charakterisieren, ergibt
sich durch die kontrastmittelverstärkte
Perfusionsanalyse („dynamic contrast-
enhanced MRI“, DCE-MRI [23]). Hier
können qualitativ Durchblutungscha-
rakteristika angegeben werden, wie die
Anstiegssteilheit der Signalintensität
nach KM-Applikation oder die Art des
Kurvenverlaufs. Bei Anwendung be-
stimmter Perfusionsmodelle ist jedoch
auch eine quantitative Beschreibung der
Gewebeperfusionmöglich. Eines der am
häufigsten verwendeten Modelle ist das
Zwei-Kompartment-Modell von Tots
et al. [24]. Hier werden verschiede-
ne Parameter berechnet: die Rate von
Kontrastmittelaustritt aus dem Gefäß
in den Extrazellularraum (Ktrans), die
Konstante des Rückstroms von KM in
das Gefäß (Kep) und das Volumen des
Extrazellulärraums (Ve).
„Diffusion-weighted imaging“
Queiroz et al. [25] berichteten 2014 von
einer prospektiven Studie zur Verwen-
dungderDWIinderDetektionvonKopf-
Hals-Tumoren. Dazu werteten sie die
18F-FDG-PET-MRT-Daten von 70 Pati-
enten (16 Primärstaging, 56 Follow-up)
aus. Hierbei fanden die Autoren keinen
Zusatznutzen der DWI im Vergleich
zum PET-MRT-Datensatz. Insgesamt
war die diagnostische Genauigkeit der
DWI allein im Vergleich zur PET-MRT
ohne DWI signifikant niedriger (60,6
vs. 86,8 %, p < 0,001). Auch die ein-
zelnen wenigen, korrekt als Metastasen
erkannten Lymphknoten aus der DWI,
die in der sequenziellen PET-MRT nicht
erkannt worden waren, trugen nicht zu
einer Änderung des N-Stagings bei. Die
Autoren folgern daraus, dass die DWI
keinen Zusatznutzen bringt und bei der
Untersuchung von Patienten mit Kopf-
Hals-Tumoren nicht eingesetzt werden
sollte.
Nakajo et al. [26] postulierten im
Gegensatz dazu in einer Studie von 2012
eine signifikante negative Korrelation
von SUV und ADC, sodass die DWI
bzw. die Bestimmung des ADC-Werts
für die frühe Responseevaluation von
Bedeutung sein könnte.
Zu einer ähnlichen Aussage kamen
2014Matoba et al. [27] in einer prospek-
tiven Studie, deren Resultate die frühe
ÄnderungdesADC-Werts als geeigneten






Aktuell ebenfalls vielversprechend er-
scheint die Nutzung der multipara-
metrischen PET-MRT zur genaueren
Tumorcharakterisierung [28]. Bei einer
genauen Analyse multimodaler Bild-
gebungsparameter mit Korrelation zur
Histopathologie könnten küntig grund-
legende Eigenschaten der Tumoren
nichtinvasiv mittels kombinierter Bild-
gebung erkannt und idealerweise eine
Vorhersage des herapieansprechens
möglich werden. Aber auch die alleinige
Möglichkeit einer genauen Tumorcha-
rakterisierung und der dann eventuell
mögliche Verzicht auf eine bioptische
Sicherung wäre für die Patienten ein
großer Benefit, speziell im Falle schwer
zugänglicher Tumoren [28–31].
In diesem Sinne untersuchten Gaw-
litza et al. [32] im Jahr 2015 die Kor-
relation multimodaler Parameter mittels
simultaner 18F-FDG-PET-MRT. Hierfür
wurden 17 Patienten mit Kopf-Hals-Tu-
moren ausgewertet und die Parameter
zur Glukoseutilisation (SUV), zur Diffu-
sion(ADC)undPerfusion(Ktrans ,Kep,Ve)
quantifiziert. Moderate, aber signifikan-
te Korrelationen konnten zwischen dem
GlukosestoffwechselundParameternder
Perfusionsmessung einerseits sowie der
mittels DWI bestimmten Zelldichte an-
dererseits nachgewiesen werden. Ebenso
korrelierte die Zelldichte mit dem Volu-
men des Extrazellularraums. Dies führte
die Autoren zu der Annahme, dass aus
solchen Analysen komplementäre Infor-
mationen zu gewinnen sind, die für die
TumorcharakterisierungvonNutzensein
könnten. Diese Interpretation wird un-
terstützt durch eine ähnliche Studie von
Covello et al. [33] an 44 Patienten. Hier
wurde bei Patienten mit Primärtumoren
der Kopf-Hals-Region eine signifikante,
inverse Korrelation zwischen dem mitt-
leren SUV-Wert undKtrans nachgewiesen
(. Abb. 3).
Unsere Arbeitsgruppe ermittelte in
weiteren Untersuchungen (Artikel ak-
zeptiert bei Oral Oncology) Zusammen-
hänge zwischen Parametern der funk-
tionellen Bildgebung und histopatholo-
gischen Parametern. Speziell zwischen
Kep und der histopathologisch ermit-
telten Gefäßfläche sowie zwischen dem
ADC-Wert und dem Proliferationsmar-
ker Ki-67 konnten dabei Korrelationen
demonstriert werden.
Ob mit diesen Methoden tatsächlich
eine genaue nichtinvasive Bestimmung
von Tumorart und Ansprechverhalten
unter herapie möglich wird, werden
küntige Untersuchungen an größeren
Patientenkollektiven zeigen müssen. Es
deutet sich jedoch an, dass der Vorteil
der PET-MRT bei der Diagnostik von
Kopf-Hals-Tumoren in diesem Bereich
zu finden ist und nicht in einer höheren
diagnostischenGenauigkeit imVergleich
zum PET-CT.
Fazit für die Praxis
4 Molekulare Bildgebung mit der 18F-
FDG-PET-CT ist bei Kopf-Hals-Tumo-
ren hilfreich beim primären Staging
(insbesondere N- und M-Staging),
bei der frühen Beurteilung des
Therapieansprechens und bei der
Differenzierung posttherapeutischer
Veränderungen von Tumorrezidiven.
4 Alle bisherigen Studien zur 18F-FDG-
PET-MRT bei Kopf-Hals-Tumoren zei-
gen eine vergleichbare diagnostische
Genauigkeit gegenüber der PET-CT.
Vorteile werden angegeben bzgl.
der perineuralen Tumorausbreitung
sowie der Infiltrationsbeurteilung in
Epipharynx, Zunge und Larynx.
4 Aktuell zeichnet sich ein Trend zur
multiparametrischen Bildgebung
mit der PET-MRT ab zur genaueren
nichtinvasiven Tumorcharakterisie-
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